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This chapter introduces you to the basics of remote programming. The 
programming instructions explained in this book conform to the 
IEEE 488.2 Standard Digital Interface for Programmable 
Instrumentation. These programming instructions provide a means of 
remotely controlling the HP 1652B/53B. There are three general 
categories of use. You can: 

• Set up the instrument and start measurements 

• Retrieve setup information and measurement results 

• Send measurement data to the instrument 

The instructions listed in this manual give you access to the measurements 
and front panel features of the HP 1652B/53B. The complexity of your 
programs and the tasks they accomplish are limited only by your 
imagination. This programming reference is designed to provide a 
concise description of each instruction. 


This manual is organized in 27 chapters. Chapter 1 is divided into two 
sections. The first section (pages 2 through 9) concentrates on program 
syntax, and the second section (pages 10 through 17) discusses 
programming an instrument. Read either chapter 2, ’’Programming Over 
HP-IB,” or chapter 3, ’’Programming Over RS-232C” for information 
concerning the physical connection between the HP 1652B/53B and your 
controller. Chapter 4, ’’Programming and Documentation Conventions," 
gives an overview of all instructions and also explains the notation 
conventions used in our syntax definitions and examples. The remaining 
chapters 5 through 27 are used to explain each group of instructions. 
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Programming 

Syntax 

Talking to the 
Instrument 


Instruction Syntax 


In general, computers acting as controllers communicate with the 
instrument by sending and receiving messages over a remote interface, 
such as HP-IB or RS-232C. Instructions for programming the HP 
1652B/53B will normally appear as ASCII character strings embedded 
inside the output statements of a "host" language available on your 
controller. The host language’s input statements are used to read in 
responses from the HP 1652B/53B. 

For example, HP 9000 Series 200/300 BASIC uses the OUTPUT 
statement for sending commands and queries to the HP 1652B/53B. After 
a query is sent, the response is usually read in using the ENTER 
statement. All programming examples in this manual are presented in 
BASIC. The following BASIC statement sends a command which causes 
the HP 1652B/53B’s machine 1 to be a state analyzer: 

OUTPUT XXX;”:MACHINE1:TYPE STATE” <termmator> 

Each part of the above statement is explained in the following pages. 

To program the instrument remotely, you must have an understanding of 
the command format and structure expected by the instrument. The IEEE 
488.2 syntax rules govern how individual elements such as headers, 
separators, parameters and terminators may be grouped together to form 
complete instructions. Syntax definitions are also given to show how 
query responses will be formatted. Figure 1-1 shows the main syntactical 
parts of a typical program statement. 

INSTRUCTION 

^ 

OUTPUT XXX;":SYSTEM:MENU DISPLAY,2’ 

OUTPUT COMMAND -^- 

DEVICE ADDRESS -^^- 

INSTRUCTION HEADER --- 

WHITE SPACE -^- 

INSTRUCTION PARAMETERS ---— 

Figure 1-1. Program Message Syntax 
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Device Address 


Instructions 


Instruction Header 
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The output command is entirely dependant on the language you choose to 
use. Throughout this manual HP 9000 Series 200/300 BASIC 4.0 is used in 
the programming examples. People using another language will need to 
find the equivalents of BASIC commands like OUTPUT, ENTER and 
CLEAR in order to convert the examples. The instructions for the 
HP 1652B/53B are always shown between the double-quotes. 

The location where the device address must be specified is also dependent 
on the host language which you are using. In some languages, this could 
be specified outside the output command. In BASIC, this is always 
spewed after the keyword OUTPUT. The examples in this manual use a 
generic address of XXX. When writing programs, the number you use 
will depend on the cable you use in addition to the actual address. If you 
are using an HP-IB, see chapter 2. RS-232C users should refer to 
chapter 3, "Programming Over RS-232C." 

Instructions (both commands and queries) normally appear as a string 
embedded in a statement of your host language, such as BASIC, Pascal or 
C. The only time a parameter is not meant to be expressed as a string is 
when the instruction’s syntax definition specifies < block data >. There 
are only five instructions which use block data. 

Instructions are composed of two main parts: The header, which specifies 
the command or query to be sent; and the parameters, which provide 
additional data needed to clarify the meaning of the instruction. 

The instruction header is one or more keywords separated by colons (:). 
The command tree in figure 4-1 illustrates how all the keywords can be 
joined together to form a complete header (see chapter 4, "Programming 
and Documentation Conventions"). 

The example in figure 1-1 shows a command. Queries are indicated by 
adding a question mark (?) to the end of the header. Many instructions 
can be used as either commands or queries, depending on whether or not 
you have included the question mark. The command and query forms of 
an instruction usually have different parameters. Many queries do not use 
any parameters. 

When you look up a query in this programming reference, you’ll find a 
paragraph labeled "Returned Format" under the one labeled "Query 
Syntax." The syntax definition by "Returned format" will always show the 
instruction header in square brackets, like [:SYSTem:MENU]. What this 
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White Space 


Instruction Parameters 


Header Types 


really means is that the text between the brackets is optional, but it’s also a 
quick way to see what the header looks like. 

White space is used to separate the instruction header from the 
instruction parameters. If the instruction does not use any parameters, 
you do not need to include any white space. White space is defined as one 
or more spaces. ASCII defines a space to be character 32 (in decimal). 
Tabs can be used only if your controller first converts them to space 
characters before sending the string to the instrument. 

Instruction parameters are used to clarify the meaning of the command or 
query. They provide necessary data, such as whether a function should be 
on or off, which waveform is to be displayed, or which pattern is to be 
looked for. Each instruction’s syntax definition shows the parameters, as 
well as the values they accept. This chapter’s "Parameter Syntax Rules" 
section has all of the general rules about acceptable values. 

When there is more than one parameter they are separated by 
commas (,). You are allowed to add spaces around the commas. 

There are three types of headers: Simple Command; Compound 
Command; and Common Command. 

Simple Command Header. Simple command headers contain a single 
keyword. START and STOP are examples of simple command headers 
typically used in this instrument. The syntax is: 

< function > < terminator > 

When parameters (indicated by < data > ) must be included with the 
simple command header (for example, :RMODE SINGLE) the syntax is: 

< function > < white space > <data> <terminator > 

Compound Command Header. Compound command headers are a 
combination of two or more program keywords. The first keyword selects 
the subsystem, and the last keyword selects the function within that 
subsystem. Sometimes you may need to list more than one subsystem 
before being allowed to specify the function. The keywords within the 
compound header are separated by colons. For example: 

To execute a single function within a subsystem, use the following: 
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:< subsystem >: < function > < white space > < data > < terminator > 


Combining 
Commands from the 
Same Subsystem 


Dupiicate Keywords 
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(For example :SYSTEM:LONGFORM ON) 

To traverse down a level of a subsystem to execute a subsystem within that 
subsystem: 

: < subsystem >: < subsystem >: < function > < white space > < data > < terminator > 

(For example :MMEMORY:LOAD:CONnG "FILE_’’) 

Common Command Header. Common command headers control IEEE 
488.2 functions within the instrument (such as clear status, etc.). Their 
syntax is: 

*< command header > < terminator > 

No space or separator is allowed between the asterisk and the command 
header. *CLS is an example of a common command header. 

To execute more than one function within the same subsystem a 
semi-colon (;) is used to separate the functions: 

: < subsystem >: < function > < white space > < data >; 

< function > < white space > < data > < terminator > 

(For example :SYSTEM:LONGFORM ON;HEADER ON) 

Identical function keywords can be used for more than one subsystem. 

For example, the function keyword MMODE may be used to specify the 
marker mode in the subsystem for state listing or the timing waveforms: 

:SLIST:MMODE PATTERN - sets the marker mode to pattern in the state 
listing. 

:TWAVEFORM:MMODE TIME - sets the marker mode to time in the timing 
waveforms. 

SLIST and TWAVEFORM are subsystem selectors and determine which 
marker mode is being modified. 
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Query Usage Command headers immediately followed by a question mark (?) are 
queries. After receiving a query, the instrument interrogates the 
requested function and places the response in its output queue. The 
output message remains in the queue until it is read or another command 
is issued. When read, the message is transmitted across the bus to the 
designated listener (typically a controller). For example, the logic 
analyzer query :MACHINEl:TWAVEFORM:RANGE? places the 
current seconds per division full scale range for machine 1 in the output 
queue. In BASIC, the input statement 

ENTER XXX; Range 

passes the value across the bus to the controller and places it in the 
variable Range. 

Query commands are used to find out how the instrument is currently 
configmed. They are also used to get results of measurements made by 
the instriunent. For example, the command 

:MACHINEl:TWAVEFORM:XOTIME? 

instructs the instrument to place the X to O time in the output queue. 

The output queue must be read before the next program message is sent. 
For example, when you send the query :TWAVEFORM:XOTIME? you 
must follow that with an input statement. In BASIC, this is usually done 
with an ENTER statement. 

Sending another command before reading the result of the query will 
cause the output buffer to be cleared and the current response to be lost. 
This will also generate a "QUERY UNTERMINATED" error in the 
error queue. 
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Program headers can be sent using any combination of uppercase or 
lowercase ASCII characters. Instrument responses, however, are always 
returned in uppercase. 

Both program command and query headers may be sent in either 
longform (complete spelling), shortform (abbreviated spelling), or any 
combination of longform and shortform. Either of the following examples 
turns on the headers and longform. 

OUTPUT XXX;”;SYSTEM:HEADER ON;LONGFORM ON” - longform 
OUTPUT XXX;”:SYST:HEAD ON;LONG ON” - shortform 

Programs written in longform are easily read and are almost 
self-documenting. The shortform syntax conserves the amount of 
controller memory needed for program storage and reduces the amount 
of I/O activity. 


The rules for shortform syntax are shown in chapter 4 "Programming and 
Documentation Conventions." 


There are three main types of data which are used in parameters. They 
are numeric, string, and keyword. A fourth type, block data, is used only 
for five instructions: the DATA and SETup instructions in the SYSTem 
subsystem (see chapter 6); the CATalog, UPLoad, and DOWNload 
instructions in the MMEMory subsystem (see chapter 7). These syntax 
rules also show how data may be formatted when sent back from the 
HP 1652B/53B as a response. 

The parameter list always follows the instruction header and is separated 
from it by white space. When more than one parameter is used, they are 
separated by commas. You are allowed to include one or more spaces 
around the commas, but it is not mandatory. 
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Numeric data. For numeric data, you have the option of using 
exponential notation or using suffixes to indicate which unit is being used. 
Tables A-1 and A-2 in appendix A list all available suffixes. Do not 
combine an exponent with a unit. The following numbers are all equal: 

28 = 0.28E2 = 280e-l = 28000m = 0.028K. 

The base of a number is shown with a prefix. The available bases are 
binary (#B), octal (#Q), hexadecimal (#H) and decimal (default). For 
example, #B11100 = #Q34 = #H1C = 28. You may not specify a 
base in conjunction with either exponents or imit suffixes. Additionally, 
negative nmnbers must be expressed in decimal. 

When a syntax definition specifies that a number is an integer, that means 
that the number should be whole. Any fractional part would be ignored, 
truncating the number. Numeric parameters which accept fractional 
values are called real numbers. 

All numbers are expected to be strings of ASCII characters. Thus, when 
sending the number 9, you would send a byte representing the ASCII code 
for the character "9” (which is 57, or 00111001 in binary). A three-digit 
number like 102 would take up three bytes (ASCII codes 49,48 and 50). 
This is taken care of automatically when you include the entire instruction 
in a string. 

String data. String data may be delimited with either single (’) or double 
(") quotes. String parameters representing labels are case-sensitive. For 
instance, the labels "Bus A" and "bus a" are unique and should not be used 
indiscriminately. Also pay attention to the presence of spaces, since they 
act as legal characters just like any other. So the labels "In" and" In" are 
also two separate labels. 

Keyword data. In many cases a parameter must be a keyword. The 
available keywords are always included with the instruction’s syntax 
definition. When sending commands, either the longform or shortform (if 
one exists) may be used. Upper-case and lower-case letters may be mixed 
freely. When receiving responses, upper-case letters will be used 
exclusively. The use of longform or shortform in a response depends on 
the setting you last specified via the SYSTemrLONGform command (see 
chapter 6). 
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Instruction Terminator 



Seiecting Muitiple 
Subsystems 



An instruction is executed after the instruction terminator is received. 
The terminator is the NL (New Line) character. The NL character is an 
ASCII linefeed character (decimal 10). 


The NL (New Line) terminator has the same function as an EOS (End Of 
String) and EOT (End Of Text) terminator. 


You can send multiple program commands and program queries for 
different subsystems on the same line by separating each command with a 
semicolon. The colon following the semicolon enables you to enter a new 
subsystem. For example: 

<instruction header> <data>;:< Instruction header> <data> <terminator> 


:MACHINE1:ASSIGN2;:SYSTEM:HEADERS ON 


Multiple commands may be any combination of simple, compound and 
common commands. 
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Programming 
an Instrument 


Initialization To make sure the bus and all appropriate interfaces are in a known state, 
begin every program with an initiali^tion statement. BASIC provides a 
CLEAR command which clears the interface buffer. If you’re using 
HP-IB, CLEAR will also reset the HP 1652B/53B’s parser. The parser is 
the program which reads in the instructions which you send it. 

After clearing the interface, load a predefined configuration file from the 
disk to preset the instrument to a known state. For example: 

OUTPUT XXX;":MMEMORY:LOAD:CONFIG 'DEFAULT^'" 

This BASIC statement would load the configuration file "DEFAULT_’’ 
(if it exists) into the HP 1652B/53B. Refer to the chapter "MMEMory 
Subsystem" for more information on the LOAD command. 

l|g| Refer to your controller manual and programming language reference 
Note tIt manual for information on initializing the interface. 
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Example Program 


Program Overview 


Receiving information 
from the instrument 
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This program demonstrates the basic command structure used to program 
theHP1652B/53B. 


10 

20 

30 

40 

50 

60 

70 


CLEAR XXX 
OUTPUT XXX 
OUTPUT XXX 
OUTPUT XXX 
OUTPUT XXX 
OUTPUT XXX 
OUTPUT XXX 


SYSTEM:HEADER ON" 
SYSTEM:L0NGF0RM ON" 
MMEM:LOAD-.CONFIG 'TEST 
MENU FORMAT,!" 

RMOOE SINGLE" 

START" 


Unitialize instrument interface 
ITurn headers on 
!Turn longform on 
E'" !Load configuration file 
!Select Format menu for machine 1 
!Select run mode 
IRun the measurement 


Line 10 initializes the instrument interface to a known state 
Lines 20 and 30 turn the headers and longform on. 

Line 40 loads the configuration file "TEST_E” from the disc drive. 

Line 50 displays the Format menu for machine 1. 

Lines 60 and 70 tell the analyzer to run the measurement configured by 
the file ”TEST_E” one time. 

After receiving a query (command header followed by a question mark), 
the instrument interrogates the requested function and places the answer 
in its output queue. The answer remains in the output queue until it is 
read or another command is issued. When read, the message is 
transmitted across the bus to the designated listener (typically a 
controller). The input statement for receiving a response message from 
an instrument’s output queue typically has two parameters;the device 
address and a format specification for handling the response message. 
For example, to read the result of the query command 
:SYSTEM:LONGFORM? you could execute the BASIC statement: 

ENTER XXX; Setting 


where XXX represents the address of your device. This would enter the 
current setting for the longform command in the numeric variable Setting, 
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Note 4^ 


Response Header 
Options 


All results for queries sent in a program message must be read before 
another program message is sent. For example, when you send the query 
:MACHINE1:ASSIGN?, you must follow that query with an input 
statement. In BASIC, this is usually done with an ENTER statement. 


The format specification for handling the response messages is dependent 
on both the controller and the programming language. 

The format of the retmned ASCII string depends on the current settings 
of the SYSTEM HEADER and LONGFORM commands. The general 
format is: 

< instruction header > < space >< data > < terminator > 

The header identifies the data that follows (the parameters) and is 
controlled by issuing a :SYSTEM:HEADER ON/OFF command. If the 
state of the header command is OFF, only the data is returned by the 
query. 

The format of the header is controlled by the :SYSTEM:LONGFORM 
ON/OFF command. If longform is OFF, the header will be in its 
shortform and the header will vary in length depending on the particular 
query. The separator between the header and the data always consists of 
one space. 

The following examples show some possible responses for a 
:MACHINEl:SFORMAT:THRESHOLD2? query: 

• with HEADER OFF: 

< data > < terminator > 

• with HEADER ON and LONGFORM OFF: 

:MACH1:SFOR:THR2 < space > <data> < terminator > 

• with HEADER ON and LONGFORM ON: 
:MACHINE1:SFORMAT:THRESHOLD2 <space> <data> <terminator> 
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Note ft 


Response Data 
Formats 


Note ft 
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A command or query may be sent in either longform or shortform, or in 
any combination of longform and shortform. The HEADER and 
LONGFORM commands only control the format of the returned data 
and have no effect on the way commands are sent. 

Refer to the chapter "System Commands" for information on turning the 
HEADER and LONGFORM commands on and off. 


Both numbers and strings are returned as a series of ASCII characters, as 
described in the following sections. Keywords in the data are returned in 
the same format as the header, as specified by the LONGform command. 
Like the headers, the keywords will always be in upper-case. 

The following are possible responses to the "MACHINEl: TFORMAT: 
LAB? ’ADDR’" query. 

MACHINE1:TFORMAT:LABEL"ADDR M9.POSmVE< terminator> (Header on; 
Longform on) 

MACH1:TFOR:LAB "ADDR M9,POS<terminator > (Header on; Longform off) 

"ADDR '',19,POSITIVE<terminator> (Header off; Longform on) 

"ADDR ",19,POS<terminator> (Header off; Longform off) 


Refer to the individual conunands in this manual for information on the 
format (alpha or numeric) of the data returned from each query. 
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string Variables 



Since there are so many ways to code numbers, the HP 1652B/53B 
handles almost all data as ASCII strings. Depending on your host 
language, you may be able to use other types when reading in responses. 

Sometimes it is helpful to use string variables in place of constants to send 
instructions to the HP 1652B/53B. The example below combines variables 
and constants in order to make it easier to switch from MACHINEl to 
MACHINE2. In BASIC, the & operator is used for string concatenation. 


10 

20 

30 

40 

50 

60 

99 


LET Machines = ”:MACHINE2” ISend all 
OUTPUT XXX; Machine$ & ":TYPE STATE" 

! Assign all labels to be positive 
OUTPUT XXX; Machine$ & "iSFORMAT:LABEL 
OUTPUT XXX; Machine$ & "iSFORMAT:LABEL 
OUTPUT XXX; Machine! & ":SF0RMAT:LABEL 
END 


instructions to machine 2 
!Make machine a state analyzer 

'CHAN r, POS" 

'CHAN 2', POS" 

'OUT', POS" 


If you want to observe the headers for queries, you must bring the 
returned data into a string variable. Reading queries into string variables 
requires little attention to formatting. For example: 

ENTER XXX;Result! 

places the output of the query in the string variable Result!. 


In the language used for this book (HP BASIC 4.0), string variables are 
case sensitive and must be expressed exactly the same each time they are 
used. 


The output of the instrument may be numeric or character data 
depending on what is queried. Refer to the specific commands for the 
formats and types of data returned from queries. 
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The following example shows logic analyzer data being returned to a 
string variable with headers off: 


Numeric Base 


Numeric Variabies 
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10 OUTPUT XXX;":SYSTEM:HEADER OFF" 

20 DIM Rang$[30] 

30 OUTPUT XXX;":MACHINE1:TWAVEF0RM:RANGE?" 

40 ENTER XXX;Rang$ 

50 PRINT Rang$ 

60 END 

After running this program, the controller displays: 

+ 1.00000E-05 

Most numeric data will be returned in the same base as shown on screen. 
When the prefix #B precedes the returned data, the value is in the binary 
base. Likewise, #Q is the octal base and #H is the hexadecimal base. If 
no prefix precedes the returned numeric data, then the value is in the 
decimal base. 

If your host language can convert from ASCII to a numeric format, then 
you can use numeric variables. Turning off the response headers will help 
you avoid accidently trying to convert the header into a number. 

The following example shows logic analyzer data being returned to a 
numeric variable. 

10 OUTPUT XXX;":SYSTEM:HEADER OFF" 

20 OUTPUT XXX;":MACHINE1:TWAVEF0RM:RANGE?" 

30 ENTER XXX;Rang 
40 PRINT Rang 
50 END 

This time the format of the number (such as whether or not exponential 
notation is used) is dependant upon your host language. In BASIC, the 
output would look like: 


l.E-5 
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Definite-Length Block Definite-length block response data allows any type of device-dependent 
Response Data data to be transmitted over the system interface as a series of 8-bit binary 
data bytes. This is particularly useful for sending large quantities of data 
or 8-bit extended ASCII codes. The syntax is a pound sign ( # ) followed 
by a non-zero digit representing the number of dUgits in the decimal 
integer. After the non-zero digit is the decimal integer that states the 
number of 8-bit data bytes being sent. This is followed by the actual data. 

For example, for transmitting 80 bytes of data, the syntax would be: 


NUMBER OF DIGITS 
THAT FOLLOW 


ACTUAL DATA 


# 800000080 <e i ghty bytes of dataxtermi nator> 


NUMBER OF BYTES 
TO BE TRANSMITTED 


16500/BL22 


Figure 1-2. Definite-length Block Response Data 


Note 


II 


The "8" states the number of digits that follow, and "00000080" states the 
number of bytes to be transmitted. 


Indefmite-length block data is not supported on the HP1652B/53B. 
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Multiple Queries 


Note 


Instrument Status 


You can send multiple queries to the instrument within a single program 
message, but you must also read them back within a single program 
message. This can be accomplished by either reading them back into a 
string variable or into multiple numeric variables. For example, you could 
read the result of the query :SYSTEM:HEADER?;LONGFORM? into 
the string variable ResultsS with the command: 

ENTER XXX; Results! 


When you read the result of multiple queries into string variables, each 
response is separated by a semicolon. For example, the response of the 
query :SYSTEM:HEADER?:LONGFORM? with HEADER and 
LONGFORM on would be: 

:SYSTEM:HEADER 1;:SYSTEM: LONG FORM 1 


If you do not need to see the headers when the numeric values are 
returned, then you could use following program message to read the query 
:SYSTEM:HEADERS?;LONGFORM? into multiple numeric variables: 

ENTER XXX; Resultl, Result2 


When you are receiving numeric data into numeric variables, the headers 
should be turned off. Otherwise the headers may cause misinterpretation 
of returned data. 


Status registers track the current status of the instrument. By checking the 
instrument status, you can find out whether an operation has been 
completed, whether the instrument is receiving triggers, and more. 
Appendix B, "Status Reporting," explains how to check the status of the 
instriunent. 
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Programming Over HP-IB 2 


Introduction 

This section describes the interface functions and some general concepts 
of the HP-IB. In general, these functions are defined by IEEE 488.1 
(HP-IB bus standard). They deal with general bus management issues, as 
well as messages which can be sent over the bus as bus commands. 

Interface 

Capabilities 

The interface capabilities of the HP 1652B/53B, as defined by IEEE 488.1 
are SHI, AHl, T5, TEO, L3, LEO, SRI, RLl, PPO, DCl, DTI, CO, and E2. 

Command and 
Data Concepts 

The HP-IB has two modes of operation: command mode and data mode. 
The bus is in command mode when the ATN line is true. The command 
mode is used to send talk and listen addresses and various bus commands, 
such as a group execute trigger (GET). The bus is in the data mode when 
the ATN line is false. The data mode is used to convey device-dependent 
messages across the bus. These device-dependent messages include all of 
the instrument commands and responses found in chapters 5 through 27 
of this manual. 

Addressing 

By using the front-panel I/O and SELECT keys, the HP-IB interface can 
be placed in either talk only mode ’’Printer connected to HP-IB" or 
ad^essed talk/listen mode ’’Controller connected to HP-IB" (see "I/O 

Port Configuration" in Chapter 5 of the HP 1652BIHP1653B Front-Panel 
Reference manual. Talk only mode must be used when you want the 
instrument to talk directly to a printer without the aid of a controller. 
Addressed talk/listen mode is used when the instrument will operate in 
conjunction with a controller. When the instrument is in the addressed 
talk/listen mode, the following is true: 


• Each device on the HP-IB resides at a particular address ranging 
from 0 to 30. 

• The active controller specifies which devices will talk, and which 
will listen. 

• An instrument, therefore, may be talk addressed, listen addressed, 
or unaddressed by the controller. 
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If the controller addresses the instrument to talk, it will remain configured 
to talk until it receives an interface clear message (IFC), another 
instrument’s talk address (OTA), its own listen address (MLA), or a 
universal untalk (UNT) command. 

If the controller addresses the instrument to listen, it will remain 
configured to listen until it receives an interface clear message (IFC) its 
own talk address (MTA), or a universal unlisten (UNL) command. 


Communicating 
Over the HP-IB 
Bus (HP 9000 
Series 200/300 
Controller) 


Since HP-IB can address multiple devices through the same interface 
card, the device address passed with the program message must include 
not only the correct instrument address, but also the correct interface 
code. 

Interface Select Code (Selects Interface). Each interface card has its own 
interface select code. This code is used by the controller to direct 
commands and commimications to the proper interface. The default is 
always ’7" for HP-IB controllers. 


Instrument Address (Selects Instrument). Each instrument on the 
HP-IB port must have a unique instrument address between decimal 0 
and 30. The device address passed with the program message must 
include not only the correct instrument address, but also the correct 
interface select code. 


DEVICE ADDRESS = (Interface Select Code) X 100 + (Instrument Address) 


For example, if the instrument address for the HP 1652B/53B is 4 and the 
interface select code is 7, when the program message is passed, the 
routine performs its function on the instrument at device address 704. 


Local, Remote, 
and Local 
Lockout 


The local, remote, and remote with local lockout modes may be used for 
various degrees of front-panel control while a program is running. The 
instrument will accept and execute bus commands while in local mode, 
and the front panel will also be entirely active. If the HP 1652B/53B is in 
remote mode, the instrument will go from remote to local with any front 
panel activity. In remote with local lockout mode, all controls (except the 
power switch) are entirely locked out. Local control can only be restored 
by the controller. 
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Cycling the power will also restore local control, but this will also reset 
certain HP-IB states. 



The instrument is placed in remote mode by setting the REN (Remote 
Enable) bus control line true, and then addressing the instrument to 
listen. The instrument can be placed in local lockout mode by sending the 
local lockout (LLO) command (see SYSTem:LOCKout in chapter 6). 

The instrument can be returned to local mode by either setting the REN 
line false, or sending the instrument the go to local (GTL) command. 


Bus Commands The following commands are IEEE 488.1 bus commands (ATN true). 

IEEE 488.2 defines many of the actions which are taken when these 
commands are received by an instrument. 


Device Clear The device clear (DCL) or selected device clear (SDC) commands clear 
the input and output buffers, reset the parser, clear any pending 
commands, and clear the Request-OPC flag. 

Group Execute The group execute trigger command will cause the same action as the 
Trigger (GET) START command for Group Run: the instrument will acquire data for 
the active waveform and listing display(s). 


Interface Clear (IFC) This command halts all bus activity. This includes unaddressing all 

listeners and the talker, disabling serial poll on all devices, and returning 
control to the system controller. 


HP 1652B/1653B 
Programming Reference 


Programming Over HP-IB 
2-3 


Programming Over RS-232C 


3 


Introduction 


Interface 

Operation 


This section describes the interface functions and some general concepts 
of the RS-232C. The RS-232C interface on this instrument is 
Hewlett-Packard’s implementation of EIA Recommended Standard 
RS-232C, ’’Interface Between Data Terminal Equipment and Data 
Communications Equipment Employing Serial Binary Data Interchange.” 
With this interface, data is sent one bit at a time and characters are not 
synchronized with preceding or subsequent data characters. Each 
character is sent as a complete entity without relationship to other events. 


The HP 1652B/53B can be programmed with a controller over RS-232C 
using either a minimum three-wire or extended hardwire interface. The 
operation and exact connections for these interfaces are described in 
more detail in the following sections. When you are programming an 
HP 1652B/53B over RS-232C with a controller, you are normally 
operating directly between two DTE (Data Terminal Equipment) devices 
as compared to operating between a DTE device and a DCE (Data 
Communications Equipment) device. 

When operating directly between two DTE devices, certain 
considerations must be taken into account. For three-wire operation, 
XON/XOFF must be used to handle protocol between the devices. For 
extended hardwire operation, protocol may be handled either with 
XON/XOFF or by manipulating the CTS and RTS lines of the RS-232C 
link. For both three-wire and extended hardwire operation, the DCD and 
DSR inputs to the HP 1652B/53B must remain high for proper operation. 

With extended hardwire operation, a high on the CTS input allows the HP 
1652B/53B to send data and a low on this line disables the HP 1652B/53B 
data transmission. Likewise, a high on the RTS line allows the controller 
to send data and a low on this line signals a request for the controller to 
disable data transmission. Since three-wire operation has no control over 
the CTS input, internal pull-up resistors in the HP 1652B/53B assure that 
this line remains high for proper three-wire operation. 
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Cables 


Selecting a cable for the RS-232C interface is dependent on your specific 
application. The following paragraphs describe which lines of the 
HP 1652B/53B are used to control the operation of the RS-232C relative 
to the HP 1652B/53B. To locate the proper cable for your application, 
refer to the reference manual for your controller. This manual should 
address the exact method your controller uses to operate over the 


RS-232Cbus. 


With a three-wire interface, the software (as compared to interface 
hardware) controls the data flow between the HP 1652B/53B and the 
controller. This provides a much simpler connection between devices 
since you can ignore hardware handshake requirements. The 
HP 1652B/53B uses the following connections on its RS-232C interface for 
three-wire communication: 

• Pin 7 SGND (Signal Ground) 

• Pin 2 TD (Transmit Data from HP 1652B/53B) 

• Pin 3 RD (Receive Data into HP 1652B/53B) 

The TD (Transmit Data) line from the HP 1652B/53B must connect to the 
RD (Receive Data) line on the controller. Likewise, the RD line from the 
HP 1652B/53B must connect to the TD line on the controller. Internal 
pull-up resistors in the HP 1652B/53B assure the DCD, DSR, and CTS 
lines remain high when you are using a three-wire interface. 


Minimum 
Three-Wire 
Interface with 
Software 
Protocol 


m The three-wire interface provides no hardware means to control data flow 
Note "iir between the controller and the HP 1652B/53B. XON/OFF protocol is the 
only means to control this data flow. 
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Extended 
Interface with 
Hardware 
Handshake 


With the extended interface, both the software and the hardware can 
control the data flow between the HP 1652B/53B and the controller. This 
allows you to have more control of data flow between devices. The 
HP 1652B/53B uses the following connections on its RS-232C interface for 
extended interface communication: 

• Pin 7 SGND (Signal Ground) 

• Pin 2 TD (Transmit Data from HP 1652B/53B) 

• Pin 3 RD (Receive Data into HP 1652B/53B) 

The additional lines you use depends on your controUer’s implementation 
of the extended hardwire interface. 

• Pin 4 RTS (Request To Send) is an output from the 

HP 1652B/53B which can be used to control incoming data flow. 

• Pin 5 CTS (Clear To Send) is an input to the HP 1652B/53B 
which controls data flow from the HP 1652B/53B. 

• Pin 6 DSR (Data Set Ready) is an input to the HP 1652B/53B 
which controls data flow from the HP 1652B/53B within two bytes. 

• Pin 8 DCD (Data Carrier Detect) is an input to the HP 
1652B/53B which controls data flow from the HP 1652B/53B within 
two bytes. 

• Pin 20 DTR (Data Terminal Ready) is an output from the 
HP 1652B/53B which is enabled as long as the HP 1652B/53B is 
turned on. 

The TD (Transmit Data) line from the HP 1652B/53B must connect to the 
RD (Receive Data) line on the controller. Likewise, the RD line from the 
HP 1652B/53B must connect to the TD line on the controller. 
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Cable Example 



The RTS (Request To Send), is an output from the HP 1652B/53B which 
can be used to control incoming data flow. A true on the RTS line allows 
the controller to send data and a false on this line signals a request for the 
controller to disable data transmission. 

The CTS (Clear To Send), DSR (Data Set Ready), and DCD (Data 
Carrier Detect) lines are inputs to the HP 1652B/53B which control data 
flow from the HP 1652B/53B (Pin 2). Internal pull-up resistors in the 
HP 1652B/53B assure the DCD and DSR lines remain high when they are 
not connected. If DCD or DSR are connected to the controller, the 
controller must keep these lines and the CTS line high to enable the 
HP 1652B/53B to send data to the controller. A low on any one of these 
lines will disable the HP 1652B/53B data transmission. Dropping the CTS 
line low during data transmission will stop HP 1652B/53B data 
transmission immediately. Dropping either the DSR or DCD line low 
during data transmission will stop HP 1652B/53B data transmission, but as 
many as two additional bytes may be transmitted from the HP 1652B/53B. 


Figure 3-1 is an example of how to connect the HP 1652B/53B to the 
HP 98628A Interface card of an HP 9000 series 200/300 controller. For 
more information on cabling, refer to the reference manual for your 
specific controller. 


Since this example does not have the correct connections for hardware 
handshake, XON/XOFF protocol must be used when connecting the 
HP 1652B/53B as shown in figure 3-1 



<MALE-TO-MALE) 


HP 98628A 
INTERFACE CARD 


Figure 3-1. Cable Example 
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Configuring the 

instrument 

interface 


interface 

Capabiiities 


Protocol 


The front-panel I/O menu key allows you access to the RS-232C 
Configuration menu where the RS-232C interface is configured. 

If you are not familiar with how to configure the RS-232C interface, refer 
to the HP 1652BI53B Front-panel Reference manual. 


The baud rate, stop bits, parity, protocol, and data bits must be configured 
exactly the same for both the controller and the HP 1652B/53B to 
properly communicate over the RS-232C bus. The HP 1652B/53B 
RS-232C interface capabilities are listed below: 

• Baud Rate: 110,300,600,1200,2400,4800,9600, or 19.2 k 

• Stop Bits: 1,1.5, or 2 

• Parity: None, Odd, or Even 

• Protocol: None or XON/XOFF 

• Data Bits: 8 


NONE. With a three-wire interface, selecting NONE for the protocol 
does not allow the sending or receiving device to control data flow. No 
control over the data flow increases the possibility of missing data or 
transferring incomplete data. 

With an extended hardwire interface, selecting NONE allows a hardware 
handshake to occur. With hardware handshake, hardware signals control 
data flow. 

XON/XOFF. XON/XOFF stands for Transmit On/Transmit Off. With 
this mode the receiver (controller or HP 1652B/53B) controls data flow 
and can request that the sender (HP 1652B/53B or controller) stop data 
flow. By sending XOFF (ASCII 19) over its transmit data line, the 
receiver requests that the sender disables data transmission. A 
subsequent XON (ASCII 17) allows the sending device to resume data 
transmission. 
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Communicating 
Over the 
RS-232C Bus 
(HP 9000 
Series 200/300 
Controiier) 


Data bits are the number of bits sent and received per character that 
represent the binary code of that character. Characters consist of either 7 
or 8 bits, depending on the application. The HP 1652B/53R supports 8 bit 
only. 

8 Bit Mode. Information is usually stored in bytes (8 bits at a time). With 
8-bit mode, you can send and receive data just as it is stored, without the 
need to convert the data. 


The controller and the HP 1652B/53B must be in the same bit mode to 
properly communicate over the RS-232C. This means that both the 
controller and the HP 1652B/53B must have the capability to send and 
receive 8 bit data. 


For more information on the RS-232C interface, refer to the 
HP 1652BIHP1653B Front-Panel Reference Manual. For information on 
RS-232C voltage levels and connector pinouts, refer to ih& HP 1652BI53B 
Service Manual. 


Each RS-232C interface card has its own interface select code. This code 
is used by the controller to direct commands and communications to the 
proper interface by specifying the correct interface code for the device 
address. 

Generally, the interface select code can be any decimal value between 0 
and 31, except for those interface codes which are reserved by the 
controller for internal peripherals and other internal interfaces. This 
value can be selected tlu*ough switches on the interface card. For more 
information, refer to the reference manual for your interface card or 
controller. 

For example, if your RS-232C interface select code is 9, the device 
address required to communicate over the RS-232C bus is 9. 
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Lockout 

Command 


Note ^ 
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To lockout the front panel controls use the SYSTem command LOCKout. 
When this function is on, all controls (except the power switch) are 
entirely locked out. Local control can only be restored by sending the 
command iLOCKout OFF. For more information on this command see 
the chapter "System Commands" in this manual. 


Cycling the power will also restore local control, but this will also reset 
certain RS-232C states. 
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Introduction 


Truncation Rule 



This section covers the programming conventions used in programming 
the instrument, as well as the documentations conventions used in this 
manual. This chapter also contains a detailed description of the command 
tree and command tree traversal. 


The truncation rule for the keywords used in headers and parameters is: 

If the longform has four or fewer characters, there is no change in the 
shortform. When the longform has more than four characters the 
shortform is just the first four characters, unless the fourth character is 
a vowel. In that case only the first three characters are used. 


There are some commands that do not conform to the truncation rule by 
design. These will be noted in their respective description pages. 


Some examples of how the truncation rule is applied to various commands 
are shown in table 4-1. 


Longform 

Shortform 

OFF 

OFF 

DATA 

DATA 

START 

STAR 

LONGFORM 

LONG 

DELAY 

DEL 

ACCUMULATE 

ACC 


Table 4-1. Keyword Truncation 
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infinity 

Representation 

The representation of infinity is 9.9E + 37 for real numbers and 32767 for 
integers. This is also the value returned when a measurement cannot be 
made. 

Sequentiai and 

Overiapped 

Commands 

h 

IEEE 488.2 makes the distinction between sequential and overlapped 
commands. Sequential commands finish their task before the execution of 
the next command starts. Overlapped commands run concurrently, and 
therefore the command following an overlapped command may be started 
before the overlapped command is completed. The overlapped commands 
for the HP 1652B/53B are STARt, STOP, and AUToscale. 

Response 

Generation 

■ 

IEEE 488.2 defines two times at which query responses may be buffered. 
The first is when the query is parsed by the instrument and the second is 
when the controller addresses the instrument to talk so that it may read 
the response. The HP 1652B/53B will buffer responses to a query when it 
is parsed. 

Syntax Diagrams 

i 

At the beginning of each of the following chapters are syntax diagrams 
showing the proper syntax for each command. All characters contained in 
a circle or oblong are literals, and must be entered exactly as shown. 

Words and phrases contained in rectangles are names of items used with 
the command and are described in the accompanymg text of each 
command. Each line can only be entered from one direction as indicated 
by the arrow on the entry line. Any combination of commands and 
arguments that can be generated by following the lines in the proper 
direction is syntactically correct. An argument is optional if there is a 
path around it. When there is a rectangle which contains the word 
’’space," a white space character must be entered. White space is optional 
in many other places. 
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The following conventions are used in this manual when describing 
programming rules and examples: 

< > Angular brackets enclose words or characters that are used 
to symbolize a program code parameter or a bus command. 

::= "is defined as." For example, A ::= B indicates that A 

can be replaced by B in any statement containing A. 

I "or": indicates a choice of one element from a list. For 

example, A | B indicates A or B, but not both. 

An ellipsis (trailing dots) is used to indicate that the 
preceding element may be repeated one or more times. 

[ ] Square brackets indicate that the enclosed items are optional. 

{ } When several items are enclosed by braces and separated 

by I s, one, and only one of these elements must be selected. 

XXX Three Xs after an ENTER or OUTPUT statement 

represent the device address required by your controller. 


In addition, the following definition is used: 

< NL > :: = Linefeed (ASCII decimal 10). 
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Tree 


Command Types 


Tree Traversal Rules 


The command tree (figure 4-1) shows all commands in the HP 1652B/53B 
logic analyzers and the relationship of the commands to each other. 
Parameters are not shown in this figure. The command tree allows you to 
see what the HP 1652B/53B’s parser expects to receive. All legal headers 
can be created by traversing down the tree, adding keywords until the end 
of a branch has been reached. 

As shown in chapter I’s ’Header Types" section, there are three types of 
headers. Each header has a corresponding command type. This section 
shows how they relate to the command tree. 

System Commands. The system commands reside at the top level of the 
command tree. These commands are always parsable if they occur at the 
beginning of a program message, or are preceded by a colon. START and 
STOP are examples of system connnands. 

Subsystem Commands. Subsystem commands are grouped together 
under a common node of the tree, such as the MMEMORY commands. 

Common Commands. Common commands are independent of the tree, 
and do not affect the position of the parser within the tree. *CLS and 
*RST are examples of common commands. 

Command headers are created by traversing down the command tree. For 
each group of keywords not separated by a branch, one keyword must be 
selected. As shown on the tree, branches are always preceded by colons. 
Do not add spaces around the colons. The following two rules apply to 
traversing the tree: 

A leading colon (the first character of a header) or a < terminator > 
places the parser at the root of the command tree. 

Executing a subsystem command places you in that subsystem (until a 
leading colon or a < terminator > is found). The parser will stay at the 
colon above the keyword where the last header terminated. Any 
command below that point can be sent within the cmrent program 
message without sending the keywords(s) which appear above them. 
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Example 1 


Example 2 


Example 3 
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The following examples are written using HP BASIC 4.0 on a HP 9000 
Series 200/300 Controller. The quoted string is placed on the bus, 
followed by a carriage return and linefeed (CRLF). 

The three Xs (XXX) shown in this manual after an ENTER or OUTPUT 
statement represents the device address required by your controller. 

OUTPUT XXX;«:SYSTEM:HEADER ON;LONGFORM ON" 

In example 1, the colon between SYSTEM and HEADER is necessary 
since SYSTEMiHEADER is a compound command. The semicolon 
between the HEADER command and the LONGFORM command is the 
required < program message unit separator >. The LONGFORM 
command does not need SYSTEM preceding it, since the 
SYSTEMiHEADER command sets the parser to the SYSTEM node in 
the tree. 

OUTPUT XXX;"iMMEMORY:INITIALIZE;STORE ’FILE_‘,’FILE DESCRIPTION’" 

or 

OUTPUT XXX;":MMEMORY:INITIALIZE" 

OUTPUT XXX;":MMEMORY:STORE ’FILE_’,TILE DESCRIPTION’" 

In the first line of example 2, the "subsystem selector" is implied for the 
STORE command in the compound command. The STORE command 
must be in the same program message as the INITIALIZE command, 
since the < program message terminator > will place the parser back at 
the root of the command tree. 

A second way to send these commands is by placing "MMEMORY:" 
before the STORE command as shown in the fourth line of example 2. 

OUTPUT XXX;":MMEM:CATALOG?;:SYSTEM:PRINT ALL" 

In example 3, the leading colon before SYSTEM tells the parser to go 
back to the root of the command tree. The parser can then see the 
SYSTEMrPRINT command. 
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>OWer RMOD^ 

1- 

AUToload 
CATalog 
COPY 

DOWN load 

e STARt STOP 

-1- 

LOAD: 

1 

CONFig 

ASSemb1er 

MMEM: MACHined 2): DLISt; 

1 

COLumn 

line 

STORe: 

1 

CONF i g 

WLISt: 

1 

XSTate 

OSTate 

OTIMe 

XTIMe 

SYST em: 

1 

ARMBnc 

DATA 

DSP 

ERRor 

HEADer 

KEY 

INIIIQ 11ze 

PACK 

PURGe 

REName 

UPLoad 


1 

ARM 

ASSign 
AUTosca1e 
NAME 

TYPE 

LER 

LOCKout 

LONG f 0 rm 

MENU 

MESE 

ME SR 

PRINt 

SETup 

1 

SFORmat; 

STRoc e: 

1 

SLISt; 

1 

TFORMat: 

TTRace: 

1 

TWAVe f 0 rm: 

1 

1 

CLOCK 

1 

BRANch 

j 

COLumn 

LABe 1 

1 

AMODe 

1 

ACCumulate 

CPERiod 

FIND 

DATA 

REMove 

DURa tion 

DELay 

LABe 1 

PREStore 

LINE 

THResho1d 

EDGE 

INSert 

MASTer 

RANGe 

MMODe 


GLITch 

MMODe 

REMove 

RESTart 

OPATtern 


PATTern 

OCONdition 

SLAVe 

SEOuence 

OSEarch 



OPATtern 

THResho! 

1 d STORe 

OSTate 



OSEarch 


TAG 

OTAG 



OTIMe 


TERM 

RUNTi1 



RANGe 



TAVer age 



REMove 



TMAXimum 



RUNTi 1 



TMINimum 



SPERiod 

01650B52 


VRUNs 



TAVerage 

/ \ 


XOT ag 



TMAXimum 

Common 


XPATtern 



TMINimum 

Commands 


XSEar ch 



VRUNs 

♦ CLS 


XSTate 



XCONdition 

♦ ESE 


XTAG 



XOT i me 

♦ ESR 





XPAT tern 

>IDN 

COMPare 

: SGHort: 

1 

SWAVe form: 

"^BOL: 

XSEarch 

♦ OPC 

1 

1 

1 

1 

XTIMe 

♦ RST 

CMASk 

Accumulate Accumulate 

BASE 


*SRE 

COPY 

MAX is 

DELay 

PATT e r n 


♦ STB 

DATA 

VAX is 

INSert 

RANGe 


♦ TST 

FIND 


RANGe 

REMove 


♦WAI 

RANGe 


REMove 

WIDTh 


V J 

RUNT i 1 

1 





Figure 4-1. HP 1652B/53B Command Tree 
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SCOPe: 



CHANne1: 

1 

TRIGger; 

1 

ACOuire: 

1 

TIMebase: 

1 

WAVef orm: 

1 

MEASu r e: 

1 

COUPIing 

LEVe 1 

COUNt 

DELoy 

COUNt 

ALL 

OFFSet 

MODE 

TYPE 

MODE 

DATA 

FALL time 

PROBe 

SLOPe 


RANGe 

FORMat 

FREQuency 

RANGe 

SOURce 



POINts 

NWIDth 





PREamb1e 

OVERshoo t 





RECord 

PERiod 





SOURce 

PREShoo t 





TYPE 

PWIDth 





VAL i d 

RISetime 





XINCr emen t 

SOURce 





XORigin 

VAMPIitude 





XREFe rence 

VBASe 





YINCr emen t 

VMAX 





YORigin 

VMIN 

01650B51 




YREF e rence 

VPP 






VTOP 


Figure 4-1. HP 1652B/53B Command Tree (continued) 
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Table 4-2. Alphabetic Command Cross-Reference 


Command 

Where used 

Command 

Where used 

Accumulate 

SCHart, SWAVeform, 

GLITch 

TTRace 


TWAVeform 

HAXis 

SCHart 

ALL 

MEASure 

HEADer 

System 

AMODe 

TTRace 

INITialize 

MMEMory 

ARM 

MACHine 

INSert 

SWAVeform, TWAVeform 

ARMBnc 

System 

KEY 

System 

Assign 

MACHine 

LABel 

SFORmat, TFORmat 

AUToload 

MMEMory 

LER 

System 

AUToscale 

MACHine, SCOPe 

LEVel 

TRIGger 

BASE 

SYMBol 

LINE 

DLISt, SLISt 

BRANch 

STRace 

LOAD 

MMEMory 

CATalog 

MMEMory 

LOCKout 

System 

CLOCk 

SFORmat 

LONGform 

System 

CMASk 

COMPare 

MASTer 

SFORmat 

COLumn 

DLISt, SLISt 

MENU 

System 

COPY 

COMPare, MMEMory 

MESE 

System 

COUNt 

ACQuire, WAVeform 

MESR 

System 

coupling 

CHANnel 

MMODe 

SLISt 

CPERiod 

SFORmat 

MODE 

TIMebase, TRIGger 

DATA 

COMPare, SLISt, System, 

NAME 

MACHine 


WAVEform 

NWIDth 

MEASure 

DELay 

SWAVeform, TIMebase, 

OCONdition 

TWAVeform 


TWAVeform 

OFFSet 

CHANnel 

DOWNload 

MMEMory 

OPATtem 

SLISt 

DSP 

System 

MMODe 

TWAVeform 

DURation 

TTRace 

OPATtem 

TWAVeform 

EDGE 

TTRace 

OSEarch 

SUSt, TWAVeform 

ERRor 

System 

OSTate 

SUSt,WLISt 

FALLtime 

MEASure 

OTAG 

SUSt 

FIND 

COMPare, STRace 

OTIMe 

TWAVeform, WLISt 

FORMat 

WAVeform 

OVERshoot 

MEASure 

FREQuency 

MEASure 

PACK 

MMEMory 
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Table 4-2. Alphabetic Command Cross-Reference (continued) 


Command 

Where used 

Command 

Where used 

PATTern 

SYMBol, TRace 

STORe 

MMEMory, STRace 

PERiod 

MEASure 

TAG 

STRace 

POINts 

WAVeform 

TAVerage 

SLISt, TWAVeform 

PPOWer 

System 

TERM 

STRace 

PREamble 

WAVefonn 

THReshold 

SFORmat, TFORmat 

PREShoot 

MEASure 

TMAXimum 

SLISt, TWAVeform 

PREStore 

STRace 

TMINimum 

SLISt, TWAVeform 

PRINt 

System 

TYPE 

ACQuire, MACHine, 

PROBe 

CHANnel 


WAVeform 

PURGe 

MMEMory 

UPLoad 

MMEMory 

PWIDth 

MEASure 

VALid 

WAVeform 

RANGe 

CHANnel, COMPare, 

VAMPlitude 

MEASure 


STRace, SWAVeform, 

VAXis 

SCHart 


SYMBol, TIMebase, 

VBASe 

MEASure 


TWAVeform 

VMAX 

MEASure 

RECord 

WAVeform 

VMIN 

MEASure 

REMove 

SFORmat, SWAVeform, 

VPP 

MEASure 


Symbol, TFORmat, 

VRUNs 

SLISt, TWAVeform 


TWAVeform 

VTOP 

MEASure 

REName 

MMEMory 

WIDTh 

SYMBol 

RESTart 

STRace 

XCONdition 

TWAVeform 

RISetime 

MEASure 

XINCrement 

WAVeform 

RMODe 

System 

XORigin 

WAVeform 

RUNTU 

COMPare, SLISt, 

XOTag 

SLISt 


WAVeform 

XOTime 

TWAVeform 

SEQuence 

STRace 

XPATtem 

SLISt, TWAVeform 

SETup 

System 

XREFerence 

WAVeform 

SLAVe 

SFORmat 

XSEarch 

SLISt, TWAVeform 

SLOPe 

TRIGger 

XSTate 

SLISt, WLISt 

SMODe 

SCOPe 

XTAG 

SLISt 

SOURce 

MEASure, TRIGger, 

XnMe 

TWAVeform, WLISt 


WAVeform 

YINCrement 

WAVeform 

SPERiod 

TWAVeform 

YORigin 

WAVeform 

STARt 

STOP 

System 

System 

YREFerence 

WAVeform 
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Command Set 
Organization 


Subsystems 


The command set for the HP 1652B/53B logic analyzer is divided into 24 
separate groups: common commands, system commands and 22 sets of 
subsystem commands. Each of the 24 groups of commands is described in 
the following chapters. Each of the chapters contain a brief description of 
the subsystem, a set of syntax diagrams for those commands, and finally, 
the commands for that subsystem in alphabetical order. The commands 
are shown in the longform and shortform using upper and lowercase 
letters. As an example AUToload indicates that the longform of the 
command is AUTOLOAD and the shortform of the command is AUT. 
Each of the commands contain a description of the command and its 
arguments, the command syntax, and a programming example. 

There are 19 subsystems in this instrument. In the command tree (figure 
4-1) they are shown as branches, with the node above showing the name of 
the subsystem. Only one subsystem may be selected at a time. At power 
on, the command parser is set to the root of the command tree, and 
therefore no subsystem is selected. The 22 subsystems in the 
HP 1652B/53B are: 

• SYSTem - controls some basic functions of the instrument. 

• MMEMory - provides access to the internal disk drive. 

• DLISt - allows access to the dual listing function of two state 
analyzers. 

• WLISt - allows access to the mixed (timing/state) functions. 

• MACHine - provides access to analyzer functions and subsystems. 

• SFORmat - allows access to the state format functions. 

• STRace - allows access to the state trace functions. 

• SLISt - allows access to the state listing functions. 

• SWAVeform - allows access to the state waveforms functions. 

• SCHart - allows access to the state chart functions. 

• COMPare - allows access to the compare functions. 

• TFORmat - allows access to the timing format functions. 

• TTRace - allows access to the timing trace functions. 

• TWAVeform - allows access to the timing waveforms functions. 

• SYMBol - allows access to the symbol specification functions. 

• SCOPe - provides access to oscilloscope functions and subsystems. 

• CHANnel - provides access to the vertical axis of the oscilloscope 

• TRIGger - allows control of the trigger conditions 

• ACQuire - allows control of how the oscilloscope data is acquired. 
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Note 
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• TIMebase - allows control of the timebase (horizontal axis) of the 
oscilloscope. 

• WAVeform - allows access to data transfer commands. 

• MEASure - allows you to control automated measurements. 


The program examples given for each command in the following chapters 
and appendices were written on an HP 9000 Series 200/300 controller 
using the HP BASIC 4.0 language. The programs always assume a generic 
address for the HP 1652/53B of XXX. 

In the following examples, special attention should be paid to the ways in 
which the command and/or query can be sent. Keywords can be sent 
using either the longform or shortform (if one exists for that word). With 
the exception of some string parameters, the parser is not case-sensitive. 
Upper-case (capital) and lower-case (small) letters may be mixed freely. 
System commands like HEADer and LONGform allow you to dictate 
what forms the responses take, but have no affect on how you must 
structure your commands and queries. 

The following commands all set Timing Waveform Delay to 100 ms. 

• keywords in longform, numbers using the decimal format. 

OUTPUT XXX;":MACHINE1:TWAVEF0RM:DELAY .1” 

• keywords in shortform, numbers using an exponential format. 
OUTPUT XXX;'*:MACH1:TWAV:DEL lE-l" 

• keywords in shortform using lower-case letters, numbers using a 
suffix. 

OUTPUT XXX;*':niachl :twav:del 100ms” 


In these examples, the colon shown as the first character of the command 
is optional on the HP 1652B/53B. 

The space between DELay and the argument is required. 
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Common Commands 


5 


introduction 


The common commands are defined by the IEEE 488.2 standard. These 
commands will be common to all instruments that comply with this 
standard. 

The common commands control some of the basic instrument functions, 
such as instriunent identification and reset, how status is read and cleared, 
and how commands and queries are received and processed by the 
instrument. 

Common commands can be received and processed by the HP 1652B/53B 
whether they are sent over the bus by themselves or as part of a 
multiple-command string. If an instrument subsystem has been selected 
and a common command is received by the instrument, the instrument will 
remain in the selected subsystem. For example, if the instruction 

••:MMEMORY:INmALIZE;*CLS; STORE ’FILE_’,•DESCRIPTION’" 

is received by the instrument, the instrument will initialize the disk and 
store the file; and clear the status information. This would not be the case 
if some other type of command were received within the program 
message. For Example, the program message 

":MMEMORY:INITIALIZE;:SYSTEM:HEADERS ON:MMEMORY 
:STORE ’FILE__’,’DESCRIPTION’" 

would initialize the disk, turn headers on, then store the file. In this 
example -.MMEMORY must be sent again in order to reenter the 
mmemory subsystem and store the file. 
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Each status register has an associated status enable (mask) register. By 
setting the bits in the mask value you can select the status information you 
wish to use. Any status bits that have not been masked (enabled in the 
enable register) will not be used to report status siunmary information to 
bits in other status registers. 

Refer to appendix B, "Status Reporting," for a complete discussion of how 
to read the status registers and how to use the status information available 
from this instrument. 

Refer to figure 5-1 for the common commands syntax diagram. 



the mask corresponding to conditions that are enabled. Refer to the 
*ESE and "^SRE commands for bit definitions in the enable register. 

Figure 5-1. Common Commands Syntax Diagram 
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*CLS 


*CLS 


Command Syntax: 
Example: 

Note 4^ 


(Clear Status) 


command 


The *CLS common command clears the status data structures, including 
the device defined error queue. If the *CLS command immediately 
follows a < terminator >, the output queue and the MAV (Message 
Available) bit wiU be cleared. 

*CLS 

OUTPUT XXX:"*CLS" 


Refer to appendix B, "Status Reporting," for a complete discussion of 
status. 
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*ESE 


*ESE (Event Status Enable) command/query 


The *ESE command sets the Standard Event Status Enable Register bits. 
The Standard Event Status Enable Register contains a mask value for the 
bits to be enabled in the Standard Event Status Register. A one in the 
Standard Event Status Enable Register will enable the corresponding bit 
in the Standard Event Status Register. A zero will disable the bit. Refer 
to table 4-1 for information about the Standard Event Status Enable 
Register bits, bit weights, and what each bit masks. 

The *ESE query returns the current contents of the enable register. 

lisl Refer to appendix B, "Status Reporting," for a complete discussion of 
N0t6 status. 


Command Syntax: *ese <mask> 
where: 

<mask> ::= Integer from 0 to 255 
Example: output xxx;"*ese 32” 

In this example, the *ESE 32 command will enable CME (Command 
Error), bit 5 of the Standard Event Status Enable Register. Therefore, 
when a command error occurs, the event summary bit (ESB) in the Status 
Byte Register will also be set. 


Common Commands 
5-4 


HP 1652B/1653B 
Programming Reference 



*ESE 


Query Syntax: *ese? 

Returned Format; <mask>< nl> 

Example; lO dim Events [lOO] 

20 OUTPUT XXX;"*ESE?” 

30 ENTER XXX;Events 
40 PRINT Events 
50 END 

Table 5-1. Standard Event Status Enable Register 


Bit 

Weight 

Enables 

7 

128 

PON - Power On 

6 

64 

URQ - User Request 

5 

32 

CME - Command Error 

4 

16 

EXE - Execution Error 

3 

8 

DDE - Device Dependent Error 

2 

4 

QYE-Query Error 

1 

2 

RQC - Request Control 

0 

1 

OPC - Operation Complete 


High - enables the ESR bit 
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*ESR 


*ESR (Event Status Register) query 


The *ESR query returns the contents of the Standard Event Status 
Register. Reading the register clears the Standard Event Status Register. 

llgl The bits in this register must be set by sending the *ESE command before 
Not© ^ir sending the *ESR query (see ”*ESE command/query" on page 5-4). 

Query Syntax: *esr? 

Returnetd Format: < status > <nl> 

where: 

< status > :: = Integer from 0 to 255 

Example: lO dim Esr^event$[100] 

20 OUTPUT XXX;"*ESR?*' 

30 ENTER XXX;Esr_event$ 

40 PRINT Esr_event$ 

50 END 

With the example, if a command error has occurred the variable 
"Esr_event" will have bit 5 (the CME bit) set. 

Table 4-2 shows the Standard Event Status Register. The table shows 
each bit in the Standard Event Status Register, and the bit weight. When 
you read Standard Event Status Register, the value returned is the total bit 
weights of all bits that are high at the time you read the byte. 
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Table 5-2. The Standard Event Status Register. 


BIT 

BIT 

WEIGHT 

BIT 

NAME 

CONDITION 

7 

128 

PON 

0 = Register read - not in power up mode 

1 = Power up 

6 

64 

URQ 

0 = user request - not used - always zero 

5 

32 

CME 

0 = no command errors 

1 = a command error has been detected 

4 

16 

EXE 

0 = no execution errors 

1 = an execution error has been detected 

3 

8 

DDE 

0 = no device dependent errors 

1 = a device dependent error has been detected 

2 

4 

QYE 

0 = no query errors 

1 = a query error has been detected 

1 

2 

RQC 

0 = request control - NOT used - always 0 

0 

1 

OPC 

0 = operation is not complete 

1 = operation is complete 


0 = False = Low 
1 = True = High 
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*IDN 


*IDN 


Query Syntax: 


Returned Format: 


where; 

< revision code> 


Example: 
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5-8 


(Identification Number) 


query 


The "‘IDN? query allows the instrument to identify itself. It returns the 
string: 

"HEWLETT-PACKARD, 1652B,0,REV <revision code>" 

An *IDN? query must be the last query in a message. Any queries after 
the *IDN? in the program message will be ignored. 

*IDN? 


HEWLETT-PACKARD,16526,0,REV <revision code> 


:: = four-digit code representing ROM revision 


10 DIM Id$[100] 

20 OUTPUT XXX;"*IDN?" 
30 ENTER XXX;Id$ 

40 PRINT Id$ 

50 END 
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*OPC 


Command Syntax: 
Example: 
Query Syntax: 
Returned Format: 
Example: 


(Operation Complete) 


command/query 


The *OPC command will cause the instrument to set the operation 
complete bit in the Standard Event Status Register when all pending 
device operations have finished. The commands which affect this bit are 
the Overlapped Commands. An Overlapped Command is a command 
that allows execution of subsequent commands while the device 
operations initiated by the Overlapped Command are still in progress. 
The overlapped commands for the HP 1652B/53B are: 

STARt 

STOP 

AUToscale 

The *OPC query places an ASCII "1" in the output queue when all 
pending device operations have been completed. 

•OPC 

OUTPUT XXX:"*0PC" 

•OPC? 


1<NL> 


10 DIM Status! [100] 

20 OUTPUT XXX;”*0PC?" 
30 ENTER XXX;Status! 
40 PRINT Status! 

50 END 


HP 1652B/1653B 
Programming Reference 


Common Commands 
5-9 



*RST 


*RST 

Command Syntax: 
Example; 


(Reset) 


command 


The *RST command (488.2) sets the HP 1652B/53B to the power-up 
default settings as if no autoload file was present. 

•RST 

OUTPUT XXX;"*RST" 
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*SRE 


Noted 

Command Syntax: 

where: 

< mask > 

Example: 


HP 1652B/1653B 

Programming Reference 


(Service Request Enable) command/query 


The *SRE command sets the Service Request Enable Register bits. The 
Service Request Enable Register contains a mask value for the bits to be 
enabled in the Status Byte Register. A one in the Service Request Enable 
Register will enable the corresponding bit in the Status Byte Register. A 
zero will disable the bit. Refer to table 5-3 for the bits in the Service 
Request Enable Register and what they mask. 

The *SRE query returns the current value. 


Refer to appendix B, "Status Reporting," for a complete discussion of 
status. 


*SRE <mask> 


:: = integer from 0 to 255 


OUTPUT XXX;"*SRE 16" 

This example forces the MAV bit high (see table 5-3). 
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Query Syntax: *sre? 


Returned Format: <mask>< nl> 


where: 


< mask > sum of aii bits that are set • 0 through 255 


Example: lO dim Sre_value$[100] 

20 OUTPUT XXX;"*SRE?" 

30 ENTER XXX;Sre_value$ 

40 PRINT Sre_value$ 

50 END 

Table 5-3. HP 1652B/53B Service Request Enable Register 


Bit 

Weight 

Enables 

15-8 


not used 

7 

128 

not used 

6 

64 

MSS - Master Summary Status 

5 

32 

ESB - Event Status 

4 

16 

MAV - Message Available 

3 

8 

not used 

2 

4 

not used 

1 

2 

LCL - Local 

0 

1 

MSB - Module Summary 
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*STB 


*STB 



Query Syntax: 
Returned Format: 
where: 

< value > 

Example: 


(Status Byte) 


query 


The *STB query returns the current value of the instrument’s status byte. 
The MSS (Master Summary Status) bit and not RQS (Request Service) 
bit is reported on bit 6. The MSS indicates whether or not the device has 
at least one reason for requesting service. Refer to table 5-4 for the 
meaning of the bits in the status byte. 


Refer to appendix B, "Status Reporting," for a complete discussion of 
status. 


•STB? 


< value > <NL> 


;; = integer from 0 to 255 


10 DIM Stb_value$[100] 
20 OUTPUT XXX;”*STB?" 
30 ENTFR XXX;Stb_va1ue$ 
40 PRINT Stb_value$ 

50 END 
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*STB 


Table 5-4. The Status Byte Register 


BIT 

BIT 

WEIGHT 

BIT 

NAME 

CONDITION 

7 

128 

... 

0 = not used 

6 

64 

MSS 

0 = instrument has no reason for service 

1 = instrument is requesting service 

5 

32 

ESB 

0 = no event status conditions have occurred 

1 = an enabled event status condition has occured 

4 

16 

MAV 

0 = no output messages are ready 

1 = an output message is ready 

3 

8 


not used 

2 

4 

— 

not used 

1 

2 

LCL 

0 = a remote-to-local transition has not occurred 

1 = a remote-to-local transition has occurred 

0 

1 

MSB 

0 = HP 1652B/1653B has activity to report 

1 = no activity to report 


0 = False = Low 
1 = True = High 
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*WAI 


*WAI 


Command Syntax; 
Example: 


(Walt) 


command 


The "‘WAI command causes the device to wait until the completion of all 
overlapped commands before executing any further commands or queries. 
An overlapped command is a co mm and that allows execution of 
subsequent commands while the device operations initiated by the 
overlapped command are still in progress. The overlapped commands for 
theHP1652B/53Bare; 

STARt 

STOP 

AUToscaie 


•WAI 

OUTPUT XXX;"*WAr' 


HP 1652B/1653B 
Programming Reference 


Common Commands 
5-15 



System Commands 


Introduction 


System commands control the basic operation of the instrument including 
formatting query responses and enabling reading and writing to the 
advisory line of the instrument’s display. They can be called at anytime. 
The HP 1652B/53B System commands are: 

• ARMBnc 

• DATA 

• DSP (display) 

• ERRor 

• HEADer 

• KEY 

• LER (Local Event Register) 

• LOCKout 

• LONGform 

• MENU 

• MESE 

• MESR 

• PRINt 

• SETup 


In addition to the system commands, there is are three run control 
commands and a preprocessor power supply condition query. These 
commands are: 


• PPOWer 

• RMODe 

• STARt 

• STOP 


The run control commands can be caUed at anytime and also control the 
basic operation of the logic analyzer. These commands are at the same 
level in the command tree as SYSTem; therefore they are not preceded by 
the :SYSTem header. 
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Figure 6-1. System Commands Syntax Diagram 
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-» ^PPOWer?) - 

—-»■[ spocT 


Q 


■(sing I e)- 


REPetilive 



-»(:STARt}- 

^-»(:STOP)- 


01650S11 


value = integer from 0 to 255. 

menu = integer. Refer to the individual programming manuals for each module and the system for 
specific menu number definitions. 
enable_value = integer from 0 to 255. 
index = integer from 0 to 5. 
block_data = data in IEEE 488.2format. 
string = string of up to 60 alphanumeric characters. 

Figure 6-1. System Commands Syntax Diagram (continued) 
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ARMBnc 


ARMBnc 


command/query 


The ARMBnc command selects the source that will generate the arm out 
signal that will appear on the rear panel BNC labelled External Trigger 
Out. 

The ARMBnc query returns the source cmrently selected. 

Command Syntax: :SYSTem:ARMBnc {MACHine{1 |2}|SCOPe I NONE} 

Example; output XXX;";SYSTEM:ARMBNC MACHINEl" 


Query Syntax: :SYSTem:ARMBnc? 

Returned Format; [:SYSTem;ARMBnc] {MACHine{112} I scope | NONE} < NL> 


Example; 


10 DIM Mode$[100] 

20 OUTPUT XXX;":ARMBNC?" 
30 ENTER XXX;Mode$ 

40 PRINT Model 
50 END 
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DATA command/query 


The DATA command allows you to send and receive acquired data to and 
from a controller in block form. This helps saving block data for: 

• Re-loading to the logic analyzer 

• Processing data later 

• Processing data in the controller. 

The format and length of block data depends on the instruction being 
used and the configuration of the instrument. This section describes each 
part of the block data as it will appear when used by the DATA 
instruction. The beginning byte number, the length in bytes, and a short 
description is given for each part of the block data. This is intended to be 
used primarily for processing of data in the controller. 

Do not change the block data in the controller if you intend to send the 
block data back into the logic analyzer for later processing. Changes 
made to the block data in the controller could have unpredictable results 
when sent back to the logic analyer. 

The SYSTemrDATA query returns the block data. 

The data sent by the SYSTemrDATA query reflects the configuration of 
the machines when the last run was performed. Any changes made since 
then through either front-panel operations or programming commands do 
not affect the stored configuration. 
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DATA 


For the DATA instruction, block data consists of either 14506 bytes 
containing logic analyzer only information or 26794 bytes containing both 
logic analyzer and oscilloscope information. This information is captured 
by the acquisition systems. The information for the logic analyzer will be 
in one of four formats depending on the type of data captured. The logic 
analyzer format is described in the ’Acquisition Data Description" section 
in "Logic Analyzer Block Data." The oscilloscope format is described in 
the ’Acquisition Data Description" section in "Oscilloscope Block Data." 
Since no parameter checking is performed, out-of-range values could 
cause instrument lockup; therefore, care should be taken when 
transferring the data string into the HP 1652B/53B. 

The < block data > parameter can be broken down into a 
< block length specifier > and a variable number of < section > s. 

The < block length specifier > always takes the form #8DDDDDDDD. 
Each D represents a digit (ASCII characters "0" through "9"). The value of 
the eight digits represents the total length of the block (all sections). For 
example, if the total length of the block is 14522 bytes, the block length 
specifier would be "#800014522". 

Each < section > consists of a < section header > and < section data >. 
The < section data > format varies for each section and may be any 
length. For this instruction, the < section data > section is composed of a 
data preamble section and an acquisition data section. 
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Command Syntax: 
Example: 

where: 

< block data> 
< block length specifier > 
< length > 
< section > 
< section header > 
< section data > 



:SYSTem:DATA < block data > 

OUTPUT XXX;”.-SYSTEM:DATA’* <block data> 


= < block length specifier > < section >... 

= #8 < length > 

= the total length of all sections in byte format (must be represented with 8 digits) 
= < section header >< section data > 

= 16 bytes, described in the following "Section Header" sections 
= format depends on the type of data 


The total length of a section is 16 (for the section header) plus the length 
of the section data. So when calculating the value for < length >, don’t 
forget to include the length of the section headers. 


Query Syntax: :SYSTem:DATA? 


Returned Format: [:SYSTem:DATA] < block data >< NL> 


HP-IB Example: lO dim Num$[2], Block$[32000] ! allocate enough memory for block data 

20 OUTPUT XXX;”:SYSTEM:HEAD OFF” 

30 OUTPUT XXX;”:SYSTEM:DATA?” ! send data query 

40 ENTER XXX USING ”#,2A”;Num$ Iread in #8 

50 ENTER XXX USING ”#,8D”;Blocklength! read in block length 

60 ENTER XXX USING ”-K”;Block$ ! read in data 

70 END 
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DATA 


The logic analyzer block data is described in the following sections. The 
oscilloscope block data is appended at the end of the logic anal>^er block 
data when the oscilloscope is on and has acquired and stored waveform 
data. The oscilloscope block data is described in "Oscilloscope Block 
Data" later in this section. 

Section Header The section header uses bytes 1 through 16 (this manual begins counting 
Description at 1; there is no byte 0). The 16 bytes of the section header are as follows: 

1 10 bytes - section name, such as "DATA " (six trailing spaces) 

11 1 byte - reserved 

12 1 bytes - module ID (31 for HP 1652B/53B) 

13 4 bytes - length (14506 for the logic analyzer only and 26794 for both the 
logic analyzer and oscilloscope). 

Section Data For the SYSTem:DATA command, the < section data > parameter 

consists of two parts: the data preamble and the acquisition data. These 
are described in the following two sections. 

Data Preamble The block data is organized as 160 bytes of preamble information. 
Description followed by 1024 14-byte groups of information, followed by 10 reserved 
bytes. The preamble gives information for each analyzer describing the 
amount and type of data captured, where the trace point occurred in the 
data, which pods are assigned to which analyzer, and other information. 

Each 14-byte group is made up of two bytes (16 bits) of status for 
Analyzer 1, two bytes of status for Analyzer 2, then five sets of two bytes of 
information for each of the five 16-bit pods of the HP 1652B. In the 
HP 1653B, the status and format for the sets of bytes are the same, but the 
data in not vahd on pods 3,4, and 5. 


Logic Analyzer 
Block Data 
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DATA 


llgj One analyzer’s information is independent of the other analyzer’s 
Not© tP information. In other words, on any given line, one analyzer may contain 
data information for a timing machine, while the other analyzer may 
contain count information for a state machine with time tags enabled. The 
status bytes for each analyzer describe what the information for that line 
contains. Therefore, when describing the different formats that data may 
contain below, keep in mind that this format pertains only to those pods 
that are assigned to the analyzer of the specified type. The other analyzer’s 
data is TOTALLY independent and conforms to its own format. 

The preamble (bytes 17 through 176) consists of the following 160 bytes: 

17 2 bytes - Instrument ID (always 1652 for HP 1652B and HP 1653B) 

19 2 bytes - Revision Code 



The values stored in the preamble represent the captured data currently 
stored in this structure and not what the current configuration of the 
analyzer is. For example, the mode of the data (bytes 21 and 99) may be 
STATE with tagging, while the current setup of the analyzer is TIMING. 


The next 78 bytes are for Analyzer 1 Data Information. 

21 1 byte - Machine data mode, one of the following values: 

0 = off 

1 = state data (with either time or state tags) 

2 = state data (without tags) 

3 = ghtch timing data 

4 = transitional timing data 

22 1 byte - List of pods in this analyzer, where a 1 indicates that the 
corresponding pod is assigned to this analyzer. 


unused unused Pod 1 Pod 2 Pod 3 Pod 4 Pod 5 unused 


HP 1652B/1653B 
Programming Reference 


System Commands 
6-9 




DATA 


23 1 byte - Master chip in this analyzer - When several chips are grouped 
together in a single analyzer, one chip is designated as a master chip. This 
byte identifies the master chip. A value of 4 represents POD 1,3 for POD 
2,2 for POD 3,1 for POD 4, and 0 for POD 5. 

24 1 byte - Reserved 

25 10 bytes - Number of rows of valid data for this analyzer - Indicates the 
number of rows of vaUd data for each of the five pods. Two bytes are used 
to store each pod value, with the first 2 bytes used to hold POD 5 value, 
the next 2 for POD 4 value, and so on. 

35 1 byte - Trace point seen in this analyzer - Was a trace point seen (value 
= 1) or forced (value = 0) 

36 1 byte - Reserved 

37 10 bytes - Trace point location for this analyzer - Indicates the row 
number in which the trace point was found for each of the five pods. Two 
bytes are used to store each pod value, with the first 2 bytes used to hold 
POD 5 value, the next 2 for POD 4 value, and so on. 

47 4 bytes - Time from arm to trigger for this analyzer - The number of 40 ns 

tic^ that have taken place from the arm of this machine to the trigger of 
this machine. A value of -1 (all 32 bits set to 1) indicates counter overflow. 

51 1 byte - Armer of this analyzer - Indicates what armed this analyzer (1 = 
RUN, 2 = BNC, 3 = other analyzer, 4 = SCOPE) 

52 1 byte - Devices armed by this analyzer - Bitmap of devices armed by this 
machine 

hiL8_hiL2_hiLfi_hiL5_bit. 4. ,bii3 _ bit 2 bitl 

unused imused unused unused SCOPE BNC out Mach. 2 Mach. 1 

A1 in a given bit position implies that this analyzer arms that device, 
while a 0 means the device is not armed by this analyzer. 

53 4 bytes - Sample period for this analyzer (timing only) - Sample period at 
which data was acquired. Value represents the number of nanoseconds 
between samples. 
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DATA 


57 

61 

62 

63 

68 

69 

89 

Acquisition Data 
Description 
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4 bytes - Delay for this analyzer (timing only) - Delay at which data was 
acquired. Value represents the amount of delay in nanoseconds. 

1 byte - Time tags on (state with tagging only) - In state tagging mode, was 
the data captured with time tags (value = 1) or state tags (value = 0). 

1 byte - Reserved 

5 bytes - Demultiplexing (state only) - For each of the five pods (first byte 
is POD 5, fifth byte is POD 1) in a state machine, describes multiplexing 
of each of the five pods. (0 = NO DEMUX, 1 = TRUE DEMUX, 2 = 
MIXED CLOCKS). 

1 byte - Reserved 

20 bytes - Trace point adjustment for pods - Each pod uses 4 bytes to 
show the number of nanoseconds that are to be subtracted from the trace 
point described above to get the actual trace point value. The first 4 bytes 
are for Pod 5, the next four are for Pod 4, and so on. 

10 bytes - Reserved 

The next 78 bytes are for Analyzer 2 Data Information. They are 
organized in the same manner as Analyzer 1 above, but they occupy bytes 
99 through 176 

The acquisition data section consists of 14336 bytes (1024 14-byte groups), 
appearing in bytes 177 through 14512. The last ten bytes (14513 through 
14522) are reserved. The data contained in the data section will appear in 
one of four forms depending on the mode in which it was acquired (as 
indicated in byte 21 for machine 1 and byte 99 for machine 2). The four 
modes are: 

• State Data (without tags) 

• State Data (with either time or state tags) 

• Glitch Timing Data 

• Transitional Timing Data 

The following four sections describe the four data modes that may be 
encountered. Each section describes the Status bytes (shown under the 
Machine 1 and Machine 2 headings), and the Information bytes (shown 
under the Pod 5 through Pod 1 headings). 
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DATA 


State Data Status Bytes. In normal state mode, only the least significant bit (bit 1) is 
(without tags) used. When bit 1 is set, this means that there has been a sequence level 
transition. 

Information Bytes. In state acquisition with no tags, data is obtained from 
the target system with each clock and checked with the trace specification. 
If the state matches this specification, the data is stored, and is placed into 
the memory. 



Machine 1 

Machine 2 

Pod 5 

Pod 4 

Pod 3 

Pod 2 

Pod 1' 

177 

Status 

Status 

Data 

Data 

Data 

Data 

Data 

191 

Status 

Status 

Data 

Data 

Data 

Data 

Data 

205 

Status 

Status 

Data 

Data 

Data 

Data 

Data 

14499 

Status 

Status 

Data 

Data 

Data 

Data 

Data 


*The headings are not a part of the returned data. 


State Data (with either 
time or state tags) 


Status Bytes. In state tagging mode, the tags indicate whether a given row 
of the data is a data line, a count (tag) line, or a prestore line. 


Bit 2 is the Data vs. Count bit. Bit 3 is the Prestore vs. Tag bit. The two 
bits together show what the corresponding Information bytes represent. 


Bit 3 Bit 2 

0 0 

0 1 

1 0 

1 1 


Information byte represents: 
Acquisition Data 
Count 

Prestore Data 
Invalid 


If Bit 2 is clear, the information contains either actual acquisition data as 
obtained from the target system (if Bit 3 is clear), or prestore data (if Bit 3 
is set). If Bit 2 is set and Bit 3 is clear, this row’s bytes for the pods 
assigned to this machine contain tags. If Bit 2 and Bit 3 are set, the 
corresponding Information bytes are invalid and should be ignored. Bit 1 
is used only when Bit 2 is clear. Whenever there has been a sequence level 
transition Bit 1 will be set, and otherwise will be clear. 
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Information Bytes. In the State acquisition mode with tags, data is 
obtained from the target system with each clock and checked with the 
trace specification. If the state does not match the trace specification, it is 
checked against the prestore qualifier. If it matches the prestore qualifier, 
then it is placed in the prestore buffer. If the state does not match either 
the sequencer qualifier or the prestore qualifier, it is discarded. 

The type of information in the bytes labeled Data depends on the Prestore 
vs. Tags bit. When the Data bytes are used for prestore information, the 
following Coimt bytes (in the same column) should be ignored. When the 
Data bytes are used for tags, the Count bytes are formatted as 
floating-point numbers in the foUowing fashion: 

bits 16 through 12 _ bits 11, thr o ugh J_ 

EEEEE MMMMMMMMMMM 

The five most-significant bits (EEEEE) store the exponent, and the eleven 
least-significant bits (MMMMMMMMMMM) store the mantissa. The 
actual value for Count is given by the equation: 

Count = (2048 + mantissa) X - 2048 

Since the counts are relative counts from one state to the one previous, the 
count for the first state in the data structure is invalid. 

If time tagging is on, the count value represents the number of 40 
nanosecond ticks that have elapsed between the two stored states. In the 
case of state tagging, the count represents the number of qualified states 
that were encountered between the stored states. 

If a state matches the sequencer qualifiers, the prestore buffer is checked. 
If there are any states in the prestore buffer at this time, these prestore 
states are first placed in memory, along with a dummy count row. After 
this check, the qualified state is placed in memory, followed by the count 
row which specified how many states (or 40 ns ticks) have elapsed since 
the last stored state. If this is the first stored state in memory, then the 
count information that is stored should be discarded. 
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DATA 



Machine 1 

Machine 2 

_Pod5 

Pod 4 

Pod 3 


Podl* 

177 

Status 


Data 

Data 

Data 

Data 

Data 

191 

Status 




<8» 

0 

0 

205 

Status 

Status 

Data 

Data 

Data 

Data 

Data 

219 

Status 

Status 

Count 

Coimt 

Count 

Count 

Count 

14485 

Status 

Status 

Data 

Data 

Data 

Data 

Data 

14499 

Status 

Status 

Count 

Count 

Count 

Count 

Count 


*The headings are not a part of the returned data. 
® = Invalid data 


Glitch Timing Data Status Bytes. In glitch timing mode, the status bytes indicate whether a 

given row in the data contains actual acquisition data information or glitch 
information. 

Bit 1 is the Data vs. Glitch bit. If Bit 1 is set, this row of information 
contains glitch information. If Bit 1 is clear, then this row contains actual 
acquisition data as obtained from the target system. 

Information Bytes. In the Ghtch timing mode, the target system is 
sampled at every sample period. The data is then stored in memory and 
the ghtch detectors are checked. If a glitch has been detected between the 
previous sample and the current sample, the corresponding ghtch bits are 
set. The ghtch information is then stored. If this is the first stored sample 
in memory, then the ghtch information stored should be discarded. 
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DATA 



KSMiBjSm 


ESfSai 



micr*WM 

■issiy 

177 

Status 

Status 

Data 

Data 

Data 

Data 

Data 

191 

Status 

Status 

(8> 


0 

0 

0 

205 

Status 

Status 

Data 

Data 

Data 

Data 

Data 

219 

Status 

Status 

Glitch 

Glitch 

Glitch 

Glitch 

Glitch 


14485 

Status 

Status 

Data 

Data 

Data 

Data 

Data 

14499 

Status 

Status 

Glitch 

Glitch 

Glitch 

Glitch 

Glitch 


*The headings are not a part of the returned data. 
0 = Invalid data 


Transitional Timing Data Status Bytes. In transitional timing mode, the status bytes indicate 

whether a given row in the data contains acquisition information or 
transition count information. 

bits 10-9 bits 8-7 bits 6-5 bits 4-3 bits 2-1 
Pod 5 Pod 4 Pod 3 Pod 2 Podl 

Each pod uses two bits to show what is being represented in the 
corresponding Information bytes. Bits 10,8,6,4 and 2 are set when the 
appropiate pod’s Information bytes represent acquisition data. When that 
bit is clear, the next bit shows if the Information bytes represent the first 
word of a count. Together there are three possible combinations: 

10 - This pod’s Information bytes contain acquisition data as obtained from 
the target system. 

01 - This pod’s Information bytes contain the first word of a coimt. 

00 - This pod’s Information bytes contain part of a count other than the 
first word. 
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DATA 
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Information Bytes. In the Transitional timing mode the logic analyzer 

performs the following steps to obtain the information bytes: 

1. Four samples of data are taken at 10 nanosecond intervals. The data is 
stored and the value of the last sample is retained. 

2. Four more samples of data are taken. If any of these four samples differ 
from the last sample of the step 1, then these four samples are stored 
and the last value is once again retained. 

3. If all four samples of step 2 are the same as the last sample taken in step 
1, then no data is stored. Instead, a counter is incremented. This 
process will continue until a group of four samples is found which 
differs from the retained sample. At this time, the count will be stored 
in the memory, the counters reset, the current data stored, and the last 
sample of the four once again retained for comparison. 


The stored count indicates the number of 40 ns intervals that have elapsed 
between the old data and the new data. 


The rows of the acquisition data may, therefore, be either four rows of 
data followed by four more rows of data, or four rows of data followed by 
four rows of count. Rows of count will always be followed by four rows of 
data except for the last row, which may be either data or count. 


This process is performed on a pod-by-pod basis. The individual status 
bits will indicate what each pod is doing. 
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DATA 


The following table is just an example. The meaning of the Information 
bytes (Data or Count) depends upon the corresponding Status bytes. 


Example; 

177 

Machine 1 

Machine 2 

Pod 5 

Pod 4 

Pod 3 

Pod 2 

Pod 1 

Status 

Status 

Data 

Data 

Data 

Data 

Data 

191 

Status 

Status 

Data 

Data 

Data 

Data 

Data 

205 

Status 

Status 

Data 

Data 

Data 

Data 

Data 

219 

Status 

Status 

Data 

Data 

Data 

Data 

Data 

233 

Status 

Status 

Data 

Count 

Count 

Data 

Data 

247 

Status 

Status 

Data 

Count 

Count 

Data 

Data 

261 

Status 

Status 

Data 

Count 

Count 

Data 

Data 

275 

Status 

Status 

Data 

Count 

Count 

Data 

Data 

289 

Status 

Status 

Count 

Data 

Data 

Count 

Data 

303 

Status 

Status 

Coimt 

Data 

Data 

Count 

Data 

317 

Status 

Status 

Count 

Data 

Data 

Count 

Data 

331 

Status 

Status 

Count 

Data 

Data 

Count 

Data 

345 

Status 

Status 

Data 

Data 

Count 

Data 

Data 

359 

Status 

Status 

Data 

Data 

Count 

Data 

Data 

373 

Status 

Status 

Data 

Data 

Count 

Data 

Data 

387 

Status 

Status 

Data 

Data 

Count 

Data 

Data 

14457 

Status 

Status 

Data 

Data 

Data 

Data 

Data 

14471 

Status 

Status 

Data 

Data 

Data 

Data 

Data 

14485 

Status 

Status 

Data 

Data 

Data 

Data 

Data 

14499 

Status 

Status 

Data 

Data 

Data 

Data 

Data 


*The headings are not a part of the returned data. 


HP 1652B/1653B System Commands 

Programming Reference 6-17 




DATA 


Oscilloscope 
Block Data 


Oscilloscope 
Data Section 


The oscilloscope block data is described in the following sections. This 
data is appended to the logic analyzer block data and is present only when 
the oscilloscope is on and waveform data has been acquired and stored. 

The oscilloscope data contains both a section header and section data 
similar to the logic analyzer for both of its sections. The oscilloscope block 
data sections are Oscilloscope Data and Oscilloscope Display Data. 

• Oscilloscope Data - the raw data captured on the last acquisition. 

• Oscilloscope Display Data - the segment of data displayed after 
each acquisition. 

The oscilloscope data and oscilloscope display data sections are sent only 
when the oscilloscope is on and there is waveform data stored in the 
oscilloscope memory. 

The Oscilloscope Data section contains the raw data the oscilloscope 
acquired on the last acquisition. 


Section Header 
Description 

14523 

14533 

14534 


The oscilloscope data < section header > used bytes 14523 through 14539. 
The 16 bytes of the section header are as follows: 

10 bytes - Section name, "SCOPEDAT ” (two trailing spaces) 

1 byte - Reserved (always 0) 

1 byte - Unused 


14535 4 bytes - Length of oscilloscope data 

Section Data The oscilloscope raw data < section data > contains the initially acquired 
data. Each data unit is contained in a byte. The lower six bits contain the 
data, while the upper two bits are not used and as a result, each data unit 
can represent a value from 0 to 63. The total number of bytes is this 
section is 4096 with the first 2048 bytes for channel 1 and the remaining 
2048 bytes for channel 2. 
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14539 2048 bytes - raw oscilloscope data for channel 1. 

16587 2048 bytes - raw oscilloscope data for channel 1. 


Oscilloscope 
Display Data 
Section 

Note @ 


The display data section < section data > contains the initial data 
displayed after an acquisition. Each data unit is represented by a 16 bit 
value which is generated by taking the raw oscilloscope data and shifting it 
the the left by 8 bits. 

Changing the seconds-per-division after the oscilloscope has stopped will 
change the data displayed on the screen but it will not change the display 
data in this section. 


18635 4096 bytes - Displayed oscilloscope data for channel 1 
22731 4096 bytes - Displayed oscilloscope data for channel 2 
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DSP 


DSP (Display) command 

The DSP command writes the specified quoted string to a device 
dependent portion of the instrument display. 

Command Syntax: :SYSTem:DSP <string> 
where: 

<String > = string of up to 60 alphanumeric characters 

Examples: output XXX;":SYSTEM;DSP "The message goes here'" 
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ERRor 


Query Syntax: 
Returned Format: 
Example; 


query 


The ERRor query retiuns the oldest error number from the error queue. 
A complete list of error numbers for the HP 1652B/53B is shown in 
appendix C, "Error Messages." If no errors are present in the error queue, 
a zero is returned. 

:SYSTem:ERFtor? 


[:SYSTem;ERRor] <errornumber><NL> 

10 OUTPUT XXX;’’:SYSTEM:ERROR?" 

20 ENTER XXX;Err_nuni 
30 PRINT Err_num 
40 END 
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HEADer 


HEADer 


Command Syntax: 

Example: 
Query Command: 
Returned Format: 
Example: 
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command/query 


The HEADER command teUs the instrument whether or not to output a 
header for query responses. When HEADer is set to ON, query 
responses will include the command header. 

The HEADer query returns the current state of the HEADer command. 
:SYSTem:HEADer {{ON| 1}|{OFF|0}} 

OUTPUT XXX;":SYSTEM:HEADER ON" 


:SYSTem:HEADer? 


[:SYSTem:HEADer] {1|0}<NL> 


10 DIM Mode$[100] 

20 OUTPUT XXX;":SYSTEM:HEADER?" 
30 ENTER XXX;Modes 
40 PRINT Modes 
50 END 


Headers should be turned off when returning values to numeric variables. 
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KEY 


Note 4^ 

Command Syntax: 

where: 

< keycode > 

Example; 


HP 1652B/1653B 
Programming Reference 


command/query 


The KEY command allows you to simulate pressing a specified 
front-panel key. Key commands may be sent over the bus in any order 
that is legal from the front panel. Be sure the instrument is in a desired 
setup before executing the KEY command. Key codes range from 0 to 36 
with 99 representing no key (returned at power-up). See table 6-1 for key 
codes. 


The external KEY buffer is only two keys deep; therefore, attempting to 
send KEY commands too rapidly will cause a KEY buffer overflow error 
to be displayed on the HP 1652B/53B screen. 


The KEY query returns the key code for the last front- panel key pressed 
or the last simulated key press over the bus. 

:SYSTem:KEY <key_code> 


:: = integer from 0 to 36 


OUTPUT XXX;”:SYSTEM:KEY 24” 
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KEY 


Query Syntax: :SYSTem;KEY? 

Returned Format; [:SYSTem; key] <key_code><NL> 

Example: lo dim Key$[ioo] 

20 OUTPUT XXX;":SYSTEM:KEY?" 

30 ENTER XXX; KEY$ 

40 PRINT KEYS 
50 END 


Table 6-1. Key codes 


Key Value 

HP 1652B/53B 

Key 

Key Value 

HP1652B/53B 

Key 

0 

RUN 

19 

D 

1 

STOP 

20 

E 

2 

unused 

21 

F 

3 

SELECT 

22 

unused 

4 

CHS 

23 

unused 

5 

Don’t Care 

24 

Knob left 

6 

0 

25 

Knob right 

7 

1 

26 

L/RRoU 

8 

2 

27 

U/D RoU 

9 

3 

28 

unused 

10 

4 

29 

unused 

11 

5 

30 

unused 

12 

6 

31 

IIII 

13 

7 

32 

Clear Entry 

14 

8 

33 

FORMAT/CHAN 

15 

9 

34 

TRACE/TRIG 

16 

A 

35 

DISPLAY 

17 

B 

36 

I/O 

18 

C 

99 

Power Up 
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LER 


LER 


(LCL Event Register) 


query 


The LER query allows the LCL (local) Event Register to be read. After 
the LCL Event Register is read, it is cleared. A one indicates a 
remote-to-local transition has taken place. A zero indicates a 
remote-to-local transition has not taken place. 

Query Syntax: :SYSTem:LER? 

Returned Format: [:SYSTem:LER] {o 1 1 } < nl > 

Example: lO dim Events[lOO] 

20 OUTPUT XXX;":SYSTEM;LER?" 

30 ENTER XXX: Events 
40 PRINT Events 
50 END 
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LOCKout 


Command Syntax: 

Example; 
Query Syntax: 
Returned Format: 
Example: 


command/query 

The LOCKout command locks out or restores front-panel operation. 

When this function is on, all controls (except the power switch) are 
entirely locked out. 

The LOCKout query returns the current status of the LOCKout command. 
:SYSTem:LOCKout {{ON|1}|{OFF|0}} 

OUTPUT XXX;";SYSTEM:L0CK0UT ON" 


:SYSTem;LOCKout? 


[;SYSTem:LOCKout] {0i1}<NL> 


10 DIM Status$[100] 

20 OUTPUT XXX;":SYSTEM:LOCKOUT?" 
30 ENTER XXX;Status$ 

40 PRINT Status! 

50 END 
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LONGform 


Command Syntax: 
Example: 
Query Syntax: 
Returned Format: 
Example: 


command/query 


The LONGform command sets the longform variable which tells the 
instrument how to format query responses. If the LONGform command 
is set to OFF, command headers and alpha arguments are sent from the 
instrument in the abbreviated form. If the LONGform command is set to 
ON, the whole word will be sent to the controller. 

This command has no affect on the input data messages to the instrument. 
Headers and arguments may be input in either the longform or shortform 
regardless of how the LONGform command is set. 

The query returns the status of the LONGform command. 

:SYSTem:LONGform {{ON 11} | {OFF|0}} 

OUTPUT XXX:";SYSTEM:LONGFORM ON" 


:SYSTem:LONGform? 


[:SYSTem:LONGform] {1 |0}<NL> 


10 DIM Modes [100] 

20 OUTPUT XXX;":SYSTEM-.LONGFORM?" 
30 ENTER XXX:Modes 
40 PRINT Modes 
50 END 
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MENU 


MENU 

Command Syntax: 

where: 

< menu^type > 

< mach_num > 

0 

1 

2 

3 

Example: 
Query Syntax: 
Returned Format: 
Example: 
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command/query 

The MENU command puts a menu on the display. 

The MENU query returns the current menu selection. 

:SYSTem:MENU <menu_type >, < mach^num > 


:: = {SCONfig | FORMat | CHANnel | TRACe | TRIGger | DISPlay | WAVeform | SWAVeform | 
COMPare|SCHart|SLISt} 

::={0|1 |2|3} 

::= mixed mode 
:: = analyzer 1 
::= analyzer 2 
::= oscilloscope 


OUTPUT XXX;"SYSTEM:MENU FORMAT,!" 


:SYSTem:MENU? 


[:SYSTem:MENU] < menu_type >, < mach_num > 

10 DIM Responses [100] 

20 OUTPUT XXX;":SYSTEM:MENU?" 

30 ENTER XXX;Response! 

40 PRINT Response! 

50 END 
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MESE 


Command Syntax: 

where: 
< enable mask> 

Example: 
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command/query 


The MESE command sets the Module Event Status Enable Register bits. 
The MESE register contains a mask value for the bits enabled in the 
MESR register. A one in the MESE will enable the corresponding bit in 
the MESR, a zero will disable the bit. 

The MESE query returns the current setting. 

Refer to table 6-2 for information about the Module Event Status Enable 
register bits, bit weights, and what each bit masks for the logic analyzer. 

:SYSTem:MESE <enable_mask> 


:: = integer from 0 to 255 


OUTPUT XXX;”:SYSTEM:MESE 1” 
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MESE 


Query Syntax: :SYSTem:MESE? 

Returned Format: [:SYSTem;MESE] <enable_mask><NL> 


Example: lO output XXX;";SYSTEM:MESE?" 
20 ENTER XXX; Mas 
30 PRINT Mas 
40 END 


Table 6-2. Module Event Status Enable Register 


Module Event Status Enable Register 

(A ”1" enables the MESR bit) 

Bit 

Weight 

Enables 

7 

128 

Not used 

6 

64 

Not used 

5 

32 

Not used 

4 

16 

Not used 

3 

8 

Not used 

2 

4 

Not used 

1 

2 

RNT - Run until satisified 

0 

1 

MC - Measurement complete 
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MESR 


MESR 

Note ^ 

Query Syntax: 
Returned Format: 

where: 

< status > 

Example: 
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query 


The MESR query returns the contents of the Module Event Status 
register. 


Reading the register clears the Module Event Status Register. 


Table 6-3 shows each bit in Module Event Status Register and their bit 
weights for the logic analyzer. When you read the MESR, the value 
retoned is the total bit weights of all bits that are set at the time the 
register is read. 

:SYSTem:MESR? 


[:SYSTem:MESR] <status><NL> 


:: = integer from 0 to 255 


10 OUTPUT XXX;”:SYSTem:MESR?" 
20 ENTER XXX: Mer 
30 PRINT Mer 
40 END 
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Table 6-3. Module Event Status Register 


Module Event Status Register 

Bit 

Weight 

Condition 

7 

128 

Not used 

6 

64 

Not used 

5 

32 

Not used 

4 

16 

Not used 

3 

8 

Not used 

2 

4 

Not used 

1 

2 

1 = Run until satisified 

0 = Run until not satisified 

0 

1 

1 = Measurement complete 

0 = Measurement not complet( 
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PPOWer 


query 


The PPOWer (preprocessor power) query returns the current status of 
the HP 1652B/53B’s high-current limit circuit. If it is functioning properly, 
1 is returned. If the current draw is too high, 0 is returned until the 
problem is corrected and the circuit automatically resets. 

Query Syntax: :PPOWer? 

Returned Format: [:PPOWer] {o | 1} 

Example: 10 dim Responses [10] 

20 OUTPUT XXXPPOWER?" 

30 ENTER XXX; Response! 

40 PRINT Response! 

50 END 
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PRINt 


PRINt 


Command Syntax: 

Example: 
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command 

The PRINt command initiates a print of the screen or print all over the 
RS-232C bus. The PRINt parameters SCReen or ALL specify how the 
screen data is sent to the controller. PRINt SCReen transfers the data to 
the controller in a printer specific graphics format. PRINt ALL transfers 
the data in a raster format for the following menus: 

• State and Timing Format menus 

• Disk menu 

• State and Timing Symbol menus 

• State Listing menu 

• State Trace 

• State Compare 


:SYSTem:PRINt {SCReen |ALL} 
OUTPUT XXX;‘':SYSTEM:PRINT SCREEN” 
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RMODe 



Command Syntax: 
Example: 
Query Syntax: 
Returned Format: 
Example: 
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command/query 


The RMODe command is a run control command that specifies the run 
mode for logic analyzer and oscilloscope. It is at the same level in the 
command tree as SYSTem; therefore, it is not preceded by :SYSTem. 

The query returns the current setting. 

After specifying the run mode, use the STARt command to start the 
acquisition. 


;RMODe {SINGIe | REPetitive} 

OUTPUT XXX:":RM0DE SINGLE" 

:RMODe? 

[:RMODe] {SINGIe|REPetitive}<NL> 

10 DIM Modes[100] 

20 OUTPUT XXX;":RMODE?" 

30 ENTER XXX;Model 
40 PRINT Model 
50 END 
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SETUP 
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command/query 


The SYStemrSETup command configures the logic analyzer module as 
defined by the block data sent by the controller. 

The SYStemrSETup query returns a block of data that contains the 
current configuration to the controller. 

There are three data sections which are always returned and a fourth 
header when the oscilloscope is on and has acquired and stored waveform 
data. These are the strings which would be included in the section header: 

• ’’CONFIG 

• ”1650 RS232” 

• ”1650 DISP ” 

• ”1650 DISP2” 

• ’’SCOPECNF ” 


Additionally, the following sections may also be included, depending on 
what’s loaded: 

• ’’SYMBOLS A ” 

• ’’SYMBOLS B ” 

• ”SPA DATA A” 

• ”SPA DATA B” 

• ’’INVASM A ” 

• ’’INVASM B ” 

• ’’COMPARE ” 
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SETUP 


Command syntax: 

where; 

< block data > 
< block length specifier > 

< length > 

< section > 
< section header > 


< section data > 



Example: 
Query Syntax: 
Returned Format: 
HP-IB Example: 


HP 1652B/1653B 
Programming Reference 


:SYStem:SETup <blockdata> 


= < block length specifier > <section >... 

::= #8 < length > 

= the total length of all sections In byte format (must be represented with 8 digits) 
:: = < section header > < section data> 

:: = 16 bytes In the following format: 

10 bytes for the section name 
1 byte reserved 

1 byte for the module ID code (31 for the logic analyzer) 

4 bytes for the length of the section data in bytes 
:: = format depends on the type of data 


The total length of a section is 16 (for the section header) plus the length 
of the section data. So when calculating the value for < length >, don’t 
forget to include the length of the section headers. 


OUTPUT XXX USING SYSTEM:SETUP <block data> 


;SYStem;SETup? 

[:SYStem:SETup] <block data> <NL> 

10 DIM Blocks[32000] !allocate enough memory for block data 

20 DIM Specifiers[2] 

30 OUTPUT XXX;”.-SYSTEM:HEAD OFF” 

40 OUTPUT XXX;”:SYSTEM:SETUP?” ! send setup query 
50 ENTER XXX USING ”#.2A”;SpecifierS! read in #8 
60 ENTER XXX USING ”#,8D”;Blocklength! read in block length 
70 ENTER XXX USING ”-K”;BlockS ! read in data 
80 END 
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STARt command 


The STARt command is a run control command that starts the logic 
analyzer running in the specified run mode (see RMODe). The STARt 
command is on the same level in the command tree as SYSTem; therefore, 
it is not preceded by :SYSTem. 

The STARt command is an Overlapped Command. An Overlapped 
Command is a command that allows execution of subsequent commands 
while the device operations initiated by the Overlapped Command are still 
in progress. 

Command Syntax: :STARt 

Example: output xxx;":start” 
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STOP 



Command Syntax: 
Example: 


command 


The STOP command is a run control command that stops the logic 
analyzer. The STOP command is on the same level in the command tree 
as SYSTem; therefore, it is not preceded by :SYSTem. 

The STOP command is an Overlapped Command. An Overlapped 
Command is a command that allows execution of subsequent commands 
while the device operations initiated by the Overlapped Command are still 
in progress. 


:STOP 

OUTPUT XXX:": STOP" 
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MMEMory Subsystem 


7 


Introduction 


Note ^ 
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MMEMory subsystem commands provide access to the disk drive. The 
MMEMory subsystem commands are: 

• AUToload 

• CATalog 

• COPY 

• DOWNload 

• INTTialize 

• LOAD 

• PACK 

• PURGe 

• REName 

• STORe 

• UPLoad 


If you are not going to store information to the configuration disk, or if the 
disk you are using contains information you need, it is advisable to write 
protect your disk. This will protect the contents of the disk from 
accidental damage due to incorrect commands, etc. 
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au to_fi Ie 


AUToload? 


CATaIog? 


space I — ^ name 
space ► name —i 


? )—new_name 


description 


—‘" v ^ J — b I ock_doto I — 
^INITiqI i ze^- 

\oad) -| --j- 

--► (CONF i g) —^ 

—►("lASSemb I er^—►] space 


space —►] name 


i a_name —►Mjz 


^PURGej - 

REName 

^^ 

^storTV- 


space 

H 

name ■ 



space 

H 

name 


CONFig^ 


space —M name 


description 


Figure 7-1. MMEMory Subsystem Commands Syntax Diagram 
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aato_file = string of up to 10 alphanumeric characters representing a valid file name. 
name = string of up to 10 alphanumeric characters representing a valid file name. 
description = string of up to 32 alphanumeric characters. 
type = integer, refer to table 7-1. 
block_data = data in IEEE 488.2 # format. 

ia_name = string of up to 10 alphanumeric characters representing a valid file name. 
new_name = stiing of up to 10 alphanumeric characters representing a valid file name 

Figure 7-1. MMEMory Subsystem Commands Syntax Diagram (continued) 


ll^ Refer to "Disk Operations" in chapter 5 of the HP 1652B/53B Logic 
NotG Analyzers Reference manual for a description of a valid file name. 
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AUToload 


AUToload 


Command Syntax: 

where: 

<auto_file> 

Examples; 

Query Command: 

Returned Format: 

\ 

Example: 
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command/query 


The AUToload command controls the autoload feature which designates 
a configuration file to be loaded automatically the next time the 
instrument is turned on. The OFF parameter (or 0) disables the autoload 
feature. When a string parameter is specified it represents the desired 
autoload file. 

The AUToload query returns 0 if the autoload feature is disabled. If the 
autoload feature is enabled, the query returns a string parameter that 
specifies the current autoload file. 

:MMEMory:AUToload {{OFF|0} \ <auto_flle>} 


:: = string of up to 10 alphanumeric characters 


OUTPUT XXX 
OUTPUT XXX 
OUTPUT XXX 


MMEMORY:AUTOLOAD OFF” 
MMEMORY:AUTOLOAD 'FILEl'” 
MMEMORY:AUTOLOAD TILE2'” 


:MMEMory:AUToload? 

[:MMEMory:AUToload] {01 <autoJile > } < NL> 

10 DIM Auto_status$[100] 

20 OUTPUT XXX;”:MMEM0RY:AUTOLOAD?” 

30 ENTER XXX;Auto_status$ 

40 PRINT Auto_status$ 

50 END 
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CATalog 


Query Syntax; 
Returned Format: 
where: 

< block size > 

< block data > 

Example: 
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query 


The CATalog query returns the directory of the disk in block data format. 
The directory consists of a 51-character string for each file on the disk. 
Each file entry is formatted as follows: 

“NNNNNNNNNN TTTTTTT DDDDDDDDDDDDDDDDDDDDDDDDDDDDDDDD" 

where N is the filename, T is the file type (a number), and D is the file 
description. 

:MMEMory:CATalog? 


[:MMEMory:CATalog] < block size > < block data > 


:: = #8dddddddd (#8 followed by an eight-digit number) 
[<filename> <filetype> <file description >]... 


10 DIM File$[51] 

20 DIM Specifier$[2] 

30 OUTPUT XXX;”:SYSTEM:HEAD OFF" 

40 OUTPUT XXX;":MMEM0RY:CATALOG?" 

50 ENTER XXX USING "#,2A";Specifiers 
60 ENTER XXX USING "#,8D";Length 
70 FOR 1=1 TO Length STEP 51 

80 ENTER XXX USING "#,51A";File$ 

90 PRINT Files 

100 NEXT I 

110 ENTER XXX USING "A";Specifiers 
120 END 


Isend catalog query 
I read in #8 
Iread in length 
Iread and print each file 


Iread in final line feed 
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COPY 

Command Syntax: 

where: 
< name > 

Example: 


command 

The COPY command copies the contents of a file to a new file. The two 
< name > parameters are the filenames. The first parameter specifies the 
source file. The second specifies the destination file. An error is 
generated if the source file doesn’t exist, if the destination file already 
exists, or any other disc error is detected. 

:MMEMory:COPY <name >,< name > 


:: = string of up to 10 alphanumeric characters representing a valid file name 
To copy the contents of ”F1LE1” to '’FILE2": 

OUTPUT XXX;":MMEM0RY:COPY TILEl*/FILE2'" 
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DOWNIoad command 

The DOWNIoad command downloads a file to the disk. The < name > 
parameter specifies the filename, the < description > parameter specifies 
the file description, and the < block_data > contains the contents of the 
file to be downloaded. 

Table 7-1 lists the file types for the < type > parameter. 

Command Syntax: :MMEMory:DOWNIoad < name > , < description >, <type >, < block_data > 


where: 

< name > = string of up to 10 alphanumeric characters representing a valid file name 

<description > = string of up to 32 alphanumeric characters 

<type > :: = integer (see Table 7-1) 

< block_data > :: = contents of file in block data format 


Example: output XXX;*’:MMEM0RY:download 'SETUP__'; tile created from setup 
QUERY',-16127,#800000643...” 


Table 7-1. File Types 


File 

FileTjpe 

HP 1652/3 SYSTEM 

-16383 

1652/3 CONHO 

-16096 

AUTOLOAD TYPE 

-15615 

INVERSE ASSEMBLER 

-15614 

TEXT TYPE 

-15610 
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INITialize 


INITialize 


command 


The INITialize command formats the disk. 



Once executed, the initialize command formats the specified disk, 
permanently erasing all existing information from the disk. After that, 
there is no way to retrieve the original information. 


Command Syntax: ;MMEIVIory;INITialize 

Example: output xxx:":Mmemory:Initialize" 
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LOAD 


LOAD 



Command Syntax: 

where: 

< name > 

Examples: 
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[rCONFig] 


command 


The LOAD command loads a file from the disk into the analyzer. The 
[rCONfig] specifier is optional and has no effect on the command. The 
< name > parameter specifies the filename that will be loaded into the 
logic analyzer. 


Any previous setups and data in the instrument are replaced by the 
contents of the configuration file. 


:MMEMory:LOAD[:CONfig] <name > 


= string of up to 10 alphanumeric characters representing a valid file name 


OUTPUT XXX 
OUTPUT XXX 
OUTPUT XXX 


MMEMORY:LOAD:CONFIG TILE_ 
MMEMORYiLOAD TILE__'” 
MMEM:LOAD:CONFIG TILE A'” 
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LOAD 


LOAD [ilASSembler] command 


This variation of the LOAD command allows inverse assembler files to be 
loaded into analyzer 1 or analyzer 2 of the HP 1652B/1653B. The 
< IA_name > parameter specifies the inverse assembler filename. The 
parameter after the < lA name > parameter specifies into which 
machine the inverse assembler is loaded. 

Inverse assembler files should only be loaded into the state analyzer. If an 
inverse assembler file is loaded into the timing analyzer no error will be 
generated; however, it will not be accessible. 

Command Syntax: :MMEMory:LOAD:IASSembler <IA_name> ,{112} 
where: 

< IA_name > = string of up to 10 alphanumeric characters representing a valid file name 

Examples: output XXX:":MMEM0RY:L0AD;IASSEMBLER ’I68020_IPM" 

OUTPUT XXX;":MMEM:LOAD:IASS '168020_IP’1" 
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PACK 


PACK 

Command Syntax: 

Example; 


command 

The PACK command packs the files on a disk in the disk drive. 
:MMEMory;PACK 


OUTPUT XXX;":MMEM0RY:PACK" 
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PURGe 


PURGe 


command 


Note 


The PURGe conunand deletes a file from the disk. The < name > 
parameter specifies the filename to be deleted. 


Once executed, the purge command permanently erases all the existing 
information from the specified file. After that, there is no way to retrieve 
the original information. 


Command Syntax: :l\/IMEMory:PURGe <name> 
where: 

<name > = string of up to 10 alphanumeric characters representing a valid file name 

Examples: output XXX;'’:MMEM0RY:purge 'FILEl'" 
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REName 


Note 4^ 

Command Syntax: 

where: 

< name > 
< new_name > 

Examples: 
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command 


The REName command renames a file on the disk. The < name > 
parameter specifies the filename to be changed and the < new_name > 
parameter specifies the new filename. 


You cannot rename a file to an already existing filename. 


:MMEMory:REName < name >, < new_name > 


:: = string of up to 10 alphanumeric characters representing a valid file name 
:: = string of up to 10 alphanumeric characters representing a valid file name 


OUTPUT XXX;”:MMEMORY:RENAME 'OLDFILE'/NEWFILE 
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STORe 


STORe [rCONFig] 


command 


The STORe command stores a configuration onto a disk. The [rCONFig] 
specifier is optional and has no effect on the command. The < name > 
parameter specifies the file to be stored to the disk. The < description > 
parameter specifies the file description. 

Command Syntax: :MMEMory:STORe [:CONfig]<name>,<description> 
where: 

< name > :: = string of up to 10 alphanumeric characters representing a valid file name 

< description > :: = string of up to 32 alphanumeric characters 

Example: output XXX;”:MMEM-.store 'defaults'/default setups'" 
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UPLoad 

Query Syntax: 

where: 
< name > 

Returned Format: 
Example; 
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query 


The UPLoad query uploads a file. The < name > parameter specifies the 
file to be uploaded from the disk. The contents of the file are sent out of 
the instrument in block data form. 

: MMEMory: UPLoad? < name > 


:: = string of up to 10 alphanumeric characters representing a valid file name 


[:MMEMory:UPLoad] <block_data> <NL> 


10 DIM Block![32000] !allocate enough memory for block data 

20 DIM Specifier![2] 

30 OUTPUT XXX;":SYSTEM HEAD OFF" 

40 OUTPUT XXX;":MMEM0RY:UPLOAD? TILEl'" Isend upload query 

50 ENTER XXX USING "#,2A";Specifier! Iread in #8 

60 ENTER XXX USING "#,8D";Length iread in block length 

70 ENTER XXX USING "-K";Block! iread in file 

80 END 
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Introduction The DLISt (dual list) subsystem contains the commands in the dual state 

listing menu. These commands are: 

• COLumn 

• LINE 



col_num = integer from 1 to 8 

label_name = a string of up to 6 alphanumeric characters 
base~= {BINary | HEXacecimal \ OCTal\DECimal\ASCii \ SYMBol} 
mach_num = {i|2} 

line_num_mid_screen = integer from -1023 to +1023 

Figure 8-1. DUSt Subsystem Syntax Diagram 
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oust 


DLlSt selector 

The DLISt selector (dual list) is used as part of a compound header to 
access those settings normally found in the Dual State Listing menu. The 
dual list displays data when two state analyzers are run simultaneously. 

Command Syntax: :DUSt 

Example: output XXX;”:DLIST:LINE 0,1" 
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COLumn 


COLumn 


Command Syntax: 


where: 

<col_num> 
< label^name > 
< base > 
<mach_num> 

Example: 
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command/query 


The COLumn command allows you to configure the state analyzer list 
display by assigning a label name and base to one of eight vertical columns 
in the menu. The machine number parameter is required since the same 
label name can occur in both state machines at once. A column number 
of 1 refers to the left-most column. When a label is assigned to a colunm 
it replaces the original label in that column. The label originally in the 
specified column is placed in the column the specified label is moved from. 

When ’TAGS” is the label name, the TAGS column is assumed and the 
next parameter must specify RELative or ABSolute. The machine 
number should be 1. 

The COLimm query returns the colunm number, label name, and base for 
the specified column. 

:DLISt:COLumn <col_num>,{"TAGS",{RELative|ABSolute} | 

< label_name >, < base > }, < mach_num > 


{1|2|3|4|5|6|718} 

:: = a string of up to 6 alphanumeric characters 

:: = {BINary | HEXadecimal | OCTal | DECimal | ASCii | SYMBol} 

::= {112} 

OUTPUT XXX;”:DLIST:COLUMN 4/DATA',HEXADECIMAL,!” 
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COLumn 


Query Syntax: :DUSt:COLumn? <col_num> 

Returned Format: [:DUSt:COLumn] <col_num>,<label_name> 
Example: lo dim CI$[100] 

20 OUTPUT XXX;":DLIST:COLUMN? 4" 

30 ENTER XXX;C1$ 

40 PRINT Cl$ 

50 END 
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< base >, < maoh_num > < NL > 
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LINE 


LINE 


Command Syntax: 

where: 

< line_num_mid_screen > 
< mach^num > 

Example: 
Query Syntax: 
Returned Format: 
Example: 


command/query 


The LINE command allows you to scroll the state analyzer listing 
vertically. The command specifies the state line number relative to the 
trigger that the specified analyzer will highlight at center screen. 

The LINE query returns the line number for the state currently in the box 
at center screen and the machine munber to which it belongs. 

:DiJSt;LINE <line_num_mid_screen >, < mach_num > 


;:= integer from -1023 to -1-1023 
:;={ 1 | 2 } 


OUTPUT XXX:":DLIST:LINE 511.1” 

:DUSt:LINE? 

[oust; LINE] <line_num_mid_screen>,<mach_num><NL> 

10 DIM Ln$[100] 

20 OUTPUT XXX;":DLIST:LINE?" 

30 ENTER XXX:Ln$ 

40 PRINT Ln$ 

50 END 
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Introduction Two commands in the WLISt subsystem control the X and O marker 

placement on the waveforms portion of the Timing/State mixed mode 
display. These commands are XTIMe and OTIMe. TheXSTateand 
OSTate queries return what states the X and O markers are on. Since the 
markers can only be placed on the timing waveforms, the queries return 
what state (state acquisition memory location) the marked pattern is 
stored in. 

l|g| In order to have mixed mode, one machine must be a timing analyzer and 
Not© ’w the other must be a state analyzer with time tagging on (use 
MACHine < N > :STRace:TAG TIME). 



time_value = real number 

Figure 9-1. WLISt Subsystem Syntax Diagram 


HP 1652B/1653B 
Programming Reference 


WLISt Subsystem 
9-1 








WLISt 


WLISt 



Command Syntax: 

Example: 


selector 


The WLISt (Waveforms/listing) selector is used as a part of a compound 
header to access the settings normally found in the Mixed Mode menu. 
Since the WLISt command is a root level command, it will always appear 
as the first element of a compound header. 


The WLISt Subsystem is only available when one state analyzer (with time 
tagging on) and one timing analyzer are specified. 


WLISt 

OUTPUT XXX;":WLIST:XTIME 40.0E-6" 
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OSTate 


OSTate 


query 


The OSTate query returns the state where the O Marker is positioned. If 
data is not valid, the query returns 32767. 

Query Syntax: ;wust:OSTate? 

Returned Format: [:WUSt:OSTate] <state_num><NL> 
where: 

<state_num> integer 


Example: lo dim So$[ioo] 

20 OUTPUT XXX;":WLIST:OSTATE?" 
30 ENTER XXX:So$ 

40 PRINT So$ 

50 END 
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XSTate query 

The XSTate query returns the state where the X Marker is positioned. If 
data is not valid, the query returns 32767. 

Query Syntax: ;WList;XSTate? 

Example; output xxx,":wlist;XSTate? 

Returned Format: [:WLISt;XSTate] <state_num><NL> 
where; 

<state_num> ::= Integer 


Example: lo dim Sx$[ioo]' 

20 OUTPUT XXX;":WLIST:XSTATE?" 
30 ENTER XXX;Sx$ 

40 PRINT Sx$ 

50 END 
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OTIMe 


Command Syntax: 

where: 

<time_value> 

Example: 
Query Syntax: 
Returned Format: 
Example: 


command/query 


The OTIMe command positions the O Marker on the timing waveforms in 
the mixed mode display. If the data is not valid, the command performs 
no action. 

The OTIMe query returns the O Marker position in time. If data is not 
valid, the query returns 9.9E37. 

:WLISt:OTIMe <tlme value > 


:: - real number 


OUTPUT XXX,”:WLIST:OTIME 40.0e-6” 


:WLISt:OTIMe? 


[:WLISt:OTIMe] <time_value><NL> 


10 DIM To$[100] 

20 OUTPUT XXX;":WLIST:OTIME?" 
30 ENTER XXX;To$ 

40 PRINT To$ 

50 END 
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XTIMe 


XTIMe 


Command Syntax: 

where: 

<time_value > 

Example: 

Query Syntax: 
Returned Format: 
Example: 


command/query 


The XTIMe command positions the X Marker on the timing waveforms in 
the mixed mode display. If the data is not valid, the command performs 
no action. 

The XTIMe query returns the X Marker position in time. If data is not 
valid, the query returns 9.9E37. 

:WLISt;XTIMe <time value > 


- real number 


OUTPUT XXX,":WLIST:XTIME 40.0E-6" 


:WLISt:XTIMe? 


[:WUSt:XTIMe] <tlme_value> <NL> 


10 DIM Tx$[100] 

20 OUTPUT XXX;":WLIST:XTIME?" 
30 ENTER XXX:Tx$ 

40 PRINT Tx$ 

50 END 
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Introduction 


The MACHine subsystem contains the commands available for the 
State/Timing Configuration menu. These commands are: 

• ARM 

• Assign 

• AUToscale (Timing Analyzer only) 

• NAME 

• TYPE 

There are actually two MACHine subsystems: MACHinel and 
MACHine2. Unless noted, they are identical. In the syntax definitions 
you will see MACHine{l 12} anytime the subject is applicable to both 
subsystems. 

Additionally, the following subsystems are a part of the MACHine 
subsystem. Each is explained in a separate chapter. 



SFORmat subsystem 

(chapter 11) 


STRace subsystem 

(chapter 12) 


SLISt subsystem 

(chapter 13) 


SWAVeform subsystem 

(chapter 14) 


SCHart subsystem 

(chapter 15) 


COMPare subsystem 

(chapter 16) 


TFORmat subsystem 

(chapter 17) 


TTRace subsystem 

(chapter 18) 


TWAVeform subsystem 

(chapter 19) 


SYMBol subsystem 

(chapter 20) 
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ann_source = {RUN | MACHine {i | 2}} 

pod_list = [NONE \ <pod_num>[, <pod_num>J...} 

pod_nuin = {i | 2 | 5 | 4 | 5} 

machine_name = string of up to 10 alphanumeric characters 

Figure 10-1. Machine Subsystem Syntax Diagram 
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MACHine 


MACHine 


Command Syntax: 

where: 

<N> 

Example: 
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selector 


The MACHine < N > selector specifies which of the two analyzers 
(machines) available in the HP 1652B/53B the commands or queries 
following will refer to. Since the MACHine < N > command is a root 
level command, it will normally appear as the first element of a compound 
header. 

:MACHine<N> 


::= {1|2} (the number of the machine) 

OUTPUT XXX; ":MACHINE1:NAME 'DRAMTEST'" 
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ARM 


command/query 


The ARM command specifies the arming source of the specified analyzer 
(machine). 

The ARM query returns the source that the current analyzer (machine) 
will be armed by. 

Command Syntax: ;MACHine{1|2}:ARM <arm_source> 


where; 

<arm_source> ::= {RUN|MACHine{112} |BNC|SCOPe} 


Example: output XXX;":MACHINE1:ARM MACHINE2" 


Query Syntax: :MACHine {1 |2};ARM? 

Returned Format: I:MACHine {1 |2}:ARM] <arm_source> <NL> 

Example: 10 dim String$ [100] 

20 OUTPUT XXX; ”:MACHINE1:ARM?" 

30 ENTER XXX: String$ 

40 PRINT String$ 

50 END 
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Assign 

Command Syntax: 

where; 

<podJist> 
< pod # > 

Example; 

Query Syntax: 

Returned Format: 

Example: 
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command/query 


The Assign command assigns pods to a particular analyzer (machine). 

The Assign query returns which pods are assigned to the current analyzer 
(machine). 

:MACHine{1 |2}:ASSign <podJist> 


{NONE|<pod#>[, < pod #>]...} 
{1|2|314|5} 


OUTPUT XXX;":MACHINE1:ASSIGN 5, 2, 1" 


;MACHine {1 |2}:ASSign? 


[:MACHINE {1 |2};ASSign] <podJist> <NL> 


10 DIM String! [100] 

20 OUTPUT XXX:":MACHINE1:ASSIGN?" 
30 ENTER XXX;String! 

40 PRINT String! 

50 END 
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AUToscale 



Command Syntax: 

Example: 


command 


The AUToscale command causes the current analyzer (machine) to 
autoscale if the current machine is a timing analyzer. If the current 
machine is not a timing analyzer, the AUToscale command is ignored. 

AUToscale is an Overlapped Command. Overlapped Commands allow 
execution of subsequent commands while the logic analyzer operations 
initiated by the Overlapped Command are still in progress. Command 
overlapping can be avoided by using the *OPC and *WAI commands in 
conjunction with AUToscale (see chapter 5, "Common Commands.") 


When the AUToscale command is issued, existing timing analyzer 
configurations are erased and the other analyzer is turned off. 


:MACHine{1 |2}:AUToscale 


OUTPUT XXX;”:MACHINE1:AUTOSCALE” 
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NAME 

Command Syntax: 

where: 

<machine_name> 
Example: 
Query Syntax: 
Returned Format: 
Example: 


command/query 


The NAME command allows you to assign a name of up to 10 characters 
to a particular analyzer (machine) for easier identification. 

The NAME query returns the current analyzer name as an ASCII string. 

: MACHine {112}: NAME < machlne^name > 


:: = string of up to 10 alphanumeric characters 


OUTPUT XXX;”:MACHINE1:NAME 'DRAMTEST'” 


:MACHine{1 |2}:NAME? 


[MACHine{112}:NAME] < machine name> <NL> 

10 DIM String! [100] 

20 OUTPUT XXX;":MACHINE1:NAME?" 

30 ENTER XXX;String$ 

40 PRINT String! 

50 END 
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TYPE 


TYPE 

Note 4^ 

Command Syntax: 

where: 

< analyzer type > 

Example: 
Query Syntax: 
Returned Format: 
Example: 
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command/query 


The TYPE command specifies what type a specified analyzer (machine) 
will be. The analyzer types are state or timing. The TYPE command also 
allows you to turn off a particular machine. 


Only one of the two analyzers can be specified as a timing analyzer at one 
time. 


The TYPE query returns the current analyzer type for the specified 
analyzer. 

:MACHine{1 |2}:TYPE < analyzer type > 


::= {OFF|STATe|TIMing} 

OUTPUT XXX;":MACHINE1:TYPE STATE" 
:MACHine{1 |2}:TYPE? 


[:MACHIne{1 |2}:TYPE] <analyzertype><NL> 


10 DIM Strings [100] 

20 OUTPUT XXX;":MACHINE1:TYPE?" 
30 ENTER XXX;Strings 
40 PRINT Strings 
50 END 
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Introduction The SFORmat subsystem contains the commands available for the State 

Format menu in the HP 1652B/S3B logic analyzer. These commands are: 

• CLOCk 

• CPERiod 

• LABel 

• MASTer 

• REMove 

• SLAVe 

• THReshold 



Figure 11-1. SFORmat Subsystem Syntax Diagram 
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<N> = {i|2|3|4|5} 

GT = Greater Than 60 ns 
LT = Less Than 60 ns 

name = string of up to 6 alphanumeric characters 
polarity = {positive \ NEGative) 

pod_speciflcation = format (integer from 0 to 65535) for a pod (pods are assigned in decreasing order) 
clock id = {/ i A" I L i A/ I 

clock_spec = [OFF | Rising \ FALLing | BOTH | LOW | HIGH) 
value = voltage (realnumber)-9.9to +9.9 

Figure 11-1. SFORmat Subsystem Syntax Diagram (continued) 
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SFORmat 


SFORmat 


Command Syntax: 

Example: 


selector 


The SFORmat (State Format) selector is used as a part of a compoimd 
header to access the settings in the State Format menu. It always follows 
the MACHine selector because it selects a branch directly below the 
MACHine level in the command tree. 

:MACHine{1 |2}:SFORmat 

OUTPUT XXX;":MACHINE2:SF0RMAT:MASTER J, RISING" 
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CLOCK 


Command Syntax: 

where: 

<N> 

<clock_mode> 

Example: 
Query Syntax: 
Returned Format: 
Example: 
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command/query 


The CLOCk command selects the clocking mode for a given pod when the 
pod is assigned to the state analyzer. When the NORMal option is 
specified, the pod will sample all 16 channels on the master clock. When 
the MIXed option is specified, the upper 8 bits will be sampled by the 
master clock and the lower 8 bits will be sampled by the slave clock. 

When the DEMultiplex option is specified, the lower 8 bits will be 
sampled on the slave clock and then sampled again on the master clock. 
The master clock always follows the slave clock when both are used. 

The CLOCk query returns the current clocking mode for a given pod. 

:MACHine{1 |2}:SFORmat:CLOCk<N> < clock^mode > 


::= Pod{1|2|3|4|5} 

{NORMal | MiXed | DEMultiplex} 

OUTPUT XXX;”:MACHINE1:SF0RMAT:CL0CK2 NORMAL” 

:MACHIne{1 |2}:SFORmat:CLOCk<N>? 

[:MACHine{1 |2}:SFORmat:CLOCK<N>] <clock__mode><NL> 


10 DIM String$ [100] 

20 OUTPUT XXX; ”:MACHINE1:SFORMAT:CL0CK2?” 
30 ENTER XXX; String$ 

40 PRINT String$ 

50 END 


HP 1652B/1653B 
Programming Reference 



CPERiod 


CPERiod 


Command Syntax: 

where: 

GT 

LT 

Example: 
Query Syntax: 
Returned Format: 

Example: 
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The CPERiod command allows you to set the state analyzer for input 
clock periods of greater than or less than 60 ns. Either LT or GT can be 
specified. LT signifies a state input clock period of less than 60 ns, and 
GT signifies a period of greater than 60 ns. 

Because count tagging requires a minimum clock period of 60 ns, the 
CPERiod and TAG commands are interrelated (the TAG command is in 
the STRace subsystem). When the clock period is set to Less Than, count 
tagging is turned off. When coimt tagging is set to either state or time, the 
clock period is automatically set to Greater Than. 

The CPERiod query returns the current setting of clock period. 

:MACHIne{112}:SFORmat:CPERiod {LT|GT} 


:: = greater than 60 ns 
:: = less than 60 ns 


OUTPUT XXX;”:MACHINE2:SF0RMAT:CPERI0D GT” 


:MACHine{1 j 2} :SFORmat: CPERiod? 

[:MACHine{112}iSFORmat:CPERiod] {GT|LT}<NL> 


10 DIM Strings[100] 

20 OUTPUT XXX;”:MACHINE2:SF0RMAT:CPERI0D? 
30 ENTER XXX; StringS 
40 PRINT Strings 
50 END 
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LABel 


command/query 


The LABel command allows you to specify polarity and assign channels to 
new or existing labels. If the specified label name does not match an 
existing label name, a new label will be created. 

The order of the pod-specification parameters is significant. The first one 
listed will match the highest-numbered pod assigned to the machine 
you’re using. Each pod specification after that is assigned to the 
next-highest-numbered pod. This way they match the left-to-right 
descending order of the pods you see on the Format display. Not 
including enough pod specifications results in the lowest-niunbered 
pod(s) being assigned a value of zero (all channels excluded). If you 
include more pod specifications than there are pods for that machine, the 
extra ones will be ignored. However, an error is reported anytime more 
than five pod specifications are listed. 

The polarity can be specified at any point after the label name. 

Since pods contain 16 channels, the format value for a pod must be 
between 0 and 65535 (2^^-l). When giving the pod assignment in binary 
(base 2), each bit will correspond to a single channel. A ”1" in a bit 
position means the associated channel in that pod is assigned to that pod 
and bit. A ”0” in a bit position means the associated channel in that pod is 
excluded from the label. For example, assigning #61111001100 is 

equivalent to entering ’’.**♦* ♦* « through the front-panel user 

interface. 

A label can not have a total of more than 32 channels assigned to it. 

The LABel query returns the current specification for the selected (by 
name) label. If the label does not exist, nothing is returned. The polarity 
is always returned as the first parameter. Numbers are always returned in 
decimal format. 
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Command Syntax: 

where: 

<name> 
< polarity > 
< assignment > 

Examples: 

Query Syntax: 
Returned Format: 
Example: 


:MACHine{1 |2}:SFORmat:LABel <name >[,{<polarity> | <assignment>}]... 


= String of up to 6 alphanumeric characters 
= {Positive I NEGative} 

== format (integer from 0 to 65535) for a pod (pods are assigned in decreasing order) 


OUTPUT XXX;":MACHINE2:SF0RMAT:LABEL 'STAT\ POSITIVE, 65535,127,40312" 
OUTPUT XXX;":MACHINE2:SF0RMAT:LABEL 'SIG 1', 64, 12, 0, 20, NEGATIVE" 
OUTPUT XXX;":MACHINE1:SF0RMAT:LABEL 'ADDR', NEG, #60011110010101010" 


:MACHine{112} :SFORmat: LABel? < name > 


[:MACHine{1 |2}:SFORmat:LABel] <name>,<polarity>[, <assignment>]...<NL> 


10 DIM Strings[100] 

20 OUTPUT XXX;":MACHINE2:SF0RMAT:LABEL? 'DATA'" 
30 ENTER XXX String$ 

40 PRINT Strings 
50 END 
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MASTer 


MASTer 


Note tip 

Command Syntax: 

where: 

< clockJd > 
<clock_spec> 

Example: 
Query Syntax: 
Returned Format: 
Example: 


SFORmat Subsystem 
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command/query 


The MASTer clock command allows you to specify a master clock for a 
given machine. The master clock is used in all clocking modes (Normal, 
Mixed, and Demultiplexed). Each command deals with only one clock 
(J,K,L,M,N); therefore, a complete clock specification requires five 
commands, one for each clock. Edge specifications (Rising, FALLing, or 
BOTH) are ORed. Level specifications (LOW or HIGH) are ANDed. 


At least one clock edge must be specified. 


The MASTer query returns the clock specification for the specified clock. 
:MACHine{1 |2}:SFORmat:MASTer <clockJd>,<olock_spec> 


{J|K|L|M|N} 

:: = {OFF| Rising | FALUng | BOTH | LOW| HIGH) 


OUTPUT XXX:":MACHINE2:SF0RMAT:MASTER J, RISING" 


:MACHine{1 |2}:SFORmat:MASTer? <clookjd> 


[:MACHine{112);SFORmat;MASTer] <clock_id>,<clook_spec><NL> 


10 DIM String$[100] 

20 OUTPUT XXX;":MACHINE2:SF0RMAT:MASTER?<cIock_id>" 
30 ENTER XXX String$ 

40 PRINT String! 

50 END 
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REMove 


command 


The REMove command allows you to delete all labels or any one label for 
a given machine. 

Command Syntax: ;MACHine{1|2};SFORmat;REMove {<name>|ALL} 
where: 

< name > ;: = string of up to 6 alphanumeric characters 


Examples: output XXX;":MACHINE2:SF0RMAT:REM0VE ’A’" 
OUTPUT XXX:":MACHINE2:SF0RMAT:REMOVE ALL" 
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SLAVe 



Command Syntax: 

where; 

< clockJd> 
<clock__spec> 

Example: 
Query Syntax: 
Returned Format: 
Example: 


command/query 


The SLAVe clock command allows you to specify a slave clock for a given 
machine. The slave clock is only used in the Mixed and Demultiplexed 
clocking modes. Each command deals with only one clock (J,K,L,M,N); 
therefore, a complete clock specification requires five commands, one for 
each clock. Edge specifications (Rising, FALLing, or BOTH) are ORed. 
Level specifications (LOW or HIGH) are ANDed. 


The slave clock must have at least one edge specified. 


The SLAVe query returns the clock specification for the specified clock. 
:MACHine{1 |2}:SFORmat:SLAVe <clockJcl>,<clock_spec> 


::= {J|K|L|M|N} 

:: = {OFF| Rising | FALUng [BOTH | LOW| HIGH} 


OUTPUT XXX;":MACHINE2:SF0RMAT:SLAVE J, RISING" 


: MACHine {112}: SFORmat: SLAVe? < clookjd > 


[;MACHine{1 |2}:SFORmat;SLAVe] <olockjd>,<clock_spec> <NL> 


10 DIM Strings[100] 

20 OUTPUT XXX:":MACHINE2:SF0RMAT:SLAVE? <cIock_id>" 
30 ENTER XXX Str1ng$ 

40 PRINT Strings 
50 END 
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THReshold 


Note d 


Command Syntax: 

where: 

<N> 
< value > 
TTL 
ECL 

Example: 
Query Syntax: 
Returned Format: 

Example: 


HP 1652B/1653B 

Programming Reference 


command/query 


The THReshold command allows you to set the voltage threshold for a 
given pod to ECL, TTL, or a specific voltage from -9.9V to -l- 9.9V in 0.1 
volt increments. 


On the HP 1652B, the pod thresholds of pods 1,2 and 3 can be set 
independently. The pod thresholds of pods 4 and 5 are slaved together; 
therefore, when you set the threshold on either pod 4 or 5, both thresholds 
will be changed to the specified value. On the HP 1653B, pods 1 and 2 can 
be set independently. 


The THReshold query returns the current threshold for a given pod. 
:MACHine{1 |2}:SFORmat:THReshold<N> {TTLiECL| <value>} 


::= pod number 12|3|4|5} 

::= voltage (real number) -9.9 to -h9.9 
= default value of -i-1.6V 
:;= default value of •1.3V 

OUTPUT XXX:":MACH1NE1:SF0RMAT:THRESH0LD1 4.0" 
:MACHine{112}:SFORmat:THFteshold < N > ? 

[:MACHIne{1 |2};SFOFlmat:THReshold<N>] <value><NL> 


10 DIM Value$ [100] 

20 OUTPUT XXX:”:MACHINE1:SF0RMAT:THRESH0LD4?" 
30 ENTER XXX;Values 
40 PRINT Value! 

50 END 
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Introduction The STRace subsystem contains the commands available for the State 

Trace menu in the HP 1652B/53B logic analyzer. The STRace subsystem 
co mm ands are: 

• BRANch 

• HND 

• PREStore 

• RANGe 

• RESTart 

• SEQuence 

• STORe 

• TAG 

• TERM 



Figure 12-1. STRace Subsystem Syntax Diagram 
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RANGe? 


RESTar t space 


^OFFj - 

PERLeveI 


^5EQuence?J - 

^STORe<N>^ -^ 

| ^STORe<N>?^ - 

^TAg'V-^-| space 



s tate_tag_quaI ifier 


^TERMJ — space J-n term_id Iabel_name 

"^TERM? space M term_id i-rrw IabeI_name 


, }-hH pattern [ 


Figure 12-1. STRace Subsystem Syntax Diagram (continued) 
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branch_qualifier = < qualifier > 

to_lev_num = integer from 1 to trigger level when <N> is less than or equal to the trigger level, or 
from (trigger level + l)to <numj)fjevels> when <N> is greater than the trigger level 
proceed_qualifler = < qualifier > 
occurrence = number from 1 to 65535 
prestore_qual = < qualifier > 
label_name = string of up to 6 alphanumeric characters 
startjpattem = ... | 

#Q{0\1\2\3\4\5\6\7}... \ 

*H{0\1\2\3\4\5\6\7\8\9\A\B\C\D\E\F}... \ 

{0\1\2\3\4\5\6\7\8\9)...Y 
stop jpattem = | 

*Q{0\1\2\3\4\5\6\7}... \ 

#H{0\1\2\3\4\5\6\7\8\9\A\B\C\D\E\F}... | 

{0\1\2\3\4\5\6\7\8\9}...Y 
restart_qualifier = < qualifier > 

num_of_levels = integer from 2 to 8 when ARM is RUN or from 2 to 7 otherwise 

Iev_of_trig = integer from Ito (number of existing sequence levels - 1) 

store_qualifier = < qualifier > 

state tag_qualifier = < qualifier > 

termjd = {A\B\C\D\E\F\G\H} 

pattern = ... | 

#Q{0\1\2\3\4\S\6\7\X}... \ 

*H{0\1\2\3\4\5\6\7\8\9\A\B\C\D\E\F\X}... | 

{0\1\2\3\4\S\6\7\8\9}...Y 

qualifier = {ANYState | NOSTate \ <anyjerm> \ (e:q)ressionl[{AND\OR} <expression2>]) \ 
(aq}ression2f{AND\OR} <eiq>ressionl>J) } 
any_temi = {<orJerml> \ <andjerml> \ <orjerm2> \andjerm2} 
expression! = {<orJerml>[OR <orJerml>]... \ <andjerml>[AND <andjerm!>]...} 
expression2 = {<orjerm2>[OR <orJerm2>]... j <andjerm2>[AND <andjerm2>]...} 
or_temil = {A\B\C\D\INRange\OUTRange] 
and term! = {NOTA\NOTB\NOTC\NOTD\INRmge\OUTRange} 
or_tenn2 = {E\F\G\H} 
and_tenn2 = {NOTE\NOTF\NOTG\NOTH} 

Figure 12-1. STRace Subsystem Syntax Diagram (continued) 
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STRace 


STRace selector 


The STRace (State Trace) selector is used as a part of a compound 
header to access the settings found in the State Trace menu. It always 
follows the MACHine selector because it selects a branch directly below 
the MACHine level in the command tree. 

Command Syntax: ;MACHine{1|2};STRace 

Example: output XXX;":MACHINE1:STRACE:TAG TIME" 
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BRANCH 


Note ^ 


Note^ 
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The BRANch command defines the branch qualifier for a given sequence 
level. When this branch qualifier is matched, it will cause the sequencer 
to jump to the specified sequence level. 


"RESTART PERLEVEL" must have been invoked for this command to 
have an effect (see RESTart command). 


The terms used by the branch qualifier (A through H) are defined by the 
TERM command. The meaning of INRange and OUTRange is 
determined by the RANGe command. 

Within the limitations shown by the syntax definitions, complex 
expressions may be formed using the AND and OR operators. 
Expressions are limited to what you could manually enter through the 
front panel. Regarding parentheses, the syntax definitions on the next 
page show only the required ones. Additional parentheses are allowed as 
long as the meaning of the expression is not changed. For example, the 
following two statements are both correct and have the same meaning. 
Notice that the conventional rules for precedence are not followed. 

OUTPUT XXX;”:MACHINE1:STRACE:BRANCH1 (C OR D AND F OR G), 1" 

OUTPUT XXX;":MACHINE1:STRACE:BRANCH1 ((C OR D) AND (F OR G)), 1” 

Figure 12-2 shows a complex expression as seen on the Format display. 


Branching across the trigger level is not allowed. Therefore, the values for 
< N > and < to_level__num > must both be either on or before the trigger 
level, or they must both be after the trigger level. The trigger level is 
determined through the SEQuence command. 


The BRANch query returns the current branch qualifier specification for 
a given sequence level. 
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BRANch 


Command Syntax: 

where: 

<N> 

< to Jevel__number > 

< numberofjevels > 
<branch_qualifier> 

<any_term> 
< expression 1 > 
<expresslon2> 
<or_term1 > 
<andjerml > 
<or_term2> 
<andjerm2> 

Examples: 


Query Syntax 
Returned Format: 


: MACHIne{ 112} :STRace: BRANch < N > < branch_quallfier >, < toJevel__number > 


::= an Integer from 1 to < number_of Jevels > 

:: = integer from 1 to trigger level, when < N > is less than or equal to the trigger level 
or from (trigger level + 1)to <number__ofJevels>, when <N> is greater than the 
trigger level 

= integer from 2 to the number of existing sequence levels (maximum 8) 

::= {ANYState | NOSTate | <anyjerm> | 

(< expression 1 > [{AND | OR} < expression2 > ]) | 

(< expression2 > [{AND | OR} < expression 1 > ]) } 

{<orjerm1> | <andjerm1> | <or_term2> | <andjerm2>} 

:;= {<orjerm1 >[OR <orjerm1 >]... | <and_term1 >[AND <andjerm1 >]...} 

:: = { <or_term2> [OR <orJerm2> ]... | <andjerm2> [AND <and_term2>]...} 
{A|B|C|D|INRange|OUTRange} 

:: = {NOTAINOTB | NOTC | NOTD | INRange | OUTRange} 

::={E|F|G|H} 

::= {NOTE|NOTF|NOTG|NOTH} 

OUTPUT XXX;":MACHINE1:STRACE:BRANCH1 ANYSTATE, 3” 

OUTPUT XXX;”:MACHINE2:STRACE:BRANCH2 A, 7" 

OUTPUT XXX MACH I NE1:STRACE: BRANCHS ((A OR B) OR NOTG), 1” 

:MACHIne{1 |2}:STRace:BRANch<N>? 

[:MACHine{112}iSTRace:BRANch< N>}<branch_qualifler>, <toJevel__num > <NL> 


Example: lO dim strings [lOO] 

20 OUTPUT XXX;";MACHINE1:STRACE:BRANCH3?" 
30 ENTER XXX:String$ 

40 PRINT Strings 
50 END 
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BRANch 



figure 12-2. Complex qualifier 

Figure 12-2 is a front panel representation of the complex qualifier 
(a Or b) And And ^h). The following example would be used to 
specify this complex qualifier. 

OUTPUT XXX;”:MACHINE1:STRACE:BRANCH1 ((A OR B) AND (NOTE AND NOTH)), 2" 


ll^ Terms A through D and RANGE must be grouped together and terms 
NOtG tIF E through H must be grouped together. In the first level, terms from 

one group may not be mixed with terms from the other. For example, the 
expression ((A OR INRANGE) AND (C OR H)) is not allowed because 
the term C cannot be specified in the E through H group. 

Keep in mind that, at the first level, the operator you use determines 
which terms are available. When AND is chosen, only the NOT terms 
may be used. Either AND or OR may be used at the second level to join 
the two groups together. It is acceptable for a group to consist of a single 
term. Thus, an expression like (B AND G) is legal, since the two 
operands are both simple terms from separate groups. 
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FIND 


Command Syntax: 

where: 

<N> 
< occurrence > 
< proceed_quaiifier > 

<anyjerm> 
< expression 1 > 
<expression2> 
<or_term1 > 
<and_term1 > 
<or_term2> 
<and term2> 
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The FIND command defines the proceed qualifier for a given sequence 
level. The qualifier tells the state analyzer when to proceed to the next 
sequence level. When this proceed qualifier is matched the specified 
number of times, the sequencer will proceed to the next sequence level. 
The state that causes the sequencer to switch levels is automatically stored 
in memory whether it matches the associated store qualifier or not. In the 
sequence level where the trigger is specified, the FIND command 
specifies the trigger qualifier (see SEQuence command). 

The terms A through H are defined by the TERM command. The 
meaning of INRange and OUTRange is determined by the RANGe 
command. Expressions are limited to what you could manually enter 
through the Format menu. Regarding parentheses, the syntax definitions 
below show only the required ones. Additional parentheses are allowed 
as long as the meaning of the expression is not changed. See figure 6-2 for 
a detailed example. 

The FIND query returns the current proceed qualifier specification for a 
given sequence level. 

:MACHine{1 |2}:STRace:FIND<N> < proceed^qualifier >,< occurrence > 


= integer from 1 to the number of existing sequence ievels (maximum 8) 

= integer from 1 to 65535 
= {ANYState | NOSTate | <any_term> | 

(< expression 1 > [{AND | OR} < expression2 > ]) | 

(< expression2 > [{AND | OR} < expression 1 > ]) } 

= {<orjerm1> | <ancljerm1> | <or_term2> | <andjerm2>} 

= {<orjerm1 >[OR <orjerm1 >]... | <andjerm1 >[AND <andJerm1 >]...} 
= {<or_term2>[OR <or_term2>]... | <andJerm2>[AND <andjerm2>]...} 
= {A|B|C|D|iNRange|OUTRange} 

= {NOTAINOTB | NOTC | NOTD | INRange | OUTRange} 

= {E|F|GlH} 

= {NOTE|NOTF|NOTG|NOTH} 
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FIND 


Examples: output XXX:":MACHINE1:STRACE:FIND1 ANYSTATE, 1" 

OUTPUT XXX;":MACHINE1:STRACE:FIND2 A, 512" 

OUTPUT XXX;":MACHINE1:STRACE:FIND3 ((NOTA AND NOTB) OR G), 1" 

Query Syntax: ;MACHine{1 |2}:STIRace;FIND47 

Returned Format: [;MACHine{1|2}:STRace:FIND<N>] <proceed_qualifier>,<occurrence><NL> 


Example: lo dim strings [loo] 

20 OUTPUT XXX:":MACHINE1:STRACE:FIND<N>?" 
30 ENTER XXX;String$ 

40 PRINT Strings 
50 END 
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PREStore 


Command Syntax: 

where: 

< prestore__qualifier > 


<any_term> 
< expression 1 > 
<expression2> 
<or__term1 > 
<and__term1 > 
<orjerm2> 
<and term2> 
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command/query 


The PREStore command turns the prestore feature on and off. It also 
defines the qualifier required to prestore only selected states. The terms 
A through H are defined by the TERM command. The meaning of 
INRange and OUTRange is determined by the RANGe command. 

Expressions are limited to what you could manually enter through the 
Format menu. Regarding parentheses, the syntax definitions below show 
only the required ones. Additional parentheses are allowed as long as the 
meaning of the expression is not changed. 

A detailed example is provided in figure 12-2. 

The PREStore query returns the current prestore specification. 

:MACHine{112}:STRace:PREStore {OFF | <prestore_quallfler>} 


::= {ANYState | NOSTate I <anyjerm> | 

(< expression 1 > [{AND | OR} < expression2 > ]) I 
(< expression2 > [{AND | OR} < expression 1 > ]) } 

::= {<orJerm1> | <andjerm1> | <orJerm2> | <and_term2>} 

::= {<orJerm1 >[OR <or_term1 >]... [ <and_term1 >[AND <and_term1 >]...} 
{<orJernn2>[OR <or_term2>]... | <andJerm2>[AND <andJerm2>]...} 
::= {A|B|C1D1 INRange I OUTRange} 

:: = {NOTA | NOTB | NOTC | NOTD1 INRange | OUTRange} 

::={E|F|G|H} 

{NOTE|NOTF|NOTG|NOTH} 
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Examples; 

Query Syntax: 
Returned Format: 
Example: 


OUTPUT XXX 
OUTPUT XXX 
OUTPUT XXX 
OUTPUT XXX 


MACHINE1:STRACE:PREST0RE OFF" 

MACHINEl:STRACE;PRESTORE ANYSTATE" 
MACHINEliSTRACE:PRESTORE (E)" 
MACHINE1;STRACE:PREST0RE (A OR B OR D OR F OR H)" 


:MACHine{1 |2}:STFlace:PREStore? 

[;MACHine{112}iSTRace;PREStore] {OFF| <prestore_qualifier> } < NL> 


10 DIM String![100] 

20 OUTPUT XXX:":MACHINE1:STRACE:PRESTORE?" 
30 ENTER XXX:String$ 

40 PRINT String! 

50 END 
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RANGe 


RANGe 


Note ^ 


Note 
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The RANGe command allows you to specify a range recognizer term in 
the specified machine. Since a range can only be defined across one label 
and, since a label must contain 32 or less bits, the value of the start pattern 
or stop pattern will be between and 0. 


Since a label can only be defined across a maximum of two pods, a range 
term is only available across a single label; therefore, the end points of the 
range cannot be split between labels. 


When these values are expressed in binary, they represent the bit values 
for the label at one of the range recognizers’ end points. Don’t cares are 
not allowed in the end point pattern specifications. Since only one range 
recognizer exists, it is always used by the first state machine defined. 

The RANGe query returns the range recognizer end point specifications 
for the range. 


When two state analyzers are on, the RANGe term is not available in the 
second state analyzer assigned and there are only 4 pattern recognizers 
per analyzer. 
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Command Syntax: 

where: 

< label_name > 
< start__pattern> 

<stopj)attern> 

Examples: 

Query Syntax: 
Returned Format: 

Example: 
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:MACHine{1 |2}:STRace:RANGE <label_name>,<start_pattern>,<stop_pattern> 


;; = string of up to 6 alphanumeric characters 

#Q{0|1|2|3|4|5|6|7}... I 
#H{0|1|2|3|4|5|6|7|8|9|A|B|C|D|E|F} ... | 
{011|2|3|4|5|6|7|8|9}...r 
“{#B{0|1}... I 
#Q{0|1|2|3|4|5|6|7}... I 
#H{0|1|2|3|4|5|6|7|8|9|A|B|C|D|E|F} ... | 

{0|1|2|3|4|5|6|7|8|9}...r 


OUTPUT XXX;”:MACHINE1:STRACE:RAN6E 'DATA', '127', '255' " 
OUTPUT XXX;":MACHINE1:STRACE:RANGE 'ABC, '#600001111', 'fHCF' 


:MACHine{1 |2}:STRace:RANGe? 


[:MACHine{1 |2}:STRAce:RANGe] 

< label_name >, < starf_pattern >, < stop_pattern >< NL > 


10 DIM String! [100] 

20 OUTPUT XXX;":MACHINE1:STRACE:RANGE?" 
30 ENTER XXX:String! 

40 PRINT String! 

50 END 
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RESTart 


Command Syntax: 

where: 

<restart__qualifier> 


<anyjerm> 
< expression 1 > 
<expression2> 
<orjerm1 > 
<and_term1 > 
<orJerm2> 
<andjerm2> 

Examples: 
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The RESTart command selects the type of restart to be enabled during 
the trace sequence. It also defines the global restart qualifier that restarts 
the sequence in global restart mode. The qualifier may be a single term or 
a complex expression. The terms A through H are defined by the TERM 
command. The meaning of INRange and OUTRange is determined by 
the RANGe command. 

Expressions are limited to what you could manually enter through the 
Format menu. Regarding parentheses, the syntax definitions below show 
only the required ones. Additional parentheses are allowed as long as the 
meaning of the expression is not changed. 

A detailed example is provided in figure 12-2. 

The RESTart query returns the current restart specification. 

:MACHIne{1 |2}:STRace:RESTart {OFF | PERLevel | <restart__quallfier>} 


::= {ANYState | NOSTate | <anyjerm> | 

(< expression 1 > [{AND | OR} < expresslon2 > ]) | 

(< expression2 > [{AND | OR} < expression 1 > ])} 

{<orJerm1> | <and_term1> | <or_term2> | <and_term2>} 

::= {<orJerm1 >[OR <or_term1 >]... | <and_term1 >[AND <andjerm1 >]...} 
::= {<orjerm2>[OR <or_term2>]... | <andJerm2>[AND <andJerm2>]...} 
{A|B|C|D I INRange I OUTRange} 

:: = {NOTAINOTB | NOTC | NOTD | INRange | OUTRange} 

::={E|F|G|H} 

{NOTE|NOTFlNOTG|NOTH} 


OUTPUT XXX 
OUTPUT XXX 
OUTPUT XXX 
OUTPUT XXX 


MACHINE1:STRAGE:RESTART OFF” 

MACHINEl:STRACE:RESTART PERLEVEL” 

MACHINEl: STRACE .'RESTART (NOTA AND NOTB AND INRANGE)” 
MACHINEl:STRACE:RESTART (B OR (NOTE AND NOTF))” 
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Query Syntax: :MACHine {1 |2}:STRace;RESTart? 

Returned Format: [:MACHine{1 |2};STRace;RESTart] {OFF | PERLevel \ <restart_qualifier>}<NL> 

Example: lO dim String$[100] 

20 OUTPUT XXX:":MACHINE1:STRACE:RESTART?" 

30 ENTER XXX;String$ 

40 PRINT String! 

50 END 
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SEQuence 


Command Syntax: 

where: 

< number__ofJevels > 
<level_oMrigger> 

Example: 

Query Syntax: 

Returned Format: 

Example: 


command/query 


The SEQuence command redefines the state analyzer trace sequence. 
First, it deletes the current trace sequence. Then it inserts the number of 
levels specified, with default settings, and assigns the trigger to be at a 
specified sequence level. The number of levels can be between 2 and 8 
when the andyzer is armed by the RUN key. When armed by the BNC or 
the other machine, a level is used by the arm in; therefore, only seven 
levels are available in the sequence. 

The SEQuence query returns the current sequence specification. 
:MACHIne{112}iSTRace:SEQuence < number__ofJevels>, < level^ofJrigger> 


:: = Integer from 2 to 8 when ARM Is RUN or from 2 to 7 otherwise 
Integer from 1 to (number of existing sequence levels - 1) 


OUTPUT XXX;":MACHINE1:STRACE:SEQUENCE 4,3" 


:MACHIne{112} :STRace: SEQuence? 


[:MACHIne{112} :STRace: SEQuence] 

< number__ofJevels >, < level__ofJrigger >< NL> 


10 DIM Strings[100] 

20 OUTPUT XXX ;":MACHINE1:STRACE:SEQUENCE?" 
30 ENTER XXX; Strings 
40 PRINT Strings 
50 END 
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STORe 


STORe 


Command Syntax: 

where: 

<N> 

<store_qualifier> 


<any_term> 
< expression 1 > 
<expression2> 
<orjerm1 > 
<andjerm1 > 
<orjerm2> 
<and term2> 


HP 1652B/1653B 
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command/query 


The STORe command defines the store qualifier for a given sequence 
level. Any data matching the STORe qualifier will actually be stored in 
memory as part of the current trace data. The qualifier may be a single 
term or a complex expression. The terms A through H are defined by the 
TERM command. The meaning of INRange and OUTRange is 
determined by the RANGe command. 

Expressions are limited to what you could manually enter through the 
Format menu. Regarding parentheses, the syntax definitions below show 
only the required ones. Additional parentheses are allowed as long as the 
meaning of the expression is not changed. 

A detailed example is provided in figure 12-2. 

The STORe query returns the current store qualifier specification for a 
given sequence level < N >. 

:MACHine{112}:STRace:STORe < N > < store__qualifler > 


= an integer from 1 to the number of existing sequence levels (maximum 8) 
{ANYState | NOSTate | <anyjerm> | 

(< expression 1 > [{AND | OR} < expression2 > ]) | 

(< expression2 > [{AND | OR} < expression 1 > ]) } 

::= {<orJerm1> | <andjerm1> | <or__term2> | <andjerm2>} 

{<orjerm1 >[OR <or_term1 >]... | <and_term1 >[AND <andJerm1 >]...} 
{<or_term2>[OR <orJerm2>]... | <and_term2>[AND <and_term2>]...} 
::= {A|B|C|D| INRange I OUTRange} 

:: = {NOTA | NOTB | NOTC | NOTD | INRange | OUTRange} 

::={E|FlG|H} 

= {NOTE | NOTF | NOTG | NOTH} 
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STORe 

Examples: 

Query Syntax: 
Returned Format; 
Example: 


OUTPUT XXX:":MACHINE1:STRACE:ST0RE1 ANYSTATE" 

OUTPUT XXX:":MACHINE1:STRACE:ST0RE2 OUTRANGE" 

OUTPUT XXX;":MACHINE1:STRACE:STORES (NOTC AND NOTD AND NOTH)" 

;MACHine{1 |2};STRace;STORe<N>? 


[:MACHine{1 |2}:STRace:STORe<N>] <store_qualifier> <NL> 


10 DIM Strings[100] 

20 OUTPUT XXX:":MACHINE1:STRACE:ST0RE4?" 
30 ENTER XXX:Strings 
40 PRINT Strings 
50 END 
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TAG 


TAG 


Command Syntax: 

where: 
< statejag^quallfier > 

<anyjerm> 
< expression 1 > 
<expression2> 
<or_term1 > 
<and_term1 > 
<or_term2> 
<and term2> 


HP 1652B/1653B 
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command/query 


The TAG command selects the type of count tagging (state or time) to be 
performed during data acquisition. State tagging is indicated when the 
parameter is the state tag qualifier, which will be counted in the qualified 
state mode. The qualifier may be a single term or a complex expression. 
The terms A through H are defined by the TERM command. The terms 
INRange and OUTRange are defined by the RANGe command. 

Expressions are limited to what you could manually enter through the 
Format menu. Regarding parentheses, the syntax definitions below show 
only the required ones. Additional parentheses are allowed as long as the 
meaning of the expression is not changed. A detailed example is provided 
in figure 12-2. 

Because count tagging requires a minimum clock period of 60 ns, the 
CPERiod and TAG commands are interrelated (the CPERiod command 
is in the SFORmat subsystem). When the clock period is set to Less 
Than, count tagging is turned off. When count tagging is set to either state 
or time, the clock period is automatically set to Greater Than. 

The TAG query returns the current count tag specification. 

:MACHine{1 |2}:STRace:TAG {OFF | TIME | <state_tag_qualifier>} 


{ANYState | NOSTate | <anyjerm> | 

(< expression 1 >[{AND I OR} <expresslon2>]) | 

(< expression2 > [{AND 1 OR} < expression 1 > ]) } 

{<orJerm1> | <andjernn1> | <orJerm2> | <andjerm2>} 
{<or_term1 >[OR <orJerm1 >]... | <and_term1 >[AND <andJerm1 >]...} 
::= {<orjerm2>[OR <orJerm2>]... | <andJerm2>[AND <and_term2>]...} 
{A| BI C|D I INRange I OUTRange} 

:: = {NOTA | NOTB | NOTC | NOTD | INRange | OUTRange} 

:;={E|F|G|H} 

= {NOTE | NOTFj NOTG | NOTH} 
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TAG 


Examples; 


OUTPUT XXX 
OUTPUT XXX 
OUTPUT XXX 
OUTPUT XXX 


MACHINE1:STRACE:TA6 OFF" 

MACHINE1:STRACE:TAG TIME" 
MACHINE1:STRACE:TA6 (INRANGE OR NOTE)" 
MACHINE1:STRACE:TAG ((INRANGE OR A) AND E)" 


Query Syntax: ;MACHine{112} ;STRace;TAG? 

Returned Format: [:MACHine{1|2}:STRace:TAG] {OFF|TIME|<state_tag_qualifier>}<NL> 

Example: lO dim string! [lOO] 

20 OUTPUT XXX:":MACHINE1:STRACE:TAG?" 

30 ENTER XXX:String! 

40 PRINT String! 

50 END 
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TERM 


TERM 


Command Syntax: 

where: 

<termjd> 
< label^name > 
< pattern > 

Example: 


command/query 


The TERM command allows you to a specify a pattern recognizer term in 
the specified machine. Each command deals with only one label in the 
given term; therefore, a complete specification could require several 
commands. Since a label can contain 32 or less bits, the range of the 
pattern value will be between iP' -1 and 0. When the value of a pattern is 
expressed in binary, it represents the bit values for the label inside the 
pattern recognizer term. Since the pattern parameter may contain don’t 
cares and be represented in several bases, it is handled as a string of 
characters rather than a number. 

When a single state machine is on, all eight terms (A through H) are 
available in that machine. When two state machines are on, terms A 
through D are used by the first state machine defined, and terms E 
through H are used by the second state machine defined. 

The TERM query returns the specification of the term specified by term 
identification and label name. 

:MACHine{1 |2}:STRace:TERM <termJd>,<label_name>,<pattern> 


= {A|B|C|D|E|F|G|H} 

= string of up to 6 alphanumeric characters 
= "{#B{0|1|X}...| 

#Q{011|2|3|4|5|6|7|X}... I 

#H{0|1 |2|3|4l5|6|7|8|9|A|B|C|D|E|F|X} ... | 

{0|1l2|3|4|5|6|7|8l9}...r 


OUTPUT XXX;**:MACHINE1:STRACE:TERM A/DATA'/255' ” 
OUTPUT XXX;":MACHINE1:STRACE:TERM B,'ABC',’#BXXXX110r 
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TERM 


Query Syntax: :MACHine{1 |2}:STRace;TERM? <term_id>,<label_name> 

Returned Format: [:MACHine{1|2}:STRAce:TERM] <termjd>,<label_name>,<pattern><NL> 

Example; lO dim strings [lOO] 

20 OUTPUT XXX:":MACHINE1:STRACE:TERM? B/DATA' " 

30 ENTER XXX:Str1ng$ 

40 PRINT String! 

50 END 
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SLISt Subsystem 


13 


Introduction 


The SLISt subsystem contains the commands available for the State 
Listing menu in the HP 16S2B/53B logic analyzer. These commands are: 

• COLumn 

• DATA 

• LINE 

• MMODe 

• OPATtem 

• OSEarch 

• OSTate 

• OTAG 

• RUNTU 

• TAVerage 

• TMAXimum 

• TMINimum 

• VRUNs 

• XOTag 

• XPATtem 

• XSEarch 

• XSTate 

• XTAG 
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Figure 13-1. SLISt Subsystem Syntax Diagram 
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Figure 13-1. SLISt Subsystem Syntax Diagram (continued) 


HP 1652B/1653B 
Programming Reference 


SLIST Subsystem 
13-3 










module_num = {1\2\3\4\5} 

mach num = { 1 \ 2 } 

coLnum = {1\2\3\4\5\6\7\8} 

line_number = integer from -1023 to +1023 

label_name = a string of up to 6 alphanumeric characters 

base = {BINary | HEXadecimal | OCTal | DECimal \ASCii | SYMBol | lASSembler} for labels or 
{ABSolute\RELative} for tags 
line num mid screen = integer from -1023 to +1023 
labeljpattem = "{#B{0\1\X }... | 

*Q{0\1\2\3\4\5\6\7\X}... \ 
m{0\l\2\3\4\5\6\7\8\9\A\B\C\D\E\F\X}... \ 

{0\l\2\3\4\S\6\7\8\9}...r 
occurrence = integer from-1023 to +1023 
time_value = real number 
state_value = real number 

ruii_until_spec = {OFF\LT,<value> \GT,<value> \INRange, <value>, <value> \ 
OUTRange, < value >, < value > } 
value = real number 

Figure 13-1. SLISt Subsystem Syntax Diagram (continued) 
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SLISt 


SLISt selector 


The SLISt selector is used as part of a compound header to access those 
settings normally found in the State Listing menu. It always follows the 
MACHine selector because it selects a branch directly below the 
MACHine level in the command tree. 

Command Syntax: :MACHine{i |2};SList 

Example: output XXX;”:MACHINE1:SLIST:LINE 256" 
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COLumn 


COLumn 


Command Syntax: 

where: 

<col_num> 
< label_name > 
< base > 

Note 4^ 

Examples: 


command/query 


The COLumn command allows you to configure the state analyzer 
hst display by assigning a label name and base to one of the eight vertical 
columns in the menu. A column number of 1 refers to the left most 
column. When a label is assigned to a colunrn it replaces the original label 
in that column. The label originally in the specified column is placed in 
the column the specified label is moved from. 

When the label name is ’TAGS," the TAGS column is assumed and the 
next parameter must specify RELative or ABSolute. 

The COLumn query returns the column number, label name, and base for 
the specified column. 

:MACHIne{112}iSLISt:COLumn <col_num>,<label_name>,<base> 


::= {1|2|3|4|5|6|7|8} 

= a string of up to 6 alphanumeric characters 
:: = {BINary | HEXadecimal | OCTal | DECImal | ASCii | SYMBol | lASSembler} for labels 

or 

::= {ABSolute I RELative} for tags 


A label for tags must be assigned in order to use ABSolute or RELative 
state tagging. 


OUTPUT XXX;":MACHINE1:SLIST:C0LUMN 4,2,MACHINE1/A',HEX” 

OUTPUT XXX;”:MACHINE1:SLIST:C0LUMN 1,2,MACHINE!,'TAGS', ABSOLUTE” 
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COLumn 


Query Syntax: ;MACHine{1|2};SUSt;COLumn? <col_num> 

Returned Format: [:MACHine{1 |2};SLISt:COLumn] <col_num>,<label_name>,<base><NL> 
Example: lo dim ci$[ioo] 

20 OUTPUT XXX;":MACHINE1:SLIST:C0LUMN? 4" 

30 ENTER XXX:C1$ 

40 PRINT Cl$ 

50 END 
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DATA 


DATA 


Query Syntax: 
Returned Format; 

where; 

<line_number> 
< label_name > 
<pattern_string> 


Example; 
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query 


The DATA query returns the value at a specified line number for a given 
label. The format will be the same as the one shown in the Listing display 
except for ASCII, Symbols, or Inverse Assembly which will be returned in 
HEX. 

:MACHine{1 |2}:SLISt;DATA? <line_number>,<label_name> 

[:MACHine{1 |2}:SLISt;DATA] 

< line_number >, < label_name >, < pattern_string > < NL > 


= integer from -1023 to -(-1023 
= string of up to 6 alphanumeric characters 
= '■{#B{0|1|X}... I 
#Q{0|1|2|3|4|5|6|7|X}... I 
#H{0|1|2|3|4|5|6|r|8|9|A|B|C|D|E|F|X}.. . | 
{0|1|2|3|4|5|6|7|8|9}...}“ 


10 DIM Sd$[100] 

20 OUTPUT XXX;”:MACHINE1:SLIST;DATA? 512, 'RAS' 
30 ENTER XXX:Sd$ 

40 PRINT Sd$ 

50 END 
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LINE 


LINE 


Command Syntax: 

where; 

< llne_num_mld_screen > 

Example; 
Query Syntax: 
Returned Format; 
Example; 
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command/query 


The LINE conunand allows you to scroll the state analyzer listing 
vertically. The command specifies the state line number relative to the 
trigger that the analyzer will be highlighted at center screen. 

The LINE query returns the line number for the state currently in the 
box at center screen. 

:MACHine{1 |2}:SLISt;LINE <line_num_mid_screen > 


;;= integer from -1023 to -H023 


OUTPUT XXX;":MACHINE1:SLIST:LINE 0" 


;MACHine{1 |2}:SLISt:UNE? 


[:MACHine{1 |2}:SLISt:LINE] <line_num_mid_screen> <NL> 
10 DIM Ln$[100] 

20 OUTPUT XXX;":MACHINE1:SLIST:LINE?" 

30 ENTER XXX:Ln$ 

40 PRINT Ln$ 

50 END 
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MMODe 


MMODe 


Command Syntax: 

where: 

<marker__mode> 

Example: 
Query Syntax: 
Returned Format: 
Example: 


command/query 


The MMODe command (Marker Mode) selects the mode controlling the 
marker movement and the display of marker readouts. When PATTem is 
selected, the markers will be placed on patterns. When STATe is selected 
and state tagging is on, the markers move on qualified states counted 
between normally stored states. When TIME is selected and time tagging 
is enabled, the markers move on time between stored states. When 
MSTats is selected and time tagging is on, the markers are placed on 
patterns, but the readouts will be time statistics. 

The MMODe query returns the current marker mode selected. 

:MACHIne{1 |2}:SLISt:MMODe < marker^mode > 


::= {OFF I PATTern I STATe I TIME I MSTats} 


OUTPUT XXX;”:MACHINE1:SLIST:MM0DE TIME” 

:MACHine{1 |2}:SLISt:MMODe? 

[:MACHIne{1 |2}:SLISt:MMODe] <marker_mode><NL> 
10 DIM Mn$[100] 

20 OUTPUT XXX;”:MACHINE1:SLIST:MM0DE?” 

30 ENTER XXX;Mn$ 

40 PRINT Mn$ 

50 END 


SLIST Subsystenfi 
13-10 


HP 1652B/1653B 
Programming Reference 



OPATtern 


OPATtern 


Command Syntax: 

where: 

< label name > 
< label_pattern > 


Examples: 


HP 1652B/1653B 
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command/query 


The OPATtern command allows you to construct a pattern recognizer 
term for the O Marker which is then used with the OSEarch criteria when 
moving the marker on patterns. Since this command deals with only one 
label at a time, a complete specification could require several invocations. 

When the value of a pattern is expressed in binary, it represents the bit 
values for the label inside the pattern recognizer term. In whatever base 
is used, the value must be between 0 and iP' -1, since a label may not have 
more than 32 bits. Because the < labeljpattern> parameter may contain 
don’t cares, it is handled as a string of characters rather than a number. 

The OPATtern query returns the pattern specification for a given label 
name. 

:MACHIne{112}:SLISt:OPATtern <label^name>,<label_pattern > 


:: = string of up to 6 alphanumeric characters 
::=-{#B{0|1|X}... I 

#Q{0|1|2|3|4|5|6|7|X}... | 
#H{0|1|2|3|415|6|7|8|9|A|B|C|D|E|F|X} ... | 

{0|1|2|3|4|5|6|7|8|9}...r 


OUTPUT XXX;*’:MACHINE1:SLIST:0PATTERN 'DATA\'255' ” 
OUTPUT XXX;”:MACHINE1:SLIST:0PATTERN 'ABC\'#BXXXX1101’ 
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OPATtern 


Query Syntax: 
Returned Format: 
Example: 


:MACHine{1 |2}:SLISt;OPATtern? <label_name> 

[:MACHine{1 |2}:SlJSt;OPATtern] <label_name>,<labeljjattern> <NL> 


10 DIM 0p$[100] 

20 OUTPUT XXX;”:MACHINE1:SLIST:0PATTERN? 'A' 
30 ENTER XXX:0p$ 

40 PRINT 0p$ 

50 END 
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OSEarch 


OSEarch 


Command Syntax: 

where: 

< occurrence > 
< origin > 

Example: 

Query Syntax: 

Returned Format: 

Example: 
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command/query 


The OSEarch command defines the search criteria for the O marker, 
which is then used with associated OPATtem recognizer 
specification when moving the markers on patterns. The origin parameter 
tells the marker to begin a search with the trigger, the start of data, or with 
the X marker. The actual occurrence the marker searches for is 
determined by the occurrence parameter of the OPATtem 
recognizer specification, relative to the origin. An occurrence of 0 places 
the marker on the selected origin. With a negative occurrence, the marker 
searches before the origin. With a positive occurrence, the marker 
searches after the origin. 

The OSEarch query retmns the search criteria for the O marker. 
:MACHIne{112}:SLISt:OSEarch <occurrence>,<origln> 


:: = Integer from -1023 to +1023 
{TRIGger|STARt|XMARker} 


OUTPUT XXX;":MACHINE1:SLIST:0SEARCH +10,TRIGGER” 


:MACHIne{1 |2}:SLISt:OSEarch? 


[:MACHine{1 |2}:SUSt:OSEarch] <occurrence>,<origin><NL> 


10 DIM 0s$[100] 

20 OUTPUT XXX;”:MACHINE1:SLIST:0SEARCH?” 
30 ENTER XXX;0s$ 

40 PRINT 0s$ 

50 END 
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OSTate 


OSTate 

Query Syntax: 

Returned Format: 

where: 

<state_num> 

Example: 


query 


The OSTate query returns the line number in the listing where the O 
marker resides (-1023 to +1023). If data is not valid, the query returns 
32767. 

:MACHine{1 |2}:SUSt;OSTate? 


[:MACHIne{112}:SLISt:OSTate] <state_num><NL> 


:: = an Integer from -1023 to +1023, or 32767 


10 DIM 0s$[100] 

20 OUTPUT XXX;”:MACHINE1:SLIST:0STATE?” 
30 ENTER XXX;0s$ 

40 PRINT 0s$ 

50 END 


SUST Subsystem 
13-14 


HP 1652B/1653B 
Programming Reference 



OTAG 


OTAG 


command/query 


The OTAG command specifies the tag value on which the O Marker 
should be placed. The tag value is time when time tagging is on or states 
when state t ag ging is on. If the data is not valid tagged data, no action is 
performed. 

The OTAG query returns the O Marker position in time when time 
t agging is on or in states when state tagging is on, regardless of whether 
the marker was positioned in time or through a pattern search. If data is 
not valid, the query returns 9.9E37 for time tagging, 32767 for state 
tagging. 


Command Syntax: 

:MACHine{1 |2}:SLISt:OTAG { <time__value> | <state_value> } 

where: 


<time_value> 

:: = real number 

<state_value> 

integer 

Example; 

:0UTPUT XXX;”:MACHINE1:SLIST:0TAG 40.0E-6” 

Query Syntax: 

:MACHIne{1 |2}:SLISt:OTAG? 

Returned Format: 

[:MACHine{1 |2}:SLISt:OTAG] { <tlme_value > | <state_value > } < NL> 

Example; 

10 DIM 0t$[100] 

20 OUTPUT XXX;”:MACHINE1:SLIST:0TAG?” 

30 ENTER XXX;0t$ 

40 PRINT 0t$ 

50 END 
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RUNTil 


RUNTil 


command/query 


The RUNTil (run until) command allows you to define a stop condition 
when the trace mode is repetitive. Specifying OFF causes the analyzer to 
make runs until either the display’s STOP field is touched or the STOP 
command is issued. 

There are four conditions based on the time between the X and O 
markers. Using this difference in the condition is effective only when time 
tags have been turned on (see the TAG command in the STRace 
subsystem). These four conditions are as follows: 

• The difference is less than (LT) some value. 

• The difference is greater than (GT) some value. 

• The difference is inside some range (INRange). 

• The difference is outside some range (OUTRange). 

End points for the INRange and OUTRange should be at least 40 ns apart 
since this is the minimum time resolution of the time tag counter. 

There are two conditions which are based on a comparison of the 
acquired state data and the compare data image. You can run until one of 
the following conditions is true: 

• Compare Equal (EQUal) - Every channel of every label has the 
same value. 

• Compare not equal (NEQual) - Any chaimel of any label has a 
different value. 

The RUNTil query returns the current stop criteria. 


The RUNTil instruction (for state analysis) is available in both the SLISt 
Note and COMPare subsystems. 


SLIST Subsystem 
13-16 


HP 1652B/1653B 
Programming Reference 



RUNTil 


Command Syntax: 

where: 

<run_until_spec> 
< value > 

Example: 
Query Syntax: 
Returned Format: 
Example: 


HP 16S2B/1653B 
Programming Reference 


:MACHIne{112}:SLISt:RUNTil <run_until_spec> 


::= {OFF|LT,<value> |GT,<value > |INRange,<value >, 
I OUTRange, <value >, < value > | EQUal | NEQual} 

::= real number from 10E-9to 4-9E9 


OUTPUT XXX;":MACHINE1:SLIST:RUNTIL GT,800.0E-6” 


:MACHine{112} :SLISt: RUNTil? 


[:MACHine{1 |2}:SLISt:RUNTil] <run_until_spec> <NL> 
10 DIM Ru$[100] 

20 OUTPUT XXX;”:MACHINE1:SLIST:RUNTIL?’' 

30 ENTER XXX;Ru$ 

40 PRINT Ru$ 

50 END 


< value > 
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TAVerage 

Query Syntax: 
Returned Format: 
where: 

<tlme_value> 

Example: 


query 


The TAVerage query returns the value of the average time between the X 
and O Markers. If the number of valid runs is zero, the query returns 
9.9E37. Valid runs are those where the pattern search for both the X and 
O markers was successful, resulting in valid delta-time measurements. 

:MACHIne{1 |2}:SLISt:TAVerage? 

[:MACHine{1 |2}:SLISt:TAVerage] <time_value><NL> 


:: = real number 


10 DIM Tv$[100] 

20 OUTPUT XXX;":MACHINE1:SLIST:TAVERAGE?'' 
30 ENTER XXX;Tv$ 

40 PRINT Tv$ 

50 END 
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TMAXimum 


query 


The TMAXimum query returns the value of the maximum time between 
the X and O Markers. If data is not valid, the query returns 9.9E37. 

Query Syntax: ;MACHine{1 |2};SLISt:TMAXimum? 

Returned Format: [:MACHine{1|2}:SLISt:TMA>amum] <time_value><NL> 
where: 

<time value> ::= real number 


Example: lo dim Tx$[ioo] 

20 OUTPUT XXX;":MACHINE1:SLIST:TMAXIMUM?" 
30 ENTER XXX;Tx$ 

40 PRINT Tx$ 

50 END 
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TMINimum 


TMINimum 

Query Syntax: 
Returned Format: 

where: 

<time_value> 

Example: 


query 


The TMINimum query returns the value of the minimum time between 
the X and O Markers. If data is not valid, the query returns 9.9E37. 

:MACHine{1 (2}:SUSt;TMINimum? 


[:MACHine{1 |2}:SLISt;TMINimum] <time_value> <NL> 


;; = real number 


10 DIM Tin$[100] 

20 OUTPUT XXX;”;MACHINE1:SLIST:TMINIMUM?" 
30 ENTER XXX;Tni$ 

40 PRINT Tni$ 

50 END 
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VRUNs 

Query Syntax: 
Returned Format: 

where: 

<valld_runs> 

<total_runs> 

Example: 
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query 


The VRUNs query returns the number of valid runs and total number of 
runs made. Valid runs are those where the pattern search for both the X 
and O markers was successful resulting in valid delta time measurements. 

:MACHine{1 |2}:SLISt:VRUNs? 


[:MACHine{1 |2}:SLISt:VRUNs] <valid_runs>, <total_runs> < NL> 


:: = zero or positive integer 
:: = zero or positive integer 

10 DIM Vr$[100] 

20 OUTPUT XXX;’*:MACHINE1:SLIST:VRUNS?" 
30 ENTER XXX;Vr$ 

40 PRINT Vr$ 

50 END 
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XOTag 


Query Syntax: 
Returned Format: 
where: 

<XOjlme> 

<XO_states> 

Example: 
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query 


The XOTag query returns the time from the X to O markers when the 
marker mode is time or number of states from the X to O markers when 
the marker mode is state. If there is no data in the time mode the query 
returns 9.9E37. If there is no data in the state mode, the query returns 
32767. 

:MACHIne{1 |2}:SLISt:XOTag? 


[:MACHine{1 |2}:SLISt:XOTag] {<XOjime> | <XO_states>}<NL> 


::= real number 
::= Integer 


10 DIM Xot$[100] 

20 OUTPUT XXX;*’:MACHINE1:SLIST:X0TAG?” 
30 ENTER XXX;Xot$ 

40 PRINT Xot$ 

50 END 
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XPATtern 


Command Syntax: 

where: 

< label^name > 
< label_pattern > 


Examples: 
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command/query 


The XPATtern command allows you to construct a pattern recognizer 
term for the X Marker which is then used with the XSEarch criteria when 
moving the marker on patterns. Since this command deals with only one 
label at a time, a complete specification could require several invocations. 

When the value of a pattern is expressed in binary, it represents the bit 
values for the label inside the pattern recojmizer term. In whatever base 
is used, the value must be between 0 and -1, since a label may not have 
more than 32 bits. Because the < labeljjattern > parameter may contain 
don’t cares, it is handled as a string of characters rather than a number. 

The XPATtern query returns the pattern specification for a given label 
name. 

:MACHIne{1 |2}:SLISt:XPATtern < label^name >, < label^pattern > 


= string of up to 6 alphanumeric characters 
::="{#B{0|1|X}... I 

#Q{0|1|2|3|4|5|6|7|X}... I 
#H{0|1|2|3|4|5|6|7|8|9|A|B|C|D|E|F|X} ... | 
{0|1|2|3|4|5!6|7|8|9}...r 


OUTPUT XXX;":MACHINE1:SLIST:XPATTERN 'DATA'/255' " 
OUTPUT XXX;”:MACHINE1:SLIST:XPATTERN 'ABC'/#BXXXX1101' 
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XPATtern 


Query Syntax: :MACHine{1 |2};SLISt;XPATtern? <label_name> 

Returned Format: I:MACHine{1 |2}:SUSt:XPATtern] <label_name>,<label_pattern><NL> 

Example: lo dim Xp$[ioo] 

20 OUTPUT XXX:":MACHINE1:SLIST:XPATTERN? 'A'" 

30 ENTER XXX:Xp$ 

40 PRINT Xp$ 

50 END 
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XSEarch 


XSEarch command/query 


The XSEarch command defines the search criteria for the X Marker, 
which is then with associated XPATtem recognizer specification when 
moving the markers on patterns. The origin parameter tells the Marker 
to begin a search with the trigger or with the start of data. The 
occurrence parameter determines which occurrence of the XPATtem 
recognizer specification, relative to the origin, the marker actually 
searches for. An occurrence of 0 places a marker on the selected origin. 

The XSEarch query returns the search criteria for the X marker. 

Command Syntax: :MACHIne{1 |2}:SLISt:XSEarch <occurrence>,<orlgln> 

where: 

< occurrence > :: = Integer from -1023 to +1023 

< origin > ::= {TRIGger | STARt} 

Example: output XXX;":MACHINE1:SLIST:XSEARCH +10JRIGGER” 

Query Syntax: :MACHIne{1 |2}:SLISt:XSEarch? 

Returned Format: [:MACHIne{1 |2}:SLISt:XSEarch] <occurrence>,<origin><NL> 

Example: lo dim xs$[ioo] 

20 OUTPUT XXX;”:MACHINE1:SLIST:XSEARCH?” 

30 ENTER XXX;Xs$ 

40 PRINT Xs$ 

50 END 
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XSTate 

Query Syntax: 
Returned Format: 
where: 

<state_num> 

Example: 


query 


The XSTate query returns the line number in the listing where the X 
marker resides (-1023 to +1023). If data is not valid, the query returns 
32767. 

:MACHine{1 |2}:SLISt:XSTate? 


[:MACHine{1 |2}:SUSt:XSTate] <state_num><NL> 


= an integer from -1023 to +1023, or 32767 


10 DIM Xs$[100] 

20 OUTPUT XXX:":MACHINE1;SLIST:XSTATE?" 
30 ENTER XXX;Xs$ 

40 PRINT Xs$ 

50 END 
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XTAG 


Command Syntax: 

where: 

<time_value> 

<state_value> 

Example: 
Query Syntax: 
Returned Format: 
Example: 


command/query 


The XTAG command specifies the tag value on which the X Marker 
should be placed. The tag value is time when time tagging is on or states 
when state tagging is on. If the data is not valid tagged data, no action is 
performed. 

The XTAG query returns the X Marker position in time when time 
tagging is on or in states when state tagging is on, regardless of whether 
the marker was positioned in time or through a pattern search. If data is 
not valid tagged data, the query returns 9.9E37 for time tagging, 32767 for 
state tagging. 

:MACHine{1 |2}:SLISt:XTAG {<time__value> | <state_value> } 


::= real number 
integer 


:0UTPUT XXX;”:MACHINE1:SLIST:XTAG 40.0E-6" 


:MACHine{1 |2}:SLISt:XTAG? 


[:MACHine{1 |2}:SLISt:XrAG] { <time_value > | <state_value > } < NL> 


10 DIM Xt$[100] 

20 OUTPUT XXX;”:MACHINE1:SLIST:XTA6?” 
30 ENTER XXX;Xt$ 

40 PRINT Xt$ 

50 END 
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Introduction 
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The commands in the State Waveform subsystem allow you to configure 
the display so that you can view state data as waveforms on up to 24 
channels identified by label name and bit number. The five commands are 
analogous to their counterparts in the Timing Waveform subsystem. 
However, in this subsystem the x-axis is restricted to representing only 
samples (states), regardless of whether time tagging is on or off. As a 
residt, the only commands which can be used for scaling are DELay and 
RANge. 

The way to manipulate the X and O markers on the Waveform display is 
through the State Listing (SLISt) subsystem. Using the marker commands 
from the SLISt subsystem will affect the markers on the Waveform display. 

The commands in the SWAVeform subsystem are: 

• Accumulate 

• DELay 

• INSert 

• RANGe 

• REMove 
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number_of_sampIes = integer from -1023 to +1024 
label_name = string of up to 6 alphanumeric characters 
bitjd = {OVERlay\ <bit_num>} 
bit_nuiii = integer representing a label bit from 0 to 31 

Figure 14-1. SWAVeform Subsystem Syntax Diagram 
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SWAVeform 


SWAVeform 


selector 


The SWAVeform (State Waveform) selector is used as part of a 
compound header to access the settings in the State Waveform menu. It 
always follows the MACHine selector because it selects a branch directly 
below the MACHine level in the command tree. 

Command Syntax: :MACHine{1 |2}:SWAVeform 

Example: output XXX:":MACHINE2:SWAVEF0RM:RANGE 40" 
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Accumulate 


Accumulate 


Command Syntax; 
Example: 
Query Syntax: 
Returned Format: 
Example: 


command/query 


The Accumulate command allows you to control whether the waveform 
display gets erased between individual runs or whether subsequent 
waveforms are allowed to be displayed over the previous waveforms. 

The Accumulate query returns the current setting. The query always 
shows the setting as the character "0" (off) or "1" (on). 

:MACHine{1|2};SWAVeform:ACCumulate {{ON | 1} | {OFF | 0}} 


OUTPUT XXX;";MACHINE1:SWAVEF0RM:ACCUMULATE ON" 


MACHine{1|2};SWAVeform:ACCumulate? 

[MACHine{1 |2}:SWAVeform;ACCumulate] {0 | 1}<NL> 


10 DIM String![100] 

20 OUTPUT XXX;":MACHINE1:SWAVEF0RM;ACCUMULATE?" 
30 ENTER XXX: String! 

40 PRINT String! 

50 END 
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DELay 


command/query 


The DELay command allows you to specify the number of samples 
between the timing trigger and the horizontal center of the screen for the 
waveform display. The allowed number of samples is from -1023 to 
-(-1024. 

The DELay query returns the current sample offset value. 

Command Syntax: ;MACHine{1|2}:SWAVeform;DELay <number_of_samples> 

where: 

<number_of_samples> ::= integer from -1023 to +1024 

Example; output XXX:":MACHINE2:SWAVEF0RM:delay 127" 


Query Syntax: MACHine{1 |2};SWAVeform:DELay? 

Returned Format: [MACHine{1|2}:SWAVeform:DELay] <number_of_samples><NL> 

Example: lO dim string! [lOO] 

20 OUTPUT XXX;":MACH1NE1:SWAVEF0RM:DELAY?" 

30 ENTER XXX;String! 

40 PRINT String! 

50 END 
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INSert 


Command Syntax: 

where: 

< label^name > 
< bitJd > 
< bit__num > 

Examples: 


SWAVeform Subsystem 
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command 


The INSert command allows you to add waveforms to the state waveform 
display. Waveforms are added from top to bottom on the screen. When 
24 waveforms are present, inserting ad^tional waveforms replaces the last 
waveform. Bit numbers are zero based, so a label with 8 bits is referenced 
as bits 0-7. Specifying OVERlay causes a composite waveform display of 
all bits or channels for the specified label. 

MACHIne{ 112}:SWAVeform:INSert < label name >, < bitjd > 


= string of up to 6 alphanumeric characters 
= {OVERlay | < bit^num > } 

= integer representing a label bit from 0 to 31 


OUTPUT XXX;”:MACHINE1:SWAVEF0RM:INSERT 'WAVE', 19" 
OUTPUT XXX;":MACHINE1:SWAVEF0RM:INSERT 'ABC', OVERLAY" 
OUTPUT XXX;":MACH1:SWAV:INSERT 'PODl', #B1001" 
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RANGe 


command/query 


The RANGe command allows you to specify the number of samples 
across the screen on the State Waveform display. It is equivalent to ten 
times the states per division setting (st/Div) on the front panel. A number 
between 10 and 10240 may be entered. 

The RANGe query returns the current range value. 

Command Syntax: MACHine{1 |2}:SWAVeform:RANGe <number__of_samples> 

where: 

< number_of__samples > :: = integer from 10 to 10240 


Example: output XXX;":MACHINE2:SWAVEF0RM:RANGE 80" 


Query Syntax: MACHine{1 |2}:SWAVeform:RANGe? 


Returned Format: [MACHine{1 |2}:SWAVeform:RANGe] <number_of_samples> <NL> 


Example: lO dim strings[lOO] 

20 OUTPUT XXX:":MACHINE2;SWAVEF0RM:RANGE?" 
30 ENTER XXX; String! 

40 PRINT String! 

50 END 
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REMove 


command 


The REMove command allows you to clear the waveform display before 
building a new display. 

Command Syntax: ;MACHine{1|2};SWAVeform:REMove 

Example: output XXX;":MACHINE1:SWAVEF0RM:REM0VE" 
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Introduction 
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The State Chart subsystem provides the commands necessary for 
programming the HP 1652B/53B’s Chart display. The commands allow 
you to build charts of label activity, using data normally foimd in the 
Listing display. The chart’s y-axis is used to show data values for the label 
of your choice. The x-axis can be used in two different ways. In one, the 
x-axis represents states (shown as rows in the State Listing display). In the 
other, the x-axis represents the data values for another label. When states 
are plotted along the x-axis, X and O markers are available. Since the 
State Chart display is simply an alternative way of looking at the data in 
the State Listing, the X and O markers can be manipulated through the 
SLISt subsystem. In fact, because the programming commands do not 
force the menus to switch, you can position the markers in the SLISt 
subsystem and see the effects in the State Chart display. 

The commands in the SCHart subsystem are: 

• Accumulate 

• HAXis 

• VAXis 
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state_low__value = integer from -1023 to +1024 

state_high_value = integer from < state Jow_yalue> to +1024 

label_name = a string of up to 6 alphanumeric characters 

labeIJow_value = string from 0 to 2^^-1 (#HFFFFFFFF) 

label_high_value = string from <labelJow_yalue> to^^ -1 (^HFFFFFFFF) 

low_value = string from Oto^^-1 (#HFFFFFFFF) 

high_value = string from < low_yalue> to^^ -1 (if’HFFFFFFFF) 

Figure 15-1. SCHart Subsystem Syntax Diagram 
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SCHart 


SCHart 


selector 


The SCHart selector is used as part of a compoimd header to access the 
settings found in the State Chart menu. It always follows the MACHine 
selector because it selects a branch below the MACHine level in the 
command tree. 

Command Syntax: :MACHine{1 |2}:SCHart 

Example: output XXX;":MACHINE1:SCHART:VAXIS ’A’, 'O’, '9'" 
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Accumulate 


Command Syntax: 
Example; 
Query Syntax: 
Returned Format: 
Example; 


command/query 


The Accumulate command allows you to control whether the chart 
display gets erased between each individual run or whether subsequent 
waveforms are allowed to be displayed over the previous waveforms. 

The Accumulate query returns the current setting. The query always 
shows the setting as the character "0" (off) or "1" (on). 

MACHine{1 |2}:SCHart;ACCumulate {{ON | 1} | {OFF | 0}} 

OUTPUT XXX;":MACHINE1:SCHART:ACCUMULATE OFF" 


MACHine{1 |2}:SCHart:ACCumulate? 


[MACHine{1|2}:SCHart:ACCumulate] {0 | 1}<NL> 
10 DIM Str1ng$[100] 

20 OUTPUT XXX;";MACHINE1:SCHART:ACCUMULATE?" 
30 ENTER XXX; String! 

40 PRINT String! 

50 END 
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HAXis 



Command Syntax: 


where: 

< State Jow_value > 

< state_high_value > 

< label_name > 

< labelJow_value > 

< label_high_yalue > 

Examples: 


command/query 


The HAXis command allows you to select whether states or a label’s 
values will be plotted on the horizontal axis of the chart. The axis is scaled 
by specifying the high and low values. 


The shortform for STATES is STA. This is an intentional deviation from 
the normal trunctation rules. 


The HAXis query returns the current horizontal axis label assignment and 
scaling. 

MACHine{112}:SCHart:HAXis {STATES, < stateJow_value >, < state_high_value > | 
< label^name >, < label Jow__value >, < label_hlgh_value > } 


:: = Integer from -1023 to 1024 

integer from < stateJow_value> to +1024 
= a string of up to 6 alphanumeric characters 
:: = string from 0 to 2 ^-^ (#HFFFFFFFF) 

:;= string from <label_low_value > to2^^-1 (#HFFFFFFFF) 

OUTPUT XXX;":MACHINE1:SCHART:HAXIS STATES. -100, 100" 
OUTPUT XXX:":MACHINE1:SCHART:HAXIS 'DATA', '100', ’511’ 
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HAXis 


Query Syntax: 
Returned Format; 

Example: 


MACHine{1 |2}:SCHart:HAXis? 

[MACHine{ 112}:SCHart:HAXis] {STATES, < stateJow_value >, < state_high_value > | 
< label_name >, < labelJow_value >, < label_high_value >} 

10 DIM String! [100] 

20 OUTPUT XXX;":MACHINE1:SCHART:HAXIS?" 

30 ENTER XXX; String! 

40 PRINT String! 

50 END 
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VAXis 


Command Syntax: 

where; 

< label_name > 
< low_value > 

< high-value > 

Examples; 

Query Syntax; 
Returned Format; 
Example; 
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command/query 


The VAXis command allows you to choose which label will be plotted on 
the vertical axis of the chart and scale the vertical axis by specif^g the 
high value and low value. 

The VAXis query returns the current vertical axis label assignment and 
scaling. 

MACHine{112}:SCHart:VAXis < label-name >, < loW-Value >, < hIgh-Value > 


= a string of up to 6 alphanumeric characters 
= string from 0 to (#HFFFFFFFF) 

= string from < loW-Value > to 2^^-1 (#HFFFFFFFF) 


OUTPUT XXX;":MACHINE2:SCHART:VAXIS 'SUMl', 'O', '99'" 

OUTPUT XXX;":MACHINE1:SCHART:VAXIS 'BUS', '#H00FF', '#H0500'" 


MACHine{1 |2}:SCHart:VAXis? 


[MACHine{1 |2}:SCHart;VAXis] <label-name>,<loW-Value>,<high-Value><NL> 


10 DIM Strings[100] 

20 OUTPUT XXX;":MACHINE1:SCHART:VAXIS?" 
30 ENTER XXX; String! 

40 PRINT String! 

50 END 
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Introduction 


Commands in the state COMPare subsystem provide the ability to do a 
bit-by-bit comparison between the acquired state data listing and a 
compare data image. The commands are: 


• COPY 

• DATA 

• CMASk 

• RANGe 

• RUNTil 

• FIND 
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label_name = string of up to 6 characters 
care^spec = string of characters 
* = care 
. = don't care 

line^num = integer from -1023 to +1023 
data^pattern = ''{iB{0\l\X }... | 

*Q{0\1\2\3\4\5\6\7\X}... \ 
*H{0\1\2\3\4\5\6\7\8\9\A\B\C\D\E\F\X}... \ 
{0\1\2\3\4\S\6\7\8\9}...Y 
difrerence_occurence = integer from 1 to 1024 
start_line = integer from -1023 to +1023 
stop_line = integer from < startJine> to +1023 

Figure 16-1. COMPare Subsystem Syntax Diagram 


COMPare Subsystem 
16-2 


HP 1652B/1653B 
Programming Reference 










COM Pare 


COM Pare selector 


The COMPare selector is used as part of a compound header to access 
the settings foimd in the Compare menu. It always follows the MACHine 
selector because it selects a branch directly below the MACHine level in 
the command tree. 

Command Syntax: ;MACHine{1 |2};COMPare 

Example: output XXX:":HACHINE1:C0MPARE:FIND? 819" 
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CMASk 


Command Syntax: 

where: 

< label_name > 
<care_spec> 
★ 

Example: 
Query Syntax: 
Returned Format: 
Example: 
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command/query 


The CMASk (Compare Mask) command allows you to set the bits in the 
channel mask for a given label in the compare listing image to "compares" 
or "don’t compares." 

The CMASk query returns the state of the bits in the channel mask for a 
given label in the compare listing image. 

MACHine{112}:COMPare:CMASk <label__name >, <care_speo 


= a string of up to 6 alphanumeric characters 
string of characters (32 characters maximum) 

care 

don’t care 

OUTPUT XXX;”:MACHINE2:C0MPARE:CMASK 'STAT', '*.**..**- 
MACHine{112}: COM Pare: CMASk? <label_name> 

[MACHine{ 112}:COMPare:CMASk] <label_name>,<care_spec><NL> 
10 DIM String![100] 

20 OUTPUT XXXMACHINE2:COMPARE:CMASK? 'PODS'" 

30 ENTER XXX; String! 

40 PRINT String! 

50 END 
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COPY command 

The COPY command copies the current acquired State Listing for the 
specified machine into the Compare Listing template. It does not affect 
the compare range or channel mask settings. 

Command Syntax: MACHine {1 | 2 }:COMPare;COPY 

Example: output XXX;”:MACHINE2:C0MPARE:C0PY" 
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DATA 


DATA 


Command Syntax: 


where; 

< label^name > 
< llne^num > 
<data_pattern> 


Examples: 
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command/query 


The DATA command allows you to edit the compare listing image for a 
given label and state row. When DATA is sent to an instrument where no 
compare image is defined (such as at power-up) all other data in the 
image is set to don’t cares. 

Not specifying the < label__name > parameter allows you to write data 
patterns to more than one label for the given line number. The first 
pattern is placed in the left-most label, with the following patterns being 
placed in a left-to-right fashion (as seen on the Compare display). 
Specifying more patterns than there are labels simply results in the extra 
patterns being ignored. 

Because don’t cares (Xs) are allowed in the data pattern, it must always 
be expressed as a string. You may still use different bases, though don’t 
cares cannot be used in a decimal number. 

The DATA query returns the value of the compare listing image for a 
given label and state row. 

MACHine{1 |2}:COMPare:DATA {<label_name>,<llne^num>, <data_pattern > | 

< line_num >, < data_pattern > [, < data_pattern >]...} 


= a string of up 6 alphanumeric characters 
= Integer from -1023 to +1023 
= "{#B{0|1|X}...| 

#Q{0|1|2|3|4|5|6|7|X}... I 

#H{0|1 |2|3|4|5|6|718|9|A|B|C|D|E|F|X} ... | 

{0|1|213|4|5|6|7|8i9}...}‘’ 


OUTPUT XXX;”:MACHINE2:C0MPARE:DATA 'CLOCK', 42, '#B011X101X'" 

OUTPUT XXX;":MACHINE2:C0MPARE:DATA 'OUTS', 0, '#HFF40'” 

OUTPUT XXX;”:MACHINE1:C0MPARE:DATA 129, '#BXX00', '#B110r, '#B10XX"’ 
OUTPUT XXX;":MACH2:COMPARE:DATA -511, '4', '64', '16', 256', '8', '16' 
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DATA 


Query Syntax: 
Returned Format: 

Example: 
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MACHine{1 |2}:COMPare:DATA? <label_name>,<line_num> 

[MACHine{1 |2}:COMPare;DATA] 

< label^name >, < llne_num >, < datajsattern >< NL > 


10 DIM Label$[6], Response$[80] 

15 PRINT ’’This program shows the values for a signal's Compare listing" 
.20 INPUT "Enter signal label: ", Label$ 

25 OUTPUT XXX;":SYSTEM:HEADER OFF" !Turn headers off (from responses) 
30 OUTPUT XXX;":MACHINE2:COMPARE:RANGE?" 

35 ENTER XXX; First, Last !Read in the range's end-points 

40 PRINT "LINE #", "VALUE of "; Label$ 

45 FOR State = First TO Last !Print compare value for each state 

50 OUTPUT XXX;":MACH2:COMPARE:DATA? '" a Label$ a "'," a VAL$(State) 

55 ENTER XXX; Response! 

60 PRINT State, Response! 

65 NEXT State 
70 END 
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FIND 


FIND 


Query Syntax: 
Returned Format: 
where: 

< difference_occurrence > 
<line_number> 

Example: 
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16-8 


query 


The FIND query is used to get the line number of a specified difference 
occurence (first, second, third, etc) within the current compare range, as 
dictated by the RANGe command (see RANGe). A difference is counted 
for each line where at least one of the cmrent labels has a discrepancy 
between its acquired state data listing and its compare data image. 

Invoking the FIND query updates both the Listing and Compare displays 
so that the line number returned is in the center of the screen. 

MACHine{1 |2}:CQMPare:FIND? <difference_occurrence> 

[MACHine{112}:COMPare:FIND] <difference_occurrence>, <line_number> <NL> 


::= integer from 0 to 1024 
::= integer from -1023 to +1023 


10 DIM String![100] 

20 OUTPUT XXX;":MACHINE2:C0MPARE:FIND? 26" 
30 ENTER-XXX; String! 

40 PRINT String! 

50 END 
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RANGe 


Command Syntax: 

where: 

< StartJine> 

< stop line > 

Examples: 

Query Syntax: 
Returned Format: 

Example: 
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command/query 


The RANGe command allows you to define the boundaries for the 
comparison. The range entered must be a subset of the lines in the 
aquisition memory. 

The RANGe query returns the current boundaries for the comparison. 
MACHine{1 |2}:COMPare:RANGe {FULL | PARTial,<startJine>,<stopJlne>} 


::= integer from -1023 to +1023 
:: = integer from < startJine > to +1023 

OUTPUT XXX;'’:MACHINE2:COMPARE:RANGE PARTIAL, -511, 512" 
OUTPUT XXX;":MACHINE2:COMPARE:RANGE FULL" 


MACHine{1 |2}:COMPare: RANGe? 


[MACHine{112}: COM Pare: RANGe] {FULL | PARTial,<startJine>, 
<stopJine>}<NL> 


10 DIM String![100] 

20 OUTPUT XXX;":MACHINE4:C0MPARE:RANGE?" 

30 ENTER XXX; String! 

40 REM See if substring "FULL" occurs in response string: 

50 PRINT "Range is "; 

60 IF P0S(String!,"FULL") > 0 THEN PRINT "Full" ELSE PRINT "Partial” 
70 END 
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RUNTil 


command/query 


The RUNTil (run until) command allows you to define a stop condition 
when the trace mode is repetitive. Specifying OFF causes the analyzer to 
make runs until either the display’s STOP field is touched or the STOP 
command is issued. 

There are four conditions based on the time between the X and O 
markers. Using this difference in the condition is effective only when time 
tags have been turned on (see the TAG command in the STRace 
subsystem). These four conditions are as follows: 

• The difference is less than (LT) some value. 

• The difference is greater than (GT) some value. 

• The difference is inside some range (INRange). 

• The difference is outside some range (OUTRange). 

End points for the INRange and OUTRange should be at least 40 ns apart. 

There are two conditions which are based on a comparison of the 
acquired state data and the compare data image. You can run until one of 
the following conditions is true: 

• Compare equal (EQUal) - Every channel of every label has the 
same value. 

• Compare not equal (NEQual) - Any channel of any label has a 
different value. 

The RUNTil query returns the current stop criteria for the comparison 
when running in repetitive trace mode. 


|I3j The RUNTil instruction (for state analysis) is available in both the SLISt 
Not© tIF and COMPare subsystems. 
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Command Syntax: MACHine{1 |2};COMPare;RUNTil {OFF|LT,<value>|GT,<value> I 

INRange,<value>,<value> |OUTRange,<value>,<value> |EQUal|NEQual} 

Example; output XXX;":MACHINE2;C0MPARE:RUNTIL EQUAL” 

Query Syntax: MACHIne{1 |2}:COMPare;RUNTil? 

Returned Format: [MACHine{1 |2}:COMPare:RUNTII] {OFF |LT,<value> |GT,<value> | 

INRange, <value>, <value > |OUTRange, <value >, <value> |EQUal | NEQual} < NL> 


Example: lO dim String$[100] 

20 OUTPUT XXX;":MACHINE2:C0MPARE:RUNTIL?" 
30 ENTER XXX; String$ 

40 PRINT Strings 
50 END 
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I ntrodUCtion The TFORmat subsystem contains the commands available for the Timing 

Format menu in the HP 1652B/53B logic analyzer. These commands are: 

• LABel 

• REMove 

• THReshold 



<N> ={J|2|3|4|5} 

name = string of up to 6 alpharmmeric characters 

polarity = {POSitive \ NEGative} 

pod_specification = format (integer from 0 to 65535) for a pod (pods are assigned in decreasing order) 
value = voltage (realnumber)-9.9 to +9.9 

Figure 17-1. TFORmat Subsystem Syntax Diagram 
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TFORmat 


TFORmat 


Command Syntax: 

Example: 


TFORmat Subsystem 
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selector 


The TFORmat selector is used as part of a compound header to access 
those settings normally found in the Timing Format menu. It always 
follows the MACHine selector because it selects a branch directly below 
the MACHine level in the language tree. 

:MACHine{1 |2}:TFORmat 


OUTPUT XXX;";MACHINEl:TFORMAT:LABEL?" 
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LABel 
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The LABel command allows you to specify polarity and assign channels to 
new or existing labels. If the specified label name does not match an 
existing label name, a new label will be created. 

The order of the pod>specification parameters is significant. The first one 
listed will match the highest-numbered pod assigned to the machine 
you’re using. Each pod specification after that is assigned to the 
next-highest-numbered pod. This way they match the left-to-right 
descending order of the pods you see on the Format display. Not 
including enough pod specifications results in the lowest-numbered 
pod(s) being assigned a value of zero (all channels excluded). If you 
include more pod specifications than there are pods for that machine, the 
extra ones will be ignored. However, an error is reported anytime more 
than five pod specifications are listed. 

The polarity can be specified at any point after the label name. 

Since pods contain 16 channels, the format value for a pod must be 
between 0 and 65535 (2^^-l). When giving the pod assignment in binary 
(base 2), each bit will correspond to a single channel. A "1" in a bit 
position means the associated channel in that pod is assigned to that pod 
and bit. A "0" in a bit position means the associated channel in that pod is 
excluded from the label. For example, assigning #B1111001100 is 

equivalent to entering".♦*** *♦ *» through the front-panel user 

interface. 

A label can not have a total of more than 32 channels assigned to it. 

The LABel query returns the current specification for the selected (by 
name) label. If the label does not exist, nothing is returned. Numbers are 
always returned in decimal format. 
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LABel 


Command Syntax: 

where; 

<name> 
< polarity > 
< assignment > 

Examples; 

Query Syntax: 
Returned Format: 
Example: 


TFORmat Subsystem 
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:MACHine{1 |2}:TFORmat:LABel <name >[,{<polarity> | <assignment>}]... 


= string of up to 6 alphanumeric characters 
= {Positive I NEGative} 

= format (integer from 0 to 65535) for a pod (pods are assigned in decreasing order) 


OUTPUT XXX;":MACHINE2:TF0RMAT:LABEL 'DATA', POS, 65535, 127, 40312" 
OUTPUT XXX;":MACHINE2:TF0RMAT:LABEL 'STAT', 1, 8096, POSITIVE" 

OUTPUT XXX;":MACHINE1:TF0RMAT:LABEL 'ADDR', NEGATIVE, #611110010101010" 


:MACHine{112}:TFORmat:LABel? <name> 


[:MACHine{1 |2}:TFORmat:LABel] <name>[,<assignment>]...,<polarity> <NL> 


10 DIM String$[100] 

20 OUTPUT XXX;":MACHINE2:TFORMAT:LABEL? 'DATA'" 
30 ENTER XXX String$ 

40 PRINT Strings 
50 END 
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REMove 

Command Syntax: 

where: 

< name > 

Examples: 


command 


The REMove command allows you to delete all labels or any one label 
specified by name for a given machine. 

:MACHine{112}:TFORmat:REMove { < name > |ALL} 


:: = string of up to 6 alphanumeric characters 


OUTPUT XXX;'':MACHINE1:TF0RMAT:REMOVE 'A'” 
OUTPUT XXX;”:MACHINE1:TF0RMAT:REMOVE ALL" 
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THReshold 



Command Syntax: 

where: 

<N> 
< value > 
TTL 
ECL 

Example: 
Query Syntax: 
Returned Format: 

Example: 

TFORmat Subsystem 
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command/query 


The THReshold command allows you to set the voltage threshold for a 
given pod to ECL, TTL or a specific voltage from -9.9V to + 9.9V in 0.1 
volt increments. 


On the HP 1652B, the pod thresholds of pods 1,2, and 3 can be set 
independently. The pod thresholds of pods 4 and 5 are slaved together; 
therefore, when you set the threshold on pod 4 or 5, both thresholds will 
be changed to the specified value. On the HP 1653B, both pods 1 and 2 
can be set independently. 


The THReshold query returns the current threshold for a given pod. 
:MACHine{1 |2}:TFORmat:THReshold<N> {TTL|ECL| <value>} 


= pod number {112|3|4|5} 

= voltage (real number) -9.9 to +9.9 
= default value of +1.6V 
= default value of -1.3V 


OUTPUT XXX;":MACHINE1:TFORMAT:THRESHOLD1 4.0“ 


:MACHIne{ 112}:TFORmat:THReshold < N > ? 

[:MACHine{1 |2}:TFORmat:THReshold<N>] <value><NL> 


10 DIM Value$ [100] 

20 OUTPUT XXX;”:MACHINE1:TF0RMAT:THRESH0LD2?*’ 
30 ENTER XXX;Values 
40 PRINT Values 
50 END 
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Introduction 



The TTRace subsystem contains the commands available for the Timing 
Trace menu in the HP 1652B/53B logic analyzer. These commands are: 

• AMODe 

• DURation 

• EDGE 

• GLITch 

• PATTem 
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GLITch 


TRANsitionaI 


^AMODe?}- 


DURot I orT )—space —r- 



31 i on-_va I ue 


LT 


--»^DURot ion?)- 


-» ^edge} — 

-H^EDGE^ 


space 


IabeI-name 




Hi 


PATTern 


PATTer 




space 

h- 

1abe1—name 



space 


1abe1-name 




space 


1abe1-name 




space 


1abeI—name 



space 


1abel-name 



edge_spec 


gIitch-spec 


pat tern_spec 


GT = greater than 
LT = less than 

duration^value = real number 

label_name = string of up to 6 alphanumeric characters 

edge^spec = string of characters 

R = rising edge 

F - falling edge 

T = toggling or either edge 

X = don't care or ignore this channel 

glitch_spec = string of characters 

♦ = search for a glitch on this channel 

. = ignore this channel 

pattern_spec = ”{#B{0| i \X }... | 

#Q{0\1\2\3\4\5\6\7\X)... \ 
#H{0\1\2\3\4\5\6\7\8\9\A\B\C\D\E\F\X}... \ 
{0\1\2\3\4\5\6\7\8\9}...Y 

Figure 18 - 1 . TTRace Subsystem Syntax Diagram 
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TTRace 


TTRace 


selector 


The TTRace selector is used as part of a compound header to access the 
settings found in the Timing Trace menu. It tdways follows the MACHine 
selector because it selects a branch directly below the MACHine level in 
the language tree. 

Command Syntax: ; MACHInef 1 1 2 } :TTRace 

Example: output XXX;":MACHINE1:TTRACE:GLITCH 'ABC, '....****’" 
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AMODe 


command/query 


The AMODe command allows you to select the acquisition mode used for 
a particular timing trace. The acquisition modes available are 
TRANsitional and GLITch. 

The AMODe query returns the current acquisition mode. 

Command Syntax: :MACHIne{1|2}:TTRace:AMODe <acquisltlon^mode> 

where: 

< acquisition_mode > ::= {GLITch | TRANsitional} 

Example: output XXX; ":MACHINE1:TTRACE:AM0DE GLITCH" 


Query Syntax: ; ItMCHine 1 ;TTRace;AMODe? 

Returned Format: [:MACHine1:TTRaoe:AMODe] {GLITCH(TRANSITIONAL} 
Example: lo dim m$[ioo] 

20 OUTPUT XXX; ":MACHINE1:TTRACE:AM0DE?" 

30 ENTER XXX:M$ 

40 PRINT M$ 

50 END 
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DURation 


command/query 


The DURation command allows you to specify the duration qualifier to be 
used with the pattern recognizer term in generating the timing trigger. 

The duration value can be specified in 10 ns increments within the 
foUowing ranges: 

• Greater than (GT) qualification - 30 ns to 10 ms 

• Less than (LT) qualification - 40 ns to 10 ms. 

The DURation query returns the current pattern duration qualifier 
specification. 


Command Syntax: 

:MACHine{112}:TTRace:DURation {GT|LT},<duratlon_value> 

where: 


GT 

::= greater than 

LT 

less than 

<duration_value> 

real number 

Example: 

OUTPUT XXX; MACHINEl:TTRACE:DURATION GT, 40.0E-9” 

Query Syntax: 

:MACHine{1 |2}:TTRace:DURation? 

Returned Format: 

[:MACHIne{112}:TTRace:DURation] {GT | LT}, <duration_value > < NL> 

Example: 

10 DIM D$[100] 


20 OUTPUT XXX; ”:MACHINE1:TTRACE:DURATI0N?” 
30 ENTER XXX;D$ 

40 PRINT D$ 

50 END 
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EDGE 


Command Syntax: 

where; 

< label^name > 
<edge_spec> 

Example: 
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command/query 


The EDGE command allows you to specify the edge recognizer term for 
the timing analyzer trigger on a per label basis. Each command deals with 
only one label in the given edge specification; therefore, a complete 
specification could require several commands. The edge specification uses 
the characters R, F, T, X to indicate the edges or don’t cares as follows: 

R = rising edge 
F = falling edge 
T = toggling or either edge 
X = don’t care or ignore the channel 

The position of these characters in the string corresponds with the 
position of the channels within the label. All channels without "X” are 
ORed together to form the edge trigger specification. 

The EDGE query returns the edge specification for the specified label. 

:MACHine{1 |2}:TTRace:EDGE <label_name>,<edge_spec> 


:: = string or up to 6 alphanumeric characters 
:: = string of characters "{R|F|T|X}...“ 


OUTPUT XXX; "iMACHINEl:TTRACE:EDGE 'PODl'/XXXXXXXR 
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Query Syntax: ;MACHine{1 |2};TTRace;EDQE? <label_name> 

Returned Format: [:MACHine{1|2}:TTRaoe:] <label_name>,<edge_spec><NL> 
Example: lo dim e$[ioo] 

20 OUTPUT XXX; ":MACHINE1:TTRACE:EDGE? ’PODr" 

30 ENTER XXX:E$ 

40 PRINT E$ 

50 END 
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GLITch 


Command Syntax: 

where: 

< label^name > 
<glitch_spec> 

Example: 
Query Syntax: 
Returned Format: 
Example: 


command/query 


The GLITch command allows you to specify the glitch recognizer term for 
the timing analyzer trigger on a per label basis. Each command deals with 
only one label in a given glitch specification, and, therefore a complete 
specification could require several commands. The ghtch specification 
uses the characters andas follows: 

(asterisk) = search for a glitch on this channel 

(period) = ignore this channel 

The position of these characters in the string corresponds with the 
position of the channels within the label. All channels with the are 
ORed together to form the glitch trigger specification. 

The GLITch query returns the glitch specification for the specified label. 

:MACHine{1 |2}:TTRace:GLITch <label_name>,<glitch_spec> 


:: = string of up to 6 alphanumeric characters 
:: = string of characters 


OUTPUT XXX; ” iMACHINEl :TTRACE: GLITCH 'PODl'/** 


:MACHine1 :TTRace:GLITch? < label_name > 


[:MACHine1:TTRace:GLITch] <label_name>,<glltch_spec> <NL> 


10 DIM G$[100] 

20 OUTPUT XXX; ”:MACHINE1:TTRACE:GLITCH? 'PODl'" 
30 ENTER XXX;G$ 

40 PRINT G$ 

50 END 
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PATTern command/query 


The PATTern command allows you to construct a pattern recognizer term 
for the timing analyzer trigger on a per label basis. Each command deals 
with only one label in the given pattern; therefore, a complete timing trace 
specification could require several commands. Since a label can contain 
up to 32 bits, the range of the pattern value will be between 0 and 
The value may be expressed in binary (#B), octal (#Q), hexadecimal 
(#H) or decimal (default). When the value of a pattern is expressed in 
bmary, it represents the bit values for the label inside the pattern 
recognizer term. Since a pattern value can contain don’t cares, the 
pattern specification parameter is handled as a string of characters 
instead of a number. 

The PATTern query returns the pattern specification for the specified 
label in the base previously defined for the label. 

Comnfiancl Syntax: :MACHine{1 |2}:TTRace:PATTern <label_name>,<pattern_spec> 

where: 

< labe)_name > = string of up to 6 alphanumeric characters 

<pattern^spec> :: = ''{#B{011 |X} ... | 

#Q{0|1|2|3|4|5|6|7|X}... I 
#H{0|1|2|3|4|5|6|7|8|9|A|B|C|D|E|F|X}... | 

{0|1|2|3|4|6|6|7|8|9}...r 

Example: output XXX; ’*:MACHINE1:TTRACE:PATTERN 'DATA', '255'" 


HP 1652B/1653B 
Programming Reference 


TTRace Subsystem 
18-9 



PATTern 


Query Syntax: 
Returned Format: 
Example: 


:MACHine{1 |2}:TTRace:PATTern? <label_name> 


[:MACHine{ 112}:TTRace:PATTern] <label_name>,<pattern_spec><NL> 


10 DIM P$[100] 

20 OUTPUT XXX; ":MACHINE2:TTRACE;PATTERN? 'DATA' 
30 ENTER XXX:P$ 

40 PRINT P$ 

50 END 
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Introduction The TWAVeform subsystem contains the commands available for the 

Timing Waveforms menu in the HP 1652B/53B. These commands are: 

• Accumulate 

• DELay 

• INSert 

• MMODe 

• OCONdition 

• OPATtern 

• OSEarch 

• OTIMe 

• RANGe 

• REMove 

• RUNTil 

• SPERiod 

• TAVerage 

• TMAXimum 

• TMINimum 

• VRUNs 

• XCONdition 

• XOTime 

• XPATtern 

• XSEarch 

• XTIMe 
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Figure 19-1. TWAVeform Subsystem Syntax Diagram 
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Figure 19-1. TWAVeform Subsystem Syntax Diagram (continued) 
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delay^value = real number between-2500sand 2500s 
moduie_spec = {1\2\3\4\5} 
bit_id = integer from 0 to 31 

waveform = string containing < acquisition jpec> {1\2) 
acquisition_spec = {A\B\C\D l^} (slot where acquisition card is located) 
label name = string of up to 6 alphanumeric characters 
labellpattem = ^^{#B{0\1\X }... | 

#G{<?|i|2|5K|5|d|7|^}... I 
#H{0\1\2\3\4\5\6\7\8\9\A\B\C\D\E\F\X}... | 
{0\1\2\3\4\5\6\7\8\9}...Y 
occurrence = integer 
time_value = real number 

label_id = string of one alpha and one numeric character 
niodule_num = slot number in which the timebase card is installed 
tinie_range = real number between 100 ns and 10 ks 

run_until_spec = {OFF\LT, <value> \ GT,<value> \INRange<value>,<value> | 
OUTRmge < value >, < value > } 

GT = greater than 
LT = less than 
value = real number 


Figure 19-1. TWAVeform Subsystem Syntax Diagram (continued) 
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TWAVeform 


Selector 


The TWAVeform selector is used as part of a compoimd header to access 
the settings found in the Timing Waveforms menu. It always follows the 
MACHine selector because it selects a branch below the MACHine level 
in the command tree. 

Command Syntax: ;MACHine {1 |2};TWAVeform 

Example: output XXX;":MACHINE1:TWAVEF0RM:DELAY lOOE-9" 
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Accumulate 


Accumulate 


command/query 


The Accumulate command allows you to control whether the chart 
display gets erased between each individual run or whether subsequent 
waveforms are allowed to be displayed over the previous ones. 

The Accumulate query returns the current setting. The query always 
shows the setting as the character "0" (off) or "1" (on). 

Command Syntax: ;MACHjne{1|2};TWAVeform;ACCumulate <setting> 
where: 

<setting> :;= {0|OFF} or {1 |ON} 

Example: output XXX;":MACHINE1:TWAVEF0RM:ACCUMULATE ON" 

Query Syntax: ;MACHine{1|2};TWAVeform:ACCumulate? 

Returned Format: [:MACHine{1|2};TWAVeform;ACCumulate] {0|1}<NL> 

Example: lo dim p$ [loo] 

20 OUTPUT XXX:":MACHINE1:TWAVEF0RM:ACCUMULATE?" 

30 ENTER XXX; P$ 

40 PRINT P$ 

50 END 
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DELay 


command/query 


The DELay conunand specifies the amount of time between the riming 
trigger and the horizontal center of the the timing waveform display. The 
allowable values for delay are —2500 s to + 2500 s. In glitch acquisition 
mode, as delay becomes large in an absolute sense, the sample rate is 
adjusted so that data will be acquired in the time window of interest. In 
transitional acquisition mode, data may not fall in the time window since 
the sample period is fixed at 10 ns and the amoimt of time covered in 
memory is dependent on how frequent the input signal transitions occur. 

The DELay query returns the current time offset (delay) value from the 
trigger. 

Command Syntax: ;MACHine{1 |2};TWAVeform;DEUy <delay_value> 
where; 

< delay_value > :; = real number between -2500 s and + 2500 s 


Example: output XXX;”:MACHINE1:TWAVEF0RM: delay lOOE-6" 


Query Syntax: ;MACHine{1 |2}:TWAVeform:DELay? 

Returned Format: [:MACHine{1|2}:TWAVeforni:DELay] <time_value><NL> 
Example; lo dim di$ [lOO] 

20 OUTPUT XXX:”:MACHINE1:TWAVEF0RM:DELAY?" 

30 ENTER XXX: 01$ 

40 PRINT D1$ 

50 END 
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INSert 


Command Syntax: 

where: 

<label_name> 
< bitJd > 

Example: 


TWAVeform Subsystem 
19-8 


command 


The INSert command inserts waveforms in the timing waveform display. 
The waveforms are added from top to bottom. When 24 waveforms are 
present, inserting additional waveforms replaces the last waveform. 

The first parameter specifies the label name that will be inserted. The 
second parameter specifies the label bit number or overlay. 

If OVERLAY is specified, all the bits of the label are displayed as a 
composite overlaid waveform. 

:MACHine{1 |2}:TWAVeform:INSert<labeLname> { < bit Jd > | OVERlay} 


:: = string of up to 6 alphanumeric characters 
integer from Oto 31 


OUTPUT XXX;”:MACHINE1:TWAVEFORM:INSERT ’WAVEMO" 
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MMODe 


Command Syntax: 
Example; 
Query Syntax: 
Returned Format: 
where: 

< marker_mode > 

Example; 
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command/query 


The MMODe (Marker Mode) command selects the mode controlling 
marker movement and the display of the marker readouts. When 
PATTem is selected, the markers will be placed on patterns. When 
TIME is selected, the markers move on time. In MSTats, the markers are 
placed on patterns, but the readouts will be time statistics. 

The MMODe query returns the current marker mode. 

:MACHine{1 |2}:TWAVeform:MMODe {OFFtPATTern|TIME|MSTats} 

OUTPUT XXX; MACHINE1:TWAVEFORM:MMODE TIME" 


:MACHine{1 |2}:TWAVeform:MMODe? 

[:MACHine{1 |2}:TWAVeform;MMODe] <marker_mocle><NL> 


:; = {OFF I PATTern | TIME | MSTats} 


10 DIM M$ [100] 

20 OUTPUT XXX;":MACHINE1:TWAVEF0RM:MM0DE?" 
30 ENTER XXX: M$ 

40 PRINT M$ 

50 END 
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OCONdition 


Command Syntax: 
Example; 
Query Syntax: 
Returned Format: 
Example: 


command/query 


The OCONdition command specifies where the O marker is placed. The 
O marker can be placed on the entry or exit point of the OPATtem when 
in the PATTern marker mode. 

The OCONdition query returns the current setting. 

:MACHine{1 |2}:TWAVeform:OCONdition {ENTering|EXITing} 

OUTPUT XXX; ":MACHINE1:TWAVEF0RM:0C0NDITI0N ENTERING" 


:MACHine{1|2}:TWAVeform;OCONdition? 

[:MACHine{1 |2}:TWAVeform;OCONdition] {ENTering |EXmng}<NL> 


10 DIM 0c$ [100] 

20 OUTPUT XXX;";MACHINE1:TWAVEF0RM:0C0NDITI0N?" 
30 ENTER XXX: 0c$ 

40 PRINT 0c$ 

50 END 
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OPATtern 


Command Syntax: 

where; 

< label_nanne > 
< label__pattern > 


Example: 
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The OPATtern command allows you to construct a pattern recognizer 
term for the O marker which is then used with the OSEarch criteria and 
OCONdition when moving the marker on patterns. Since this command 
deals with only one label at a time, a complete specification could require 
several invocations. 

When the value of a pattern is expressed in binary, it represents the bit 
values for the label inside the pattern recognizer term. In whatever base 
is used, the value must be between 0 and 2^^ -1, since a label may not have 
more than 32 bits. Because the < label ^pattern > parameter may contain 
don’t cares, it is handled as a string of characters rather than a number. 

The OPATtern query, in pattern marker mode, returns the pattern 
specification for a given label name. In the time marker mode, the query 
returns the pattern under the O marker for a given label. If the O marker 
is not placed on valid data, don’t cares (XX...X) are returned. 

:MACHIne{ 112}:TWAVeform:OPATtern < label^name >, < label^pattern > 


:: = string of up to 6 alphanumeric characters 
::="{#B{0|1|X}... I 

#Q{0|1|2|3|4|5|6|71X}... I 

#H{0|112|3|415|6|7|819|A|B|C|D|E|F|X} ... | 

{0|1|2|3|4|5|6|7|8|9} ...}" 


OUTPUT XXX; "iMACHINEliTWAVEFORM:OPATTERN 'A\'5ir” 
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OPATtern 


Query Syntax: 
Returned Format: 

Example: 


:MACHIne{112}:TWAVeform:OPATtern? <label_name> 

[:MACHine{1 |2}:TWAVeform:OPATtern] <label^name>,<label^pattern> <NL> 


10 DIM 0p$ [100] 

20 OUTPUT XXX;”:MACHINE1:TWAVEF0RM:0PATTERN? 'A'” 
30 ENTER XXX; 0p$ 

40 PRINT 0p$ 

50 END 
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OSEarch 


Command Syntax: 

where: 

< origin > 
< occurrence > 

Example: 
Query Syntax: 
Returned Format: 
Example: 
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command/query 


The OSEarch command defines the search criteria for the O marker 
which is then used with the associated OPATtem recognizer specification 
and the OCONdition when moving markers on patterns. The origin 
parameter tells the marker to begin a search with the trigger or with the X 
marker. The actual occurrence the marker searches for is determined by 
the occurrence parameter of the OPATtem recognizer specification, 
relative to the origin. An occurrence of 0 places a marker on the selected 
origin. With a negative occurrence, the marker searches before the origin. 
With a positive occurrence, the marker searches after the origin. 

The OSEarch query retmns the search criteria for the O marker. 

:MACHine{112}:TWAVeform:OSEarch <occurrence>,<origin> 


{TRIGger|XMARker} 

:: = integer from -9999 to +9999 


OUTPUT XXX; "iMACHINEl:TWAVEFORM:OSEARCH +10JRIGGER" 


:MACHine{112} .TWAVeform: OSEarch? 


[:MACHine{112}:TWAVeform:OSEarch] <occurrence>,<origin><NL> 


10 DIM 0s$ [100] 

20 OUTPUT XXX;”:MACHINE1:TWAVEF0RM:0SEARCH?” 
30 ENTER XXX; 0s$ 

40 PRINT 0s$ 

50 END 
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OTIMe 


Command Syntax: 

where: 

<time_value> 

Example: 
Query Syntax: 
Returned Format: 
Example: 


command/query 


The OTIMe command positions the O marker in time when the marker 
mode is TIME. If data is not valid, the command performs no action. 

The OTIMe query returns the O marker position in time. If data is not 
valid, the query returns 9.9E37. 

:MACHine{1 |2}:TWAVeform:OTIMe <time_value> 


= real number -2.5Ks to +2.5Ks 


OUTPUT XXX: MACHINE1:TWAVEF0RM:OTIME 30.0E-6" 


:MACHine{1 |2}:TWAVeform:OTlMe? 

[:MACHine{1 |2}:TWAVeform:OTIMe] <time_value> <NL> 


10 DIM 0t$ [100] 

20 OUTPUT XXX;";MACHINE1:TWAVEF0RM:0TIME?’ 
30 ENTER XXX: 0t$ 

40 PRINT 0t$ 

50 END 
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RANGe 


Command Syntax: 

where: 

<time_range> 

Example: 
Query Syntax: 
Returned Format: 
Example: 


command/query 


The RANGe command specifies the full-screen time in the timing 
waveform menu. It is equivalent to ten times the seconds-per-division 
setting on the display. The allowable values for RANGe are from 100 ns 
to 10 ks. 

The RANGe query returns the ciurent full-screen time. 

:MACHine{1 |2}'.TWAVeform:RANGe <time_value> 


= real number between 100 ns and 10 ks 


OUTPUT XXX;":MACHINE1:TWAVEF0RM:RANGE lOOE-9" 


:MACHine{1 |2};TWAVeform;RANGe? 


[:MACHine{1 |2}:TWAVeform:RANGel <time_value><NL> 


10 DIM Rg$ [100] 

20 OUTPUT XXX:”:MACHINE1;TWAVEF0RM:RANGE?" 
30 ENTER XXX; Rg$ 

40 PRINT Rg$ 

50 END 
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REMove 

Command Syntax: 
Example: 


command 


The REMove command deletes all waveforms from the display. 
:MACHine{1 |2}:TWAVeform:REMove 


OUTPUT XXX;":MACHINEl:TWAVEFORM:REMOVE" 
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RUNTil 


Command Syntax: 

where: 

< run_until_spec > 
< value > 

Examples; 
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The RUNTil (run until) conunand defines stop criteria based on the time 
between the X and O markers when the trace mode is in repetitive. When 
OFF is selected, the analyzer will run until either the ’’STOP" touch screen 
field is touched or the STOP command is sent. Run until the time 
between X and O marker options are: 

• Less Than (LT) a specified time value 

• Greater Than (GT) a specified time value 

• In the range (INRange) between two time values 

• Out of the range (OUTRange) between two time values 

End points for the INRange and OUTRange should be at least 10 ns apart 
since this is the minimum time at which data is sampled. 

This command affects the timing analyzer only, and has no relation to the 
RUNTil conunands in the SLISt and COMPare subsystems. 

The RUNTil query returns the cmrent stop criteria. 

:MACHIne{112}iTWAVeform:RUNTil <run__until_spec> 


::= {OFF | LT,<value> | GT,<value> | INRange<value>,<value> | 
OUTRange < value >, < value > } 

:: = real number 

OUTPUT XXX;":MACHINE1:TWAVEF0RM:RUNTIL GT, 800.0E-6" 

OUTPUT XXX;”:MACHINE1:TWAVEF0RM:RUNTIL INRANGE, 4.5, 5.5” 
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Query Syntax: ;MACHine{1 |2}:TWAVeform;RUNTil? 

Returned Format: [:MACHine{1|2}:TWAVeform:RUNTil] <run_until_spec><NL> 
Example: lo dim Ru$ [lOO] 

20 OUTPUT XXX;'':MACHINE1:TWAVEF0RM:RUNTIL?" 

30 ENTER XXX; Ru$ 

40 PRINT Ru$ 

50 END 
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SPERiod 


query 


The SPERiod query returns the sample period of the last run. 
Query Syntax: :MACHine{112}:TWAVeform:SPERiod? 

Returned Format: [:MACHine{1|2}:TWAVeform:SPEFtiod] <time_value><NL> 

where: 

<time value > real number 


Example; lo dim sp$ [loo] 

20 OUTPUT XXX;":MACHINE1:TWAVEF0RM:SPERI0D?" 
30 ENTER XXX; Sp$ 

40 PRINT Sp$ 

50 END 
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TAVerage 

Query Syntax: 

Returned Format; 

where: 

<time_value> 

Example; 
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query 

The TAVerage query returns the value of the average time between the X 
and O markers. If there is no valid data, the query returns 9.9E37. 

:MACHine{1 |2};TWAVeform:TAVerage? 

[;MACHine{1 |2};TWAVeform;TAVerage] <tinrie_value> <NL> 


::= real number 


10 DIM Tv$ [100] 

20 OUTPUT XXX;": MACHI NEl: TWAVEFORM: TAVERAGE?" 
30 ENTER XXX; Tv$ 

40 PRINT Tv$ 

50 END 
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TMAXimum 


query 


The TMAXimum query returns the value of the maximum time between 
the X and O markers. If there is no valid data, the query returns 9.9E37. 

Query Syntax: :MACHine{1 |2}:‘nWAVeform:TMAXimum? 

Returned Format: [:MACHine{1|2}:TWAVeform:TMAXimum] <time_value><NL> 
where 

<time value > ::= real number 


Example: lo dim tx$ [lOO] 

20 OUTPUT XXX:":MACHINEl:TWAVEFORM:TMAXIMUM?" 
30 ENTER XXX; Tx$ 

40 PRINT Tx$ 

50 END 
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TMINimum 


query 


The TMINimum query returns the value of the minimum time between 
the X and O markers. If there is no valid data, the query returns 9.9E37. 

Query Syntax: :MACHine{1 |2}:TWAVeform:TMINimum? 

Returned Format: [:MACHine{1|2}:TWAVeform:TMINimum] <time_value><NL> 
where: 

<time_value> :;= real number 


Example: lo dim Tid$ [loo] 

20 OUTPUT XXX;":MACHINE1:TWAVEF0RM:TMINIMUM?" 
30 ENTER XXX: Tni$ 

40 PRINT Tiii$ 

50 END 
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VRUNs 


query 


The VRUNs query returns the niunber of valid runs and total number of 
runs made. Valid runs are those where the pattern search for both the X 
and O markers was successful resulting in valid delta time measurements. 

Query Syntax: ; MACHine{ 112};TWAVeform;\/RUNs7 
Returned Format: [:MACHine{1|2}:TWAVeform:VRUNs] <valid_runs>,<total_runs><NL> 
where: 

< valid_runs > :: = zero or positive integer 

< total_runs > ;: = zero or positive integer 


Example: lo dim vr$ [lOO] 

20 OUTPUT XXX:":MACHINE1:TWAVEF0RM:VRUNS?" 
30 ENTER XXX: Vr$ 

40 PRINT Vr$ 

50 END 
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XCONdition 


Command Syntax: 
Example; 
Query Syntax: 
Returned Format: 
Example: 


command/query 


The XCONdition command specifies where the X marker is placed. The 
X marker can be placed on the entry or exit point of the XPATtem when 
in the PATTem marker mode. 

The XCONdition query returns the current setting. 

;MACHine{1 |2}:TWAVeform:XCONdition {ENTering|EXITing} 


OUTPUT XXX; ":MACHINE1:TWAVEFORM:XCONDITION ENTERING" 


:MACHine{1|2};TWAVeform:XCONdition? 


[:MACHine{1 |2}:TWAVeform;XCONdition] {ENTering | EXITing} < NL> 


10 DIM Xc$ [100] 

20 OUTPUT XXX;":MACHINE1:TWAVEF0RM:XC0NDITI0N?" 
30 ENTER XXX; Xc$ 

40 PRINT Xc$ 

50 END 
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XOTime 


query 


The XOTime query returns the time from the X marker to the O marker. 
If data is not valid, the query returns 9.9E37. 

Query Syntax: :MACHine{1 |2};TWAVeform;XOTime? 

Returned Format: [:MACHine{1|2}:TWAVeform;XOTime] <time_value><NL> 
where: 

<time_value> ::= real number 


Example: lo dim xot$ [lOO] 

20 OUTPUT XXX;":MACHINE1;TWAVEF0RM:X0TIME?" 
30 ENTER XXX: Xot$ 

40 PRINT Xot$ 

50 END 
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XPATtern 


Command Syntax: 

where: 

<label_name> 

<label_pattern> 


Example: 
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command/query 


The XPATtern command allows you to construct a pattern recognizer 
term for the X marker which is then used with the XSEarch criteria and 
XCONdition when moving the marker on patterns. Since this command 
deals with only one label at a time, a complete specification could require 
several invocations. 

When the value of a pattern is expressed in binary, it represents the bit 
values for the label inside the pattern recognizer term. In whatever base 
is used, the value must be between 0 and Ir" -1, since a label may not have 
more than 32 bits. Because the < label_j)attem > parameter may contain 
don’t cares, it is handled as a string of characters rather than a number. 

The XPATtern query, in pattern marker mode, returns the pattern 
specification for a given label name. In the time marker mode, the query 
returns the pattern under the X marker for a given label. If the X marker 
is not placed on valid data, don’t cares (XX...X) are returned. 

:MACHine{112}:TWAVeform:XPATtern < label_name >, <label__pattern > 


:: = string of up to 6 alphanumeric characters 
::=*‘{#B{0|1|X}...| 

#Q{0|1|2|3|41516|7|X}... | 

#H{0|1 |2|3|4|5|6|7|8|9tA|BtC|D|E|F|X} ... | 

{0|1|2|3|4|5|6|7|8|9}...r 


OUTPUT XXX; MACH INE1: TWAVEFORM: XPATTERN ’A'/Sll’" 
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Query Syntax; :MACHine{1|2}:TWAVeform:XPATtern? <label_name> 

Returned Format: [:MACHine{1|2}:TWAVeform:XPATtern] <label_name>,<label_pattern><NL> 


Example: lo dim xp$ [lOO] 

20 OUTPUT XXX;":MACHINE1:TWAVEF0RM:XPATTERN? ’A’" 
30 ENTER XXX; Xp$ 

40 PRINT Xp$ 

50 END 
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XSEarch 


Command Syntax: 

where: 

< origin > 
< occurrence > 

Example: 
Query Syntax: 
Returned Format: 
Example: 
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command/query 


The XSEarch command defines the search criteria for the X marker 
which is then used with the associated XPATtem recognizer specification 
and the XCONdition when moving markers on patterns. The origin 
parameter tells the marker to begin a search with the trigger. The 
occurrence parameter determines which occurrence of the XPATtern 
recognizer specification, relative to the origin, the marker actually 
searches for. An occurrence of 0 (zero) places a marker on the origin. 

The XSEarch query returns the search criteria for the X marker. 

:MACHine{ 112}:TWAVeform:XSEarch <occurrence >, <origin > 


::= TRIGger 

::= integer from-9999 to +9999 


OUTPUT XXX; •’iMACHINEl:TWAVEFORM:XSEARCH,+10 JRIG6ER” 


:MACHine{1 |2}:TWAVeform:XSEarch? < occurrence > ,< origin > 


[:MACHine{ 1 |2}:TWAVeform:XSEarch] <occurrence>,<origin><NL> 


10 DIM Xs$ [100] 

20 OUTPUT XXX;":MACHINE1:TWAVEF0RM:XSEARCH?” 
30 ENTER XXX; Xs$ 

40 PRINT Xs$ 

50 END 
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XTIMe 


Command Syntax: 

where: 

<tjme_value > 

Example: 
Query Syntax: 
Returned Format: 
Example: 


command/query 


The XTIMe command positions the X marker in time when the marker 
mode is TIME. If data is not valid, the command performs no action. 

The XTIMe query returns the X marker position in time. If data is not 
valid, the query returns 9.9E37. 

;MACHine{1 |2}:TWAVeform:XTIMe <time_value> 


::= real number from —2.5Ksto +2.5Ks 


OUTPUT XXX; ":MACHINE1:TWAVEFORM:XTIME 40.0E-6" 


:MACHine{1 |2}:TWAVeform:XTIMe? 


[:MACHine{1 |2}:TWAVeform:XTIMe] <time__value><NL> 
10DIMXt$ [100] 

20 OUTPUT XXX;":MACHINE1:TWAVEFORM:XTIME?" 

30 ENTER XXX; Xt$ 

40 PRINT Xt$ 

50 END 
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SYMBol Subsystem 



introduction The SYMBoI subsystem contains the commands that aUow you to define 

symbols on the controller and download them to the HP 1652B/53B logic 
analyzer. The commands in this subsystem are: 

• BASE 

• PATTem 

• RANGe 

• REMove 

• WIDTh 



Figure 20-1. SYMBol Subsystem Diagram 
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label_name = string of up to 6 alphanumeric characters 
symbol_name = string of up to 16 alphanumeric characters 
pattern^value = ''{if^B{0\l\X }... | 
#Q{0\1\2\3\4\5\6\7\X)... 1 
#H{0\1\2\3\4\5\6\7\8\9\A\B\C\D\E\F\X}... \ 
{0\1\2\3\4\5\6\7\8\9}...Y 
start value = J}... | 

~4^Q{0\1\2\3\4\5\6\7}... | 
*H{0\1\2\3\4\5\6\7\8\9\A\B\C\D\E\F}... | 
{<?|i|2|5K|5|d|7|S|P}...}" 
stop value = "{#B{P|7}... | 
'#Q{0\1\2\3\4\5\6\7}... \ 
#H{0\1\2\3\4\5\6\7\8\9\A\B\C\D\E\F}... | 

{0\1\2\3\4\5\6\7\8\9}...Y 

width_value = integer from 1 to 16 


Figure 20-1. SYMBol Subsystem Syntax Diagram (continued) 
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SYMBol 


Command Syntax: 
Example: 


selector 


The SYMBol selector is used as a part of a compound header to access 
the commands used to create symbols. It always follows the MACHine 
selector because it selects a branch directly below the MACHine level in 
the command tree. 

:MACHine{1 |2}:SYMBol 

OUTPUT XXX;":MACHINE1:SYMB0L:BASE ’DATA', BINARY" 
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BASE command 


The BASE command sets the base in which symbols for the specified label 
will be displayed in the symbol menu. It also specifies the base in which 
the symbol offsets are displayed when symbols are used. 

iisi BINary is not available for labels with more than 20 bits assigned. In this 
Nota tIF case the base will default to HEXadecimal. 

Command Syntax: ;MACHIne{1 |2 };SYMBoI;BASE <label_name>,<base_value> 
where: 

< label_name > ;: = string of up to 6 alphanumeric characters 

<base_value> ;:= {BINary | HEXadecimal | OCTal { DECimal | ASCII} 

Example: output XXX;";MACHINE1:symbol:BASE 'DATA',HEXADECIMAL" 
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PATTern 


Command Syntax: 


where: 

< label__name > 
<symbol_name> 
< pattern_value > 


Example: 
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command 


The PATTern command allows you to create a pattern symbol for the 
specified label. 

Because don’t cares (X) are allowed in the pattern value, it must always be 
expressed as a string. You may still use different bases, though don’t cares 
cannot be used in a decimal number. 

:MACHine{ 112}:SYMBol:PATTern< label_name >, < symbol__name >, < pattern^value > 


= string of up to 6 alphanumeric characters 
= string of up to 16 alphanumeric characters 
= “{#B{0|1|X}...| 

#Q{0|1|2|3|4|516|7|X}... I 
#H{0|1|2|3|4|516|7|8|9|A|B|C|D|E|F|X}... | 

{0|1|2|3|4|5|6|7|8|9}...r 


OUTPUT XXX;":MACHINE1:SYMB0L:PATTERN ’STAT\ ’MEM__RD'/#H01XX'” 
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RANGe 


Command Syntax: 


where; 

< label_name > 
<symbol_name> 
<start__value> 


< stop_value > 


Example: 
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command 


The RANGe command allows you to create a range symbol containing a 
start value and a stop value for the specified label. The values may be in 
binary (#B), octal (#Q), hexadecimal (#H) or decimal (default). You 
may not use "don’t cares" in any base. 

:MACHine{ 112}: SYMBol: RANGe < label_name >, < symbol_name >, < start_value >, 
<stop_value> 


:: = string of up to 6 alphanumeric characters 
:: = string of up to 16 alphanumeric characters 

#Q{0|1|2|3|4|516|7}... I 
#H{0|1|2|3|4|5|6|7|8|9|A|B|C|D|E|F} ... | 
{0|1|2|3|4|5|6|7|8|9}...}" 
::=“{#B{0|1}...| 

#Q{0|1|2|3|4|51617}... I 

#H{0|1 |2|3|4|5|6|7|8|9|A|B|C|D|E|F} ... | 

{0i1|2|3|4|5|6|7|8|9}...}" 


OUTPUT XXX:":MACHINE1:SYMB0L:RANGE 'STAT', 'I0_ACC','0','#H000F'" 
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REMove 

Command Syntax; 

Example; 


command 


The REMove command deletes all symbols from a specified machine. 
;MACHine{1 |2};SYMBol;REMove 


OUTPUT XXX;*':MACHINE1:SYMBOL:REMOVE" 
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WIDTH 


Note d 

Command Syntax: 

where; 

< label^name > 
<width_value > 

Example: 


SYMBol Subsystem 
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command 


The WIDTh command specifies the width (number of characters) in 
which the symbol names will be displayed when symbols are used. 


The WIDTh command does not affect the displayed length of the symbol 
offset value. 


:MACHine{1 |2}:SYMBol:WIDTh <label_name>,<width_value> 


:: = string of up to 6 aiphanumeric characters 
::= integer from 1 to 16 


OUTPUT XXX;”:MACHINE1:SYMB0L:WIDTH 'DATA',9 
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Introduction The SCOPe subsystem provides access to the commands and the 

oscilloscope subsystem commands that control the basic operation of the 
oscilloscope. At the SCOPe subsystem level is a command that turns the 
oscilloscope on or off (SMODe), specifies how the oscilloscope is Armed 
(ARM), and the AUToscale command. 

Additionally, the following subsystems are a part of the SCOPe subsystem. 
Each is explained in a separate chapter. 

• CHANnel subsystem (chapter 22) 

• TRIGger subsystem (chapter 23) 

• ACQuire subsystem (chapter 24) 

• TIMebase subsystem (chapter 25) 

• WAVeform subsystem (chapter 26) 

• MEASure subsystem (chapter 27) 

Not all scope-related functions can be duplicated with programming 
instructions. If you are unable to get a desired configuration strictly 
through programming instruction, try the following steps: 

1. Manually configure the HP 1652B/53B through the front panel. 

2. Save configuration to a disk (through the front panel or through the 
:MMEM:STORE "CONFIG","Setups” instruction). 

Now you can use the command MMEM:L0AD "CONFIG" to load in the desired 
configuration. 
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ann_source = {RUN \ MACHine{l \ 2] \ BNC) 

Figure 21-1. SCOPe Subsystem Syntax Diagram 
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scope 


SCOPe 


Command Syntax: 

Example; 


selector 


The SCOPe selector is used to indicate the beginning of a compound 
command (or query) for a function within the SCOPe subsystem. Since 
SCOPe is a root-level command, it will normally appear as the first 
element of a compound header. 

:SCOPe 

OUTPUT XXX; SCOPE:TRIGGER:SLOPE NEGATIVE" 


HP 1652B/1653B 
Programming Reference 


SCOPe Subsystem 
21-3 



Arm 


Arm 

Command Syntax: 

where: 

<arm_source> 

Example: 
Query Syntax: 
Returned Format: 
Example: 


command/query 

The ARM command specifies the arming source of the oscilloscope. 

The ARM query returns the source that the oscilloscope is armed by. 
:SCOPe:ARM <arm source > 


::= {RUN | MACHIne{112} | BNC} 

OUTPUT XXX; : SCOPE: ARM: MACHINE2” 

:SCOPe:ARM? 

[:SCOPe:ARM] <arm_source> 

10 DIM String![100] 

20 OUTPUT XXX;”:SCOPE:ARM?" 

30 ENTER XXX; String! 

40 PRINT String! 

50 END 
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AUToscale command 


The AUToscale command causes the oscilloscope to automatically select 
the vertical sensitivity, vertical offset, trigger level and timebase settings 
for a stable display on one or both chaimels. The input signal required for 
Autoscale must have an amplitude above 10 mV peak, and a frequency 
between 50 Hz and 100 MHz.. 

Command Syntax: ;SCOPe;AUToscaie 

Example: output XXX,-": scope :AUT0SCALE” 
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SMODe 


SMODe 

Command Syntax: 
Example: 
Query Syntax: 
Returned Format: 

Example: 
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command/query 


The SMODe command allows the oscilloscope to be turned on or off over 
the bus. 

The SMODe query returns the current status of the oscillosocpe. 
:SCOPe:SMODe {ON | OFF} 


OUTPUT XXX;":SCOPe:SMODe ON" 


:SCOPe:SMODe? 


[:SCOPe:SMODe] {ON|OFF}<NL> 


10 DIM Sm$[100] 

20 OUTPUT XXX;": SCOPE .-SMODE?" 
30 ENTER XXX:Sm$ 

40 PRINT Sm$ 

50 END 
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Introduction 


The CHANnel subsystem commands control the channel display and the 
vertical axis of the oscilloscope. Each channel must be programmed 
independently for all offset, range and probe functions. The conunands 
are: 

• CHANnel 

• coupling 

• OFFSet 

• PROBe 

• RANGe 
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channernumber = {1 \ 2} 

offset_arg = real number defining the voltage at the center of the display- The offset range depends on 
the input impedance setting The offset range for 1MQ input is —125 V to +125 V. The offset range for 
50Qinputis—5Vto + 5V. 

probe^arg = integer from 1 through 1000, specifying the probe attenuation with respect to L 
range_arg = real number specifying vertical sensitivity- The allowable range is 15 mV to 10 Vfor a 
probe attenuation of 1- The specified range is equal to 4 times VoltsIDiv- 

Figure 22-1. CHANnel Subsystem Syntax Diagram 
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CHANnel 


CHANnel 


selector 


The CHANnel selector is used as part of a compound command header to 
access the settings found in oscilloscope’s CHANnel menu. It always 
follows the SCOPe selector because it selects a branch below the SCOPe 
level in the command tree. 

Command Syntax: ;SCOPe:CHANnei < n > 
where; 

<N> ::= {1 I 2} 

Example: output XXX; scope:CHANNEL2:offset 2.5" 
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coupling 


coupling 

Command Syntax: 
Example: 
Query Syntax: 
Returned Format: 
Example: 


command/query 


The coupling command sets the input impedance for the selected 
channel. The choices are either IM Ohm (DC) or 50 Ohms (DCFifty). 

The query returns the current input impedance for the specified channel. 

:SCOPe:CHANnel{1 |2}:COUPIing {DC|DCRfty} 


OUTPUT XXXSCOPE:CHANNEL1:COUPLING DC" 


:SCOPe:CHANnel{1 |2};COUPIing? 


[;SCOPe:CHANnel{112};COUPIing] {DC|DCRfty}<NL> 
10 DIM Cc$[100] 

20 OUTPUT XXX;":SC0PE:CHANNEL1:C0UPLING?" 

30 ENTER XXX;Cc$ 

40 PRINT Cc$ 

50 END 
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OFFSet 


Command Syntax: 

where: 

< value > 

Example: 
Query Syntax: 
Returned Format: 
Example: 


command/query 


The OFFSet command sets the voltage that is represented at center 
screen for the selected channel. The allowable offsets for 1:1 probes are: 

± 2 V < 74 mV/div 

± 10 V between 74 mV/div and 370 mV/div 
± 50V between 370 mV/div and 1.85 V/div 
± 125 V > 1.85 V/div 

When the input impedance is set to 50 Q the maximum offset is as 2 V for 
V/Div settings less than 74 mV and is ±5 V for V/Div settings greater 
than 74 mV. 

The offset value is recompensated whenever the probe attenuation factor 
is changed. 

The query returns the current value for the selected channel. 
:SCOPe:CHANnel{1 |2}:OFFSet <value> 


::= {-250Vto + 250Vmax. atlMQ | ~ 5 Vto + 5 Vat 50 O} 
OUTPUT XXX;SCOP:CHAN1:0FFS 1.5" 

:SCOPe:CHANnel{1 l2}:OFFSet? 

[:SCOPe:CHANnel{1 |2}:OFFSet] <value><NL> 

10 DIM Co$[100] 

20 OUTPUT XXX;":SC0PE:CHANNEL1:0FFSET?" 

30 ENTER XXX;Co$ 

40 PRINT Co$ 

50 END 
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PROBe 


command/query 


The PROBe command specifies the attenuation factor for an external 
probe connected to a channel. The command changes the channel voltage 
references such as range, offset, trigger levels and automatic 
measurements. The actual sensitivity is not changed at the channel input. 
The allowable probe attenuation factor is an integer from 1 to 1000. 

The query returns the probe attenuation factor for the selected channel. 

Command Syntax: :SCOPe:CHANnel{1|2}:PROBe <atten> 

where: 

<atten > :: = Integer from 1 to 1000 


Example: 
Query Syntax: 
Returned Format: 


OUTPUT XXX;":SC0Pe:CHANl:PR0B 10” 
:SCOPe:CHANnel{1 |2}:PROBe? 
[:SCOPe:CHANnel{1 |2}:PROBe] <atten><NL> 


Example: lo dim Att$[ioo] 

20 OUTPUT XXX;SCOPE:CHANNEL1:PROBE?" 
30 ENTER XXX;Att$ 

40 PRINT Att$ 

50 END 


CHANnel Subsystem 
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RANGe command/query 


The RANGe command defmes the full-scale (4 x Volts/Div) vertical axis 
of the selected channel. The values for the RANGe co mm and are 
dependent on the current probe attenuation factor for the selected 
channel. The allowable range for a probe attenuation factor of 1:1 is 
60 mV to 40 V. For a larger probe attenuation factor, multiply the range 
limit by the probe attenuation factor. 

The RANGe query returns the current range setting. 

Command Syntax: :SCOPe;CHANnel {1 |2}:RANGe <range> 

where: 

< range > ::= 60 mV to 40 V for a probe attenuation factor of 1:1 

Example: output XXX;":scope:CHANNEL1:RANGE 4.8" 

Query Syntax: ;SCOPe:CHANnel {1 |2}.RANGe? 

Returned Format: [:SCOPe:CHANnel{1 |2}:RANGe] <range><NL> 

Example: lo dim Pr$[ioo] 

20 OUTPUT XXX:":SC0PE:CHANNEL1:RANGE?" 

30 ENTER XXX;Pr$ 

40 PRINT Pr$ 

50 END 
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Introduction The commands of the TRIGger subsystem allow you to set all the trigger 

conditions necessary for generating a trigger. There are two trigger 
modes: Edge and Immediate. If a command is valid for the chosen trigger 
mode, then that setting will be accepted by the oscilloscope. However, if 
the command is not valid for the trigger mode, an error will be generated. 
None of the commands of this subsystem are used in conjunction with 
Immediate trigger mode. See Figme 23-1 for the TRIGger subsystem 
syntax diagram. 


The Edge 
Trigger Mode 


In the Edge trigger mode, the oscilloscope triggers on an edge of a 
waveform, specified by the SOURce, LEVel, and SLOPe commands. If a 
source is not specified, then the current source is assumed. 


The Immediate In the Immediate trigger mode, the oscilloscope wiU trigger by itself when 
Trigger Mode the arming requirements are met. 
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level _value = trigger level in volts 

Figure 23-1. TRIGger Subsystem Syntax Diagram 
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TRIGger 


TRiGger 

Command Syntax: 
Example: 
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selector 


The TRiGger selector is used as part of a compound command header to 
access the settings found in oscilloscope’s Trigger menu. It always follows 
the SCOPe selector because it selects a branch below the SCOPe level in 
the command tree. 

:SCOPe;TRIGger 


OUTPUT XXX: ":SC0PE:TRIGGER:CHANNEL1;LEVEL 2.0" 
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LEVEL 


LEVEL 


Note d 

Command Syntax: 

where: 

< value > 

Example; 
Query Syntax: 
Returned Format: 

Example: 


command/query 


The LEVEL command sets the trigger level voltage for the selected 
source or path. This command cannot be used in the IMMEDIATE 
trigger mode. 

The query returns the trigger level for the ciurent path or source. 


There is no shortform for LEVEL. This is an intentional deviation from 
the normal trimcation rule. 


:SCOPe:TRIGger:LEVEL <value > 


:: = Trigger level in volts 


OUTPUT XXX;":SCOPE:TRIG:LEVEL 1.0” 


:SCOPe:TRIGger:LEVEL? 


[;SCOPe:TRIGger:LEVEL] <value><NL> 


10 DIM El$[100] 

20 OUTPUT XXX;”:SCOPE:TRIGGER:SOURCE CHANNELl;LEVEL?” 
30 ENTER XXX;E1$ 

40 PRINT E1$ 

50 END 
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MODE 


MODE 


Command Syntax: 
Example: 
Query Syntax: 
Returned Format: 
Example: 


command/query 


The MODE command allows you to select the trigger mode for the 
oscilloscope. The EDGE mode will trigger the oscilloscope on an edge 
whose slope is determined by the SLOPe command at a voltage set by the 
LEVEL command. In the IMMediate trigger mode, the oscilloscope goes 
to a freerun mode and does not wait for a trigger. The IMMediate mode is 
used in armed-by other machine applications. 

The query returns the current mode. 

:SCOPe:TRIGger:MODE {EDGE| IMMediate} 

OUTPUT XXX;":SCOPE:TRIGGER:MODE EDGE" 


;SCOPe:TRIGger:MODE? 


[:SCOPe:TRIGger:MODE] {EDGE|IMMediate} <NL> 


10 DIM Md$[100] 

20 OUTPUT XXX:":SCOPE:TRIGGER;MODE?" 
30 ENTER XXX:Md$ 

40 PRINT Md$ 

50 END 
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SLOPe 


command/query 


The SLOPe command selects the trigger slope for the previously 
specified trigger source. This command can only be used in the EDGE 
trigger mode. 

The query returns the slope of the current trigger source. 

Command Syntax: ;SCOPe;TRIGger;SLOPe {positive I NEGative} 

Example: output XXX;":SC0P:TRIG:S0URCE CHAN1;SL0PE POS" 

Query Syntax: :SCOPe:TRiGger:SLOPe? 

Returned Format: t;SCOPe;TRIGger:SLOPe] {positive I NEGative} <NL> 

Example: lo dim Ts$[ioo] 

20 OUTPUT XXX:";SC0P:TRIG:S0UR CHAN1;SL0P?" 

30 ENTER XXX;Ts$ 

40 PRINT Ts$ 

50 END 
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SOURce 


Command Syntax: 
Example: 
Query Syntax: 
Returned Format: 
Example: 


command/query 


The SOURce command is used to select the trigger source and is used for 
any subsequent SLOPe and LEVEL commands. This command can only 
be used in the EDGE trigger mode. 

The query returns the current trigger source. 

:SCOPe:TRIGger:SOURce {CHANnel{112}} 


OUTPUT XXX;":SCOP:TRIG:SOUR CHANl" 


:SCOPe;TRIGger:SOURce? 


[:SCOPe:TRIGger:SOURce] {CHANnel{1 |2}}<NL> 


10 DIM Tso$[100} 

20 OUTPUT XXX;";SCOPE;TRIGGER:SOURCE?" 
30 ENTER XXX;Tso$ 

40 PRINT Tso$ 

50 END 
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Introduction The ACOuire subsystem commands are used to select the type of 

acquisition and the number of averages to be taken if the average type is 
chosen. The commands are: 

• COUNt 

• TYPE 



count_ai^ = {2\4\8\16\32\64\128\2S6] An integer that specifies the number of averages to be taken of 
each time point. 

Figure 24-1. ACQuire Subsystem Syntax Diagram 
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Acquisition Type 
Normai 


In the Normal mode, with the Accumulate command OFF, the 
oscilloscope acquires waveform data and then displays the waveform. 
When the oscilloscope makes a new acquisition, the previously acquired 
waveform is erased from the display and replaced by the newly acquired 
waveform. 


When the Accumulate command is ON, the oscilloscope displays all the 
waveform acquisitions without erasing the previously acquired waveform. 


Acquisition Type 
Average 


In the Average mode, the oscilloscope averages the data points on the 
waveform with previously acquired data. Averaging helps eliminate 
random noise from the displayed waveform. In this mode the 
Accumulate command is OFF. When Average mode is selected, the 
number of averages must also be specified using the COUNt command. 
Previously averaged waveform data is erased from the display and the 
newly averaged waveform is displayed. 


ACQuire Subsystem 
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ACQuire 


ACQuIre selector 


The ACQuire selector is used as part of a compound command header to 
access the settings found in oscilloscope’s Acquire menu. It always 
follows the SCOPe selector because it selects a branch below the SCOPe 
level in the command tree. 

Command Syntax: ;SCOPe;ACQuire 

Example: output XXX; ■’:SC0PE:ACQUIRE:TYPE NORMAL" 
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COUNt 


COUNt 


Command Syntax: 

where 

< count > 

Example 

Query Syntax: 

Returned Format 

Example: 
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command/query 


The COUNt command specifies the number of acquisitions for the 
running weighted average. This command generates an error if Normal 
acquisition mode is specified. 

The query returns the last spedfied count. 

:SCOPe;ACQuire:COUNt < count > 


::= {2|4|8|16|32|64|1281256} 


OUTPUT XXX:":SCOPE:ACQUIRE:COUNT 16" 


;SCOPe:ACQuire:COUNt? 


[:SCOPe:ACQuire:COUNt] <count> <NL> 


10 DIM Ac$[100] 

20 OUTPUT XXX;":SCOPE:ACQ:C0UN?" 
30 ENTER XXX;Ac$ 

40 PRINT Ac$ 

50 END 
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TYPE 


command/query 


The TYPE command selects the type of acquisition that is to take place 
when the STARt command is executed. One of three acquisition types 
may be selected: the NORMal, AVERage, or Accumulate mode. 

The query returns the last specified type. 

Command Syntax :SCOPe;ACOuire:TYPE {NORMal lAVERage I Accumulate} 

Example: output XXX;":SC0PE:ACQUIRE:TYPE NORMAL" 

Query Syntax: :SCOPe;ACQulre:TYPE? 

Returned Format: [:SCOPe:ACQulre:TYPE] {NORMal lAVERage} <NL> 

Example: lo dim At$[ioo] 

20 OUTPUT XXX:":SCOPE:ACQUIRE:TYPE?" 

30 ENTER XXX:At$ 

40 PRINT At$ 

50 END 
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Introduction The commands of the TIMebase subsystem control the Timebase, Trigger 

Delay Time, and the Timebase Mode. If TRIGGERED mode is to be 
used, ensure that the trigger specifications of the TRJGger subsystem have 
been set. Refer to Figure 25-1 for the TIMebase subsystem syntax diagram. 



delay_arg = delay time in seconds, from -2500 seconds through -h 2500 seconds 
range_arg = a real number from 5 ns through 10s 

Figure 25-1. TIMebase Subsystem Syntax Diagram 
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TIMebase 


TIMebase selector 


The TIMebase selector is used as part of a compound command header to 
access the settings found in oscilloscope’s Timebase menu. It always 
follows the SCOPe selector because it selects a branch below the SCOPe 
level in the command tree. 

Command Syntax: ;SCOPe;TiMebase 

Example: output XXX: ":SC0PE:TIMEBASE:M0DE AUTO" 
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DELAY 


DELAY 


Note 4^ 

Command Syntax: 

where: 

< delay time > 

Example: 
Query Syntax: 
Returned Format: 
Example: 


command/query 


The DELAY command sets the time between the trigger and the center 
of the screen if the trigger events count is zero. If the trigger events count 
is non-zero, the center of the screen is the trigger events count plus the 
delay time. 

The query returns the current delay setting. 


The DELAY co mm and in the TIMebase subsystem has no shortform. 
This is an intentional deviation from the normal truncation rules. 


:SCOPe;TIMebase;DELAY <delaytime> 


;; = delay time in seconds 


OUTPUT XXX;":SCOPe:TIMebase:DELAY 2US" 


:SCOPe:TIMebase: DELAY? 


[;SCOPe;TIMebase:DELAY] <value><NL> 


10 DIM 0t$[100] 

20 OUTPUT XXX;";SCOPe:TIMebase:DELAY?" 
30 ENTER XXX:Dt$ 

40 PRINT 0t$ 

50 END 
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MODE 


MODE command/query 


The MODE command sets the oscilloscope timebase to either Auto or 
Triggered mode. When the AUTO mode is chosen, the oscilloscope waits 
approximately one second for a trigger to occur. If a trigger is not 
generated within that time, then auto trigger is executed. If a signal is not 
applied to the input, a baseline is displayed. If there is a signal at the input 
and the specified trigger conditions have not been met within one second, 
the waveform display will not be synchronized to a trigger. 

When the TRIGGERED mode is chosen, the oscilloscope waits until a 
trigger is received before data is acquired. The TRIGGERED mode 
should be used when the trigger source signal is less than at a 40 Hz 
repetition rate. 

The Auto-Trig On field in the trigger menu is the same as the AUTO 
mode over HP-IB or RS-232C. Setting the mode to TRIGGERED is the 
same as the Auto-Trig Off on the front panel. 

The query returns the current TIMebase mode. 

llll The TRIGGERED argument for MODE has no shortform. This is an 
NOtG ’■r intentional deviation from the normal truncation rule. 

Command Syntax: :SCOPe:TIMebase:MODE {TRIGGERED I AUTO} 

Example: output XXX;":SC0PE:TIME:M0DE AUTO” 
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MODE 


Query Syntax: :SCOPe:TIMebase:MODE? 

Returned Format; [:SCOPe:TIMebase:MODE] {AUTO 1 TRIGGERED} <NL> 

Example: lo dim Tm$[ioo] 

20 OUTPUT XXX scope :T1MEBASE:MODE?" 

30 ENTER XXX;Tin$ 

40 PRINT Tm$ 

50 END 
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RANGe 


RANGe 

Command syntax: 

where: 

< range > 
Example: 
Query Syntax: 
Returned Format: 
Example: 
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command/query 


The RANGE command sets the full-scale horizontal time in seconds. The 
RANGE value is ten times the front panel field of s/div. 

The query returns the current range. 

:SCOPe:TIMebase:RANGe <range > 


time in seconds 


OUTPUT XXXSCOPE:TIMEBASE:RANGE 2US" 


:SCOPe:TIMebase:RANGe? 


[:SCOPe:TIMebase:RANGe] < range > <NL> 


10 DIM Tr$[100] 

20 OUTPUT XXX;”:SCOPE:TIMEBASE:RANGE?” 
30 ENTER XXX;Tr$ 

40 PRINT Tr$ 

50 END 
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Introduction 


The commands of the WAVeform subsystem are used to transfer 
waveform data from the oscilloscope to a controller. The commands are: 


• COUNt 

• DATA 

• FORMat 

• POINts 

• PREamble 

• RECord 

• SOURce 

• TYPe 

• VALid 

• XINCrement 

• XORigin 

• XREFerence 

• YINCrement 

• YORigin 

• YREFerence 
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FORMal >-H space 


RECord space —I—►(FULLJ 


SOURce space ^M channel—# 


XINCrement? 


XORIgin? 


, XREFerence?, 


, YINCrement? 


, YORIgin?^ 


, YREFerence? 


channel_# = {1|2} 


Figure 26-1. WAVeform Subsystem Syntax Diagram 
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Waveform 

Record 


Data Acquisition 
Types 

Normal Mode 


Average Mode 


HP 1652B/1653B 
Programming Reference 


The waveform record is actually contained in two portions; the waveform 
data and preamble. The waveform data is the actual data acquired for 
each point. The preamble contains the information for interpreting 
waveform data. Data in the preamble includes number of points acquired, 
format of acquired data, average count and the type of acquired data. 

The preamble also contains the X and Y increments, origins, and 
references for the acquired data for translation to time and voltage values. 

The values set in the preamble are based on the settings of the variables in 
the ACQuire, WAVeform, CHANnel, and TIMebase subsystems. The 
ACQuire subsystem determines the acquisition type and the average 
count, the WAVeform subsystem sets the number of points and the format 
mode for sending waveform data over the remote interface and the 
CHANnel and TIMebase subsystems set all the X - Y parameters. 


The two acquisition types that may be chosen are Normal and Average. 


In the Normal mode, with Accumulate command OFF, the oscilloscope 
acquires waveform data and then displays the waveform. When the 
oscilloscope takes a new acquisition, the previously acquired waveform is 
erased from the display and replaced by the newly acquired waveform. 

When Accumulate is set ON, the oscilloscope displays all the waveform 
acquisitions without erasing the previously acquired waveform. 

In the Average mode, the oscilloscope averages the data points on the 
waveform with previously acquired data. Averaging helps eliminate 
random noise from the displayed waveform. In this mode ACCumulate is 
set to OFF. When Average mode is selected the number of averages must 
also be specified using the COUNt command. Previously displayed 
waveform data is erased from the display and the newly averaged 
waveform is displayed. 


WAVeform Subsystem 
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Format for Data There are three formats for transferring waveform data over the remote 
TranSfOr interface. The formats are WORD, BYTE, and ASCII. 

WORD and BYTE formatted waveform records are transmitted using the 
arbitrary block program data format specified in IEEE-488.2. When you 
use this format, the ASCII character string "#8 < DDDDDDDD > ” is sent 
before the actual data. Each D represents an ASCII digit. The eight-digit 
number represents the number of bytes to follow. 

For example, if 2048 points of data are to be transmitted, the ASCII string 
#800002048 would be sent. 

BYTE Format In BYTE format, the six least significant bits represent the waveform data. 

This means that the display is divided into 64 vertical increments. The 
most significant bit is not used. The second most significant bit is the 
overflow bit. If this bit is set to "1" and all data bits are set to "0” then the 
waveform is clipped at the top of the screen. If all ”0’’s are returned, then 
the waveform is clipped on the bottom of the display (see figure 26-2). 

NORMAL AND AVERAGE ACQUISITION TYPE 
128 64 32 16 8 4 2 1 

MSB 


Figure 26-2. Byte Data Structure 

The data returned in BYTE format are the same for either Normal or 
Average acquisition types. The data transfer rate in this format is faster 
than the other two formats. 
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WORD Format Word data is two bytes wide with the most significant byte of each word 

being transmitted first. Each 16-bit value effectively places a data point on 
screen. The screen therefore is divided into 16384 vertical increments. The 
WORD data structure for normal and average acquisition types are shown 
in figure 26-3. 

The relationship between BYTE and WORD formats are similar. Byte 
data values equal word data values divided by 256. This is the reason that 
the least significant byte in the normal acquisition mode always contains 
"0'’s. In the average acquisition mode, the extra bits of resolution gained by 
averaging occupy the least significant byte of the word. However, this is 
only true when RECord type is set to WINDow. 

NORMAL ACQUISITION TYPE 


MSB LSB 



OVERFLOW 


AVERAGE ACQUISITION TYPE 


MSB LSB 



OVERFLOW 16530/BL19 


Figure 26-3. Word Data Structure 

ASCII Format ASCII formatted waveform records are transmitted one value at a time, 

separated by a comma. The data values transmitted are the same as would 
be sent in the WORD format except that they are converted to an integer 
ASCII format (six or less characters) before being transmitted. The 
header before the data is not included in this format. 
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Data Conversion 


Conversion from Data 
Value to Voltage 


Conversion from Data 
Value to Time 


Conversion from Data 
Value to Trigger Point 
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Data sent from the HP 1652B/53B is raw data and must be scaled for 
useful interpretation. The values used to interpret the data are the X and 
Y references, X and Y origins, and X and Y increments. These values are 
read from the waveform preamble or by the queries of these values. 

The formula to convert a data value returned by the instrument to a 
voltage is: 

voltage = [(data value — yreference) X yincrement] + yorigin 


The time value of a data point can be determined by the position of the 
data point. As an example, the third data point sent with XORIGIN = 
16ns, XREFERENCE = 0 and XINCREMENT = 2ns. Using the 
formula: 

time = [(data point number — xreference) x xincrement] + xorigin 
would result in the following calculation: 
time = [(3 -0) x 2ns] + 16ns = 22ns. 


The trigger data point can be determined by calculating the closest data 
point to time 0. 


HP 1652B/1653B 
Programming Reference 


WAVeform 


WAVeform 


Command Syntax: 

Example: 
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selector 


The WAVeform selector is used as part of a compound command header 
to access the settings found in oscilloscope’s Waveform menu. It always 
follows the SCOPe selector because it selects a branch below the SCOPe 
level in the command tree. 

;SCOPe:WAVeform 


OUTPUT XXX; SCOPE:WAVEF0RM: 


WAVeform Subsystem 
26-7 



COUNt 


COUNt 


Query Syntax: 
Returned Format: 

where: 

< count > 

Example: 


query 


The COUNt query returns the AVERage count that was last specified in 
the Acquire subsystem. If the display mode is either NORMal or 
Accumulate, a 1 is returned. If the display mode is AVERage, the 
average number is returned. 

:SCOPe:WAVeform;COUNt? 


[:SCOPe:WAVeform:COUNt] <count><NL> 


::= {2|4|8|16|32|64|128|256} 


10 DIM Ac$[100] 

20 OUTPUT XXX;":SC0PE:WAVEFORM COUNT?" 
30 ENTER XXX;Ac$ 

40 PRINT Ac$ 

50 END 
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DATA 


DATA 


Query Syntax: 
Returned Format: 

Example: 
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query 


The DATA query returns the waveform record stored in a specified 
channel buffer. The SOURce command of this subsystem has to be used 
to select the specified channel. The data is transferred based on the 
FORMAT (BYTE, WORD or ASCII) chosen and the RECORD 
specified (FULL or WINDOW). Since WAVeformiDATA is a query 
only, it can not be used to send a waveform record back to the 
oscilloscope from the controller. If a waveform record is to be saved for 
later reloading into the oscilloscope, the SYSTem:DATA command 
should be used. See the DATA instruction in the SYSTem subsystem for 
information concerning the < block data > parameter. 

:SCOPe:WAVeform:[SOURce CHANnel{1 |2};]DATA? 


[:SCOPe:WAVeform:DATA]#800004096 <block data> <NL> 


The foUowing example program moves data from the HP 1652B/53B to a 
controller. 


100 

110 

120 

130 

140 

150 

160 

170 

180 

190 

200 

210 

220 

230 

240 


CLEAR XXX 
OUTPUT XXX 
OUTPUT XXX 
OUTPUT XXX 
OUTPUT XXX 
OUTPUT XXX 
OUTPUT XXX 


SYSTEM:HEADER OFF" 

SCOPElACQUIRE:TYPE NORMAL" 
SCOPEiWAVEFORM:SOURCE CHANNELl" 
SC0PE:WAVEF0RM:F0RMAT BYTE" 
SCOPE:WAVEFORM:RECORD FULL" 
SCOPE:AUTOSCALE" 


DIM Headers[20] 


Length=2048 

ALLOCATE INTEGER WAVEF0RM(1:Length) 
OUTPUT XXX;":SCOPE:WAVEFORM:DATA?" 
ENTER XXX USING "#,10A";Header$ 
ENTER XXX USING "#.B";Wavefonn(^) 
ENTER XXX USING "#,B";Lastchar 
END 
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FORMat 


FORMat 


command/query 


The FORMat command specifies the data transmission mode of 
waveform data over the remote interface. 

The query returns the currently specified format. 

Command Syntax: :SCOPe:WAVeform;FORMat {BYTE|WORD|ASCii} 

Example: output XXX;": scope:WAV: format" 


Query Syntax: .•SCOPe:WAVeform:FORMat?" 


Returned Format: [;SCOPe:WAVeform:FORMat] {BYTE|WORD|ASCii}<NL> 
Example: lO dim Fo$[ 100 ] 

20 OUTPUT XXX;":SC0PE:WAVEF0RM:FORMAT?" 

30 ENTER XXX;Fo$ 

40 PRINT Fo$ 

50 END 
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POINts 


POINts 


query 


When WAVeform RECord is set to FULL, the POINts query always 
returns a value of 2048 points. When WAVeform RECord is set to 
WINDOW, then the query returns the niunber of points displayed on 
screen. 

Query Syntax: :SCOPe:WAVeform:POINts? 

Returned Format: [:SCOPe:WAVeform:POINts] <points><NL> 
where: 

< points> :: = number of points depending on setting of WAVeform RECord command 


Example: lo dim Po$[ioo] 

20 OUTPUT XXX;”:SC0PE:WAVEF0RM:P0INTS?" 
30 ENTER XXX;Po$ 

40 PRINT Po$ 

50 END 
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PREAmble 


PREAmble 



Query Syntax: 
Returned Format: 


Example: 
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query 


The PREAmble query returns the preamble of the specified channel. The 
channel is specified using the SOURce command. 


The short form for PREAMBLE is PREAmble. This is an intentional 
deviation from the normal truncation rule. 


:SCOPe:WAVeform: [SOURce CHANnel{1 |2};]PREAmble? 


[:SCOPe:WAVeform:PREAmble] 


< format >, 

< type >, 

< points >, 

< count >, 

<Xincrement>, 

<Xorigin>, 

< Xreference >, 

<Yincrement>, 

<Yorigin>, 

< Yreference > < NL > 

10 DIM Pr$[300] 

20 OUTPUT XXX;”:SCOPE:WAVEFORM:PREAMBLE?” 
30 ENTER XXX;Pr$ 

40 PRINT Pr$ 

50 END 
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RECord 


Command Syntax: 
Example: 
Query Syntax: 
Returned Format: 
Example: 


command/query 


The RECord command specifies the data you want to receive over the 
bus. The choices are FULL or WINDOW. When FULL is chosen the 
entire 2048 point record of the specified channel is transmitted over the 
bus. In WINDOW mode, only the data displayed on screen will be 
returned. Use the SOURce command to select the channel of interest. 
The query returns the present mode chosen. 

;SCOPe;WAVeform;RECord {FULL |WlNDow} 

OUTPUT XXX;’’:SCOPE;WAV:SOUR CHAN1;REC FULL" 


:SCOPe:WAVeform:RECord? 


[:SCOPe;WAVeform:RECord] {FULL]WlNDow} <NL> 


10 DIM Wr$[100] 

20 OUTPUT XXX:’’:SCOPE:WAVEF0RM:SOURCE CHANNELl:REC0RD?’’ 
30 ENTER XXX:Wr$ 

40 PRINT Wr$ 

50 END 
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SOURce 


SOURce 


command/query 


The SOURce command specifies the channel that is to be used for all 
subsequent waveform commands. 

The query returns the presently selected channel. 

Command Syntax: ;SCOPe:WAVeform;SOURce CHANnel{1|2} 


Example: output XXX;":scope:WAVEF0RM:source CHANNELl" 


Query Syntax: :SCOPe:WAVeform:SOURce? 


Returned Format: [;SCOPe:WAVeform:SOURce] CHANnel<N><NL> 


Example: lo dim Ws$[ioo] 

20 OUTPUT XXX;":SCOPE:WAVEF0RM:SOURCE?" 
30 ENTER XXX;Ws$ 

40 PRINT Ws$ 

50 END 
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TYPE 


TYPE 


query 


The TYPE query returns the present acquisition type which was specified 
in the ACQuire subsystem. 

Query Syntax: :SCOPe:WAVeform:TYPE? 

Returned Format: [:SCOPe;WAVeform;TYPE]{NORmal |AVERage |ACCumulate} < NL> 


Example: lo dim wt$[ioo] 

20 OUTPUT XXX:":SCOPE:WAVEFORM:TYPE?" 
30 ENTER XXX;Wt$ 

40 PRINT Wt$ 

50 END 
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VALid 


VALid 

Query Syntax: 
Returned Format: 

where: 

0 

1 

Example: 
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query 


The VALid query checks the oscilloscope for acquired data. If a 
measurement is completed, and data has been acquired by all channels, 
then the query reports a 1. A 0 is reported if no data has been acquired for 
the last acquisition. 

:SCOPe:WAVeform:VAUd? 


[;SCOPe:WAVeform:VAUd] {0|1}<NL> 


No data acquired 
= Data has been acquired 


10 DIM Da$[100] 

20 OUTPUT XXX;":SC0PE:WAVEF0RM:VALID?" 
30 ENTER XXX:Da$ 

40 PRINT Da$ 

50 END 
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XINCrement 


XINCrement 


query 


The XINCrement query returns the X-increment currently in the 
preamble. This value is the time between the consecutive data points. 

Query Syntax: :SCOPe;WA\/eform;XINCrement? 

Returned Format: [:SCOPe:WA\/eform:XINCrement]<value><NL> 
where: 


< value > :: = X-increment value currently in preamble 


Example: lo dim xi$[ioo] 

20 OUTPUT XXX:":SCOPE:WAVEFORM:XINCREMENT?" 
30 ENTER XXX:Xi$ 

40 PRINT Xi$ 

50 END 
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XORigin 


XORigin 


query 


The XORigin query returns the X-origin value currently in the preamble. 
The value represents the time of the first data point in memory with 
respect to the trigger point. 

Query Syntax: :SCOPe:WAVeform:XORigin? 

Returned Format; [:SCOPe:WAVeform:XORigin]<value><NL> 
where: 

<value> = X-origin value currentiy in preamble 


Example: lo dim xo$[ioo] 

20 OUTPUT XXX;":SC0PE:WAVEF0RM;X0R1gin?" 
30 ENTER XXX;Xo$ 

40 PRINT Xo$ 

50 END 
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XREFerence 


XREFerence 

Query Syntax: 
Returned Format: 
where: 

< value > 

Example: 


query 


The XREFerence query returns the X-reference value in the preamble. 
The value specifies the &st data point in memory and is always 0. 

:SCOPe:WAVeform:XREFerence? 


[:SCOPe:WAVeform:XREFerence] < value > < NL> 


:: = X-reference value in preamble 


10 DIM Xo$[100] 

20 OUTPUT XXX:":SC0PE:WAVEFORM:XREFerence?" 
30 ENTER XXX;Xo$ 

40 PRINT Xo$ 

50 END 
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YINCrement 


YINCrement 

Query Syntax: 
Returned Format: 

where: 

< value > 

Example: 
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query 


The YINCrement query returns the Y-increment currently in the 
preamble. This value is the voltage difference between consecutive data 
values. 

:SCOPe:WAVeform:YINCrement? 


[:SCOPe;WA\/eform:YINCrement] <value > < NL> 


= Y-increment value currently in preamble 


10 DIM Yi$[100] 

20 OUTPUT XXX;":SCOPE:WAVEFORM:YINCREMENT?" 
30 ENTER XXX:Yi$ 

40 PRINT Yi$ 

50 END 
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YORigIn 


YORigin 


query 


The YORigin query returns the Y-origin value currently in the preamble. 
This value is the voltage at the center of the screen. 

Query Syntax: :SCOPe:WAVeform:YORigin? 

Returned Format: [:SCOPe:WAVeform:YORigin]<value> <NL> 
where: 

< value > :: = Y-orIgIn value currently In preamble 


Example: lo dim Yo$[ioo] 

20 OUTPUT XXX:":SC0PE:WAVEF0RM:Y0R1gin?" 
30 ENTER XXX;Yo$ 

40 PRINT Yo$ 

50 END 
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YREFerence 


YREFerence 

Query Syntax: 
Returned Format: 
where: 

< value > 

Example: 


query 


The YREFerence query returns the Y-reference value in the preamble. 
The value specifies the data value at center screen where Y-origin occius. 

;SCOPe:WAVeform:YREFerence? 


[:SCOPe:WAVeform:YREFerence] < value >< NL > 


= Y-reference value in preamble 


10 DIM Yo$[100] 

20 OUTPUT XXX;":SC0PE:WAVEF0RM:YREFerence?" 
30 ENTER XXX;Yo$ 

40 PRINT Yo$ 

50 END 
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27 


Introduction 
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The instructions in the MEASure subsystem are used to make automatic 
parametric measurements on displayed waveforms. The instructions are: 


• ALL 

• FALLTime 

• FREQuency 

• NWIDth 

• OVERShoot 

• PERiod 

• PRESHoot 

• PWIDth 

• RISETime 

• SOURce 

• VAMPlitude 

• VBASe 

• VMAX 

• VMIN 

• VPP 

• VTOP 


Before using any of the MEASure subsystem queries, be sure that you 
have used to SOURce command to specify which channel is to be used. 
All subsequent measiuements will be made from that channel’s waveform. 

If a waveform characteristic cannot be measured, the instrument responds 
with 9.9E + 37. 
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The following characteristics can be measured: 


Frequency 

Period 

Peak-to-Peak 

Positive Pulse Width 
Negative Pulse Width 
Risetime 

Falltime 

Preshoot and 
Overshoot 

Preshoot 

Overshoot 
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The frequency of the first complete cycle displayed is measured using the 
50% level. 

The period of the first displayed waveform is measured at the 50% level. 

The absolute minimum and the maximiun voltages for the selected source 
are measured. 

Pulse width is measured at the 50% level of the first displayed pulse. 

Pulse width is measured at the 50% level of the first displayed pulse. 

The risetime of the first displayed rising edge is measured. To obtain the 
best possible measurement accuracy, select the fastest sweep speed while 
keeping the rising edge on the display. The risetime is determined by 
measuring time at the 10% and the 90% voltage points of the rising edge. 

Falltime is measured between the 10% and the 90% points of the first 
displayed falling edge. To obtain the best possible measurement accuracy, 
select the fastest sweep speed possible while keeping the falling edge on 
the display. 

Preshoot and overshoot measure the perturbation on a waveform above or 
below the top and base voltages. 

is a perturbation before a rising or a falling edge and measured as a 
percentage of the top-base voltage. 

is a pertmbation after a rising or falling edge and is measured as a 
percentage of the top-base voltage. 

For complete details of the measurement algorithms, refer to the 
Front-panel Operating Reference Manual, 

Refer to figure 27-1 for the MEASure subsystem syntax diagram. 
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channel_# = an integer {1 \ 2}. 

Figure 27-1. MEASure Subsystem Syntax Diagram 
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MEASure 


MEASure 


selector 


The MEASure selector is used as part of a compound command header 
to access the settings found in oscilloscope’s Measure menu. It always 
follows the SCOPe selector because it selects a branch below the SCOPe 
level in the command tree. 

Command Syntax: :SCOPe:MEASure 

Example: output XXX; scope:measure:source CHAN2” 


All queries in this subsystem return the measurement results of the last 
NotG ^Ir channel specified by the SOURce command. If you want measurement 
results from the other channel, you must use the SOURce command 
before using any of the queries. 
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ALL 


ALL 

Query Syntax: 
Returned Format: 


Example: 
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query 


The ALL query makes a set of measurements on the displayed waveform 
using the selected source. 

:SCOPe:MEASure:[SOURce CHANnel{1 |2};]ALL? 


[:SCOPe:MEASure:ALL PERiod] <real number >; 
[RISETime] < real number >; 

[FALLTIme] < real number >; 

[FREQuency] < real number >; 

[PWlDtH] < real number >; 

[NWIDtH] < real number >; 

[VPP] < real number >; 

[VAMPlitude] < real number >; 

[PRESHoot] < real number >; 

[OVERShoot] < real number >< NL > 


10 DIM Query$[300] 

20 IPRINTER IS 701 !THIS LINE SENDS RESULTS TO PRINTER 
30 OUTPUT XXXSCOPE:MEASURE:SOUR CHANl" 

40 OUTPUT XXX;”:SC0PE:MEASURE:ALL?’' 

50 ENTER XXX;Query$ 

60 Query$=Query$[P0S(Query!,";”)+l] 

70 LOOP 

80 I=P0S(Query!/’;”) 

90 EXIT IF NOT I 
100 PRINT Query![1,1-1] 

110 Query!=Query![I+l] 

120 END LOOP 
130 PRINT Query! 

140 PRINTER IS 1 
150 END 
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FALLTime 


FALLTIme 



Query Syntax: 
Returned Format; 

where: 

< value > 

Example: 


query 


The FALLTime query makes a fall time measurement on the selected 
channel The measurement is made between the 90% to the 10% voltage 
point of the first falling edge displayed on screen. 


The short form of FALLTIME is FALLTime. This is an intentional 
deviation of the normal truncation rule. 


:SCOPe:MEASure:[SOURce CHANnel{112};]FALLTime? 


[:SCOPe:MEASure: FALLTime] <value > <NL> 


:: = time in seconds between 10% and 90% voltage points 

10 DIM Ft$[100] 

20 OUTPUT XXX;”:SCOPE:MEASURE:S0URCE CHANNEL2;FALLTIME?” 
30 ENTER XXX;Ft$ 

40 PRINT Ft$ 

50 END 
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FREQuency 


FREQuency 

Query Syntax: 
Returned Format: 
where: 

< value > 

Example: 


query 


The FREQency query makes a frequency measurement on the selected 
channel. The measurement is made using the first complete displayed 
cycle at the 50% voltage level. 

:SCOPe;MEASure:[SOURce CHANnel{1 |2};)FREQuency? 


[: MEAsure: FREQuency] < value >< NL > 


:: = frequency in Hertz 


10 DIM Frcy$[100] 

20 OUTPUT XXX:":SC0PE:MEASURE:SOUR CHAN1;FREQ?" 
30 ENTER XXX;Frcy$ 

40 PRINT Frcy$ 

50 END 
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NWIDth 


NWIDth query 


The NWIDth query makes a negative width time measurement on the 
selected channel. The measurement is made between the 50% points of 
the first falling and the next rising edge displayed on screen. 

Query Syntax: :SCOPe:MEASure:[SOURce CHANnel{1 |2}:]NWIDth? 

Returned Format: [:SCOPe:MEASure;NWIDth] <value><NL> 
where: 

< value > :: = negative pulse width in seconds 

Example: lo dim Nw$[ioo] 

20 OUTPUT XXX;":SC0PE:MEASURE:S0URCE CHAN2;NWID?" 

30 ENTER XXX:Nw$ 

40 PRINT Nw$ 

50 END 
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OVERShoot 


OVERShoot 

Note 4^ 

Query Syntax: 
Returned Format: 

where: 

< value > 

Example: 


query 


The OVERShoot query makes an overshoot measurement on the selected 
channel. The measurement is made by finding a distortion following the 
first major transition. The result is the ratio of VMAX or VMIN vs. 
VAMPlitude. 


The short form of OVERSHOOT is OVERShoot. This is an intentional 
deviation from the normal truncation rule. 


:SCOPe:MEASure:[SOURce CHANnel{1 |2};]OVERShoot? 


[:SCOPe:MEASure:OVERShoot] < value > < NL> 


:: = ratio of overshoot to Vamplltude 


10 DIM 0vs$[100] 

20 OUTPUT XXX;":SCOPE:MEASURE SOURCE CHAN1;0VER?" 
30 ENTER XXX;0vs$ 

40 PRINT Ovs$ 

50 END 
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PERiod 


PERiod 


query 


The PERiod query makes a period measurement on the selected channel. 
The measurement equivalent to the inverse of frequency. 

Query Syntax: ;SCOPe;MEASure:[SOURce CHANnel{1 |2};]PERiod? 


Returned Format: [:SCOPe:MEASure:PERiod] <value><NL> 


where: 

<value > :: = waveform period in seconds 


Example: lo dim Pd$[ioo] 

20 OUTPUT XXX;":SCOPE:MEASURE;SOURCE CHANNELl;PERIOD?" 
30 ENTER XXX:Pd$ 

40 PRINT Pd$ 

50 END 
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PRESHoot 


PRESHoot 



Query Syntax: 
Returned Format: 

where: 

< value > 

Example: 
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query 


The PRESHoot query makes the preshoot measurement on the selected 
channel. The measurement is made by finding a distortion which precedes 
the first major transition on screen. The result is the ratio of VMAX or 
VMINvs.VAMPlitude. 


The short form of PRESHOOT is PRESHoot. This is an intentional 
deviation of the normal truncation rule. 


:SCOPe:MEASure:[SOURce CHANnel{1 |2};]PRESHoot? 


[:SCOPe;MEASure:PRESHoot] <value> <NL> 


:: = ratio of preshoot to Vamplitude 


10 DIM Prs$[100] 

20 OUTPUT XXX;":SCOPE:MEASURE:CHANNEL2:PRESH?" 
30 ENTER XXX;Prs$ 

40 PRINT Prs$ 

50 END 
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PWiDth 


PWlDth 

Query Syntax: 
Returned Format: 

where: 

< value > 

Example: 


query 


The PWlDth query makes a positive pulse width measurement on the 
selected channel. The measurement is made by Ending the time difference 
between the 50% points of the first rising and the next falling edge 
displayed on screen. 

:SCOPe;MEASure:[SOURce CHANnel{1 |2}:]PWIDth? 


[:SCOPe;MEASure:PWIDth] <value> <NL> 


:: = positive pulse width in seconds 


10 DIM Pw$[100] 

20 OUTPUT XXX;":SCOPE:MEASURE:SOURCE CHANNEL2;PWIDTH?" 
30 ENTER XXX;Pw$ 

40 PRINT Pw$ 

50 END 
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RISETime 


RISETime 



Query Syntax: 
Returned Format: 

where: 

< value > 

Example: 


query 


The RISETime query makes a risetime measurement on the selected 
channel by finding the 10% and 90% voltage levels of the first rising edge 
displayed on screen. 


The short form of RISETIME is RISETime. This is an intentional 
deviation from the normal truncation rule. 


:SCOPe;MEASure:[SOURce CHANnel{1 |2};]RISETime? 


[:SCOPe:MEASure;RISETime] <value> <NL> 


:: = risetime in seconds 


10 DIM Tr$[100] 

20 OUTPUT XXX:":SCOPE:MEASURE:SOURCE CHANNELl;RISETIME?" 
30 ENTER XXX:Tr$ 

40 PRINT Tr$ 

50 END 
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SOURce 


SOURce command/query 


The SOURce command specifies the source to be used for subsequent 
measiuements. If the source is not specified, the last waveform source is 
assumed. 

The query returns the presently specified channel. 

Command Syntax: ;SCOPe;MEASure;SOUFtce <source> 

where: 

<source> ;:= {1 | 2} 

Example: output XXX;":scope:MEASURE:S 0URCE CHANl" 

Query Syntax: ;SCOPe;MEASure:SOURce? 

Returned Format: [:SCOPe:MEASure:SOURce] CHANnel<N><NL> 

Example: lo dim So$[ioo] 

20 OUTPUT XXX;”;SCOPE:MEASURE:SOURCE?" 

30 ENTER XXX;So$ 

40 PRINT So$ 

50 END 
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VAMPlitude 


VAMPiitude 


query 


The VAMPlitude query makes a voltage measurement on the selected 
channel. The measurement is made by finding the relative maximum and 
minimum points on screen. 

Query Syntax: :SCOPe:MEASure:[SOURce CHANnel{1 |2};]VAMPIitude? 

Returned Format: [:SCOPe:MEASure:VAMPIitude] <value><NL> 
where: 

< value> = difference between top and base voltage 


Example: lo dim Va$[ioo] 

20 OUTPUT XXX;";SCOPE:MEASURE:SOURCE CHANNEL2;VAMP?" 
30 ENTER XXX;Va$ 

40 PRINT Va$ 

50 END 
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VBASe 


VBASe 


query 


The VBASe query returns the base voltage (relative minim um) of a 
displayed waveform. The measurement is made on the selected source. 

Query Syntax: :SCOPe:MEASure:[SOURce CHANnel{1 |2};]VBASe? 


Returned Format; [:SCOPe:MEASure:VBASe] <value><NL> 
where: 

< value > :: = voltage at base level of selected waveform 


Example: lo dim vb$[ioo] 

20 OUTPUT XXX;":SC0PE:MEASURE:S0URCE CHAN1;VBAS?" 
30 ENTER XXX;Vb$ 

40 PRINT Vb$ 

50 END 


MEASure Subsystem 
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VMAX 


VMAX query 

The VMAX query returns the absolute maximum voltage of the selected 
source. 

Query Syntax: :SCOPe;MEASure:[SOURce CHANnel{1 |2};]VMAX? 

Returned Format: [:SCOPe;MEASure:VMAX] <value><NL> 

where: 

< value > :: = maximum voltage of selected waveform 


Example: lo dim Vma$[ioo] 

20 OUTPUT XXX;":SCOPE:MEASURE:SOURCE CHAN2;VMAX?” 
30 ENTER XXX;Vina$ 

40 PRINT Vnia$ 

50 END 
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VMIN 


VMIN 

Query Syntax: 
Returned Format: 

where: 

< value > 

Example: 


query 

The VMIN query returns the absolute minimum voltage present on the 
selected source. 

:SCOPe:MEASure:[SOURce CHANnel{1 |2}:]VMIN? 

[:SCOPe;MEASure VMIN] <value> <NL> 


:: = minimum voltage of selected waveform 


10 DIM Vnii$[100] 

20 OUTPUT XXX;":SCOPE:MEASURE:SOURCE CHANliVMIN?" 
30 ENTER XXX;Vnii$ 

40 PRINT Vm1$ 

50 END 


MEASure Subsystem 
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VPP 


VPP 


query 


The VPP query makes a peak-to-peak voltage measurement on the 
selected source. The measurement is made by finding the absolute 
maximum and minimum points on the displayed waveform. 

Query Syntax: :SCOPe:MEASure:tSOURce CHANnel{1 |2};]VPP? 

Returned Format: [:SCOPe;MEASure;VPP] <value><NL> 
where: 

< value > ;: = peak to peak voltage of selected waveform 


Example: lo dim Vpp$[ioo] 

20 OUTPUT XXX:":SCOPE:MEASURE:SOURCE CHANliVPP?" 
30 ENTER XXX;Vpp$ 

40 PRINT Vpp$ 

50 END 
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VTOP 


VTOP 

Query Syntax: 
Returned Format: 
where: 

< value > 

Example: 


query 

The VTOP query returns the voltage at the top (relative maximum) of 
waveform on the selected source. 

:SCOPe:MEASure:[SOURce CHANnel{1 |2}:]VTOP? 

[:SCOPe:MEASure:VTOP] <value><NL> 


= voltage at the top of the selected waveform 


10 DIM Vt$[100] 

20 OUTPUT XXX;":SCOPE:MEASURE:SOURCE CHAN2;VT0P?" 
30 ENTER XXX;Vt$ 

40 PRINT Vt$ 

50 END 


MEASure Subsystem 
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Message Communication 
and System Functions 


A 


Introduction This appendix describes the operation of instruments that operate in 

compliance with the IEEE 488.2 (syntax) standard. Although the 
HP 1652B and HP 1653B logic analyzers are RS-232C instruments, they 
were designed to be compatible with other Hewlett-Packard IEEE 488.2 
compatible instruments. 

The IEEE 488.2 standard is a new standard. Instruments that are 
compatible with IEEE 488.2 must also be compatible with IEEE 488.1 
(HP-IB bus standard); however, IEEE 488.1 compatible instruments may 
or may not conform to the IEEE 488.2 standard. The IEEE 488.2 
standard defines the message exchange protocols by which the instrument 
and the controller will communicate. It also defines some common 
capabilities, which are found in all IEEE 488.2 instruments. This 
appendix also contains a few items which are not specifically defined by 
IEEE 488.2, but deal with message communication or system functions. 


The syntax and protocol for RS-232C program messages and response 
messages for the HP 1652B/1653B are structured very similar to those 
described by 488.2. In most cases, the same structure shown in this 
appendix for 488.2 will also work for RS-232C. Because of this, no 
additional information has been included for RS-232C. 
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Protocols 


Functional Elements 


The protocols of IEEE 488.2 define the overall scheme used by the 
controller and the instrument to communicate. This includes defining 
when it is appropriate for devices to talk or listen, and what happens when 
the protocol is not followed. 

Before proceeding with the description of the protocol, a few system 
components should be understood. 

Input Buffer. The input buffer of the instrument is the memory area 
where commands and queries are stored prior to being parsed and 
executed. It allows a controller to send a string of commands to the 
instrument which could take some time to execute, and then proceed to 
talk to another instrument while the first instrument is parsing and 
executing commands. 

Output Queue. The output queue of the instrument is the memory area 
where all output data (< response messages > ) are stored until read by 
the controller. 

Parser. The instrument’s parser is the component that interprets the 
commands sent to the instrument and decides what actions should be 
taken. "Parsing" refers to the action taken by the parser to achieve this 
goal. Parsing and executing of commands begins when either the 
instrument recognizes a < program message terminator > (defined later 
in this appendix) or the input buffer becomes full. If you wish to send a 
long sequence of commands to be executed and then talk to another 
instrument while they are executing, you should send all the commands 
before sending the < program message terminator >. 


Message Communication and System Functions 
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Protocol Overview The instrument and controller communicate using < program message > s 
and < response message > s. These messages serve as the containers into 
which sets of program commands or instrument responses are placed. 

< program message > s are sent by the controller to the instriunent, and 

< response message > s are sent from the instrument to the controller in 
response to a query message. A < query message > is defined as being a 

< program message > which contains one or more queries. The 
instrument will only talk when it has received a valid query message, and 
therefore has something to say. The controller should only attempt to 
read a response after sending a complete query message, but before 
sending another < program message > . The basic rule to remember is 
that the instrument will only talk when prompted to, and it then expects to 
talk before being told to do something else. 

Protocol Operation When the instrument is turned on, the input buffer and output queue are 
cleared, and the parser is reset to the root level of the command tree. 

The instrument and the controller communicate by exchanging complete 

< program message > s and < response message > s. This means that the 
controller should always terminate a < program message > before 
attempting to read a response. The instrument will terminate < response 
message > s except during a hardcopy output. 

If a query message is sent, the next message passing over the bus should 
be the < response message >. The controller should always read the 
complete < response message > associated with a query message before 
sending another < program message > to the same instrument. 

The instrument allows the controller to send multiple queries in one query 
message. This is referred to as sending a ’’compound query." As will be 
noted later in this appendix, multiple queries in a query message are 
separated by semicolons. The responses to each of the queries in a 
compoimd query will also be separated by semicolons. 

Commands are executed in the order they are received. 
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Protocol Exceptions 


If an error occurs during the information exchange, the exchange may not 
be completed in a normal manner. Some of the protocol exceptions are 
shown below. 

Command Error. A command error will be reported if the instrument 
detects a syntax error or an unrecognized command header. 

Execution Error. An execution error will be reported if a parameter is 
found to be out of range, or if the current settings do not allow execution 
of a requested command or query. 

Device-specific Error. A device-specific error will be reported if the 
instrument is unable to execute a command for a strictly device dependent 
reason. 

Query Error. A query error will be reported if the proper protocol for 
reading a query is not followed. This includes the interrupted and 
unterminated conditions described in the following paragraphs. 


Message Communication and System Functions 
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Syntax 

Diagrams 


Syntax 

Overview 


The syntax diagrams in this appendix are similar to the syntax diagrams in 
the IEEE 488.2 specification. Commands and queries are sent to the 
instrument as a sequence of data bytes. The allowable byte sequence for 
each functional element is defined by the syntax diagram that is shown 
with the element description. 

The allowable byte sequence can be determined by following a path in the 
syntax diagram. The proper path through the syntax diagram is any path 
that follows the direction of the arrows. If there is a path around an 
element, that element is optional. If there is a path from right to left 
around one or more elements, that element or those elements may be 
repeated as many times as desired. 


This overview is intended to give a quick glance at the syntax defined by 
IEEE 488.2. It should allow you to understand many of the things about 
the syntax you need to know. This appendix also contains the details of 
the IEEE 488.2 defined syntax. 

IEEE 488.2 defines the blocks used to build messages which are sent to 
the instrument. A whole string of commands can therefore be broken up 
into individual components. 

Figure A-1 shows a breakdown of an example < program message >. 
There are a few key items to notice: 

1. A semicolon separates commands from one another. Each 

< program message unit > serves as a container for one command. 
The < program message unit > s are separated by a semicolon. 

2. A < program message > is terminated by a < NL > (new line). The 
recognition of the < program message terminator >, or < PMT >, 
by the parser serves as a signal for the parser to begin execution of 
commands. The < PMT > also affects command tree traversal (see 
the Programming and Documentation Conventions chapter). 

3. Multiple data parameters are separated by a comma.. 
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4. The first data parameter is separated from the header with one or 
more spaces. 

5. The header MACHINElrASSIGN 2,3 is an example of a compound 
header. It places the parser in the machine subsystem until the 
<NL> is encountered. 

6. A colon preceding the command header returns you to the top of the 
command tree. 
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Device Listening 
Syntax 


The listening syntax of IEEE 488.2 is designed to be more forgiving than 
the talking syntax. This allows greater flexibility in writing programs, as 
well as allowing them to be easier to read. 

Upper/Lower Case Equivalence. Upper and lower case letters are 
equivalent. The mnemonic SINGLE has the same semantic meaning as 
the mnemonic single. 

< white space >. < white space > is defined to be one or more characters 
from the ASCII set of 0 - 32 decimal, excluding 10 decimal (NL). < white 
space > is used by several instrument hstening components of the syntax. 

It is usually optional, and can be used to increase the readability of a 
program. 



Figure A-2. < white space > 
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< program message > • The < program message > is a complete message 
to be sent to the instrument. The instrument will begin executing 
commands once it has a complete < program message >, or when the 
input buffer becomes full. The parser is also repositioned to the root of 
the command tree after executing a complete < program message >. 
Refer to ’Tree Traversal Rules" in the "Programming and Documentation 
Conventions," chapter 4 for more details. 



Figure A-3. < program message > 

< program message unit >. The < program message unit > is the 
container for individual commands within a < program message >. 



Figure A-4. < program message unit> 
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Figure A-5. < command message unit> 



Figure A-6. < query message unit > 
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< program message unit separator >. A semicolon separates < program 
message unit > s, or individual commands. 



Figure A-7. < program message unit separator > 

< command program header > / < query program header >. These 
elements serve as the headers of commands or queries. They represent 
the action to be taken. 



54120/BL44 


Figure A-8. < command program header > 
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Where < simple command program header > is defined as 


<program 
mnemonic> 


-► 

54120/BL45 


Where < compound command program header > is defined as 


<program 
mnemonic> 


<program 
mnemonic> 


Where < common command program header > is defined as 


<program 
mnemon i c> 


Where <program mnemonic > is defined as 



54120/BL45 



54120/BL45 

Where < upper/lower case alpha > is defined as a single ASCII encoded 
byte in the range 41 - 5/4, 61-7A (65- 90, 97 -122 decimal). 

Where < digt > is defined as a single ASCII encoded byte in the range 30 - 
39 (48- 57 decimal). 

Where ( _) represents an '"underscore'", a single ASCII-encoded byte with the 
value 5F (95 decimal). 

Figure A-8. < command program header > (continued) 
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Where < simple query program header > is defined as 
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Where < compound query program header > is defined as 



Where < common query program header > is defined as 
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Figure A-9. < query program header > 
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< program data >. The < program data > element represents the 
possible types of data which may be sent to the instrument. The 
HP 1652B/1653B will accept the following data types: < character 
program data >, < decimal numeric program data >, < suffix program 
data >, < string program data >, and < arbitrary block program data >. 
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Figure A-10. < program data > 



<program 



mnemonIc> 
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Figure A-11. < character program data > 
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<manti ssq> 


<white 
space> 


<exponent> 
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Where < mantissa > is defined as 



Where < optional digits > is defined as 



Figure A-12. < decimal numeric program data > 
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Figure A-13. < suffix program data > 

Suffix Multiplier. The suffix multipliers that the instrument will accept 
are shown in table A-1. 

Table A-1. < suffix mult> 


Value 

Mnemonic 

1E18 

EX 

1E15 

PE 

1E12 

T 

1E9 

G 

1E6 

MA 

1E3 

K 

lE-3 

M 

lE-6 

U 

lE-9 

N 

lE-12 

P 

lE-15 

F 

lE-18 

A 


Suffix Unit. The suffix units that the instrument will accept are shown in 
table A-2. 


Table A-2. < suffix unit> 


Suffix 

Referenced Unit 

V 

Volt 

s 

Second 
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Where < inserted ' > is defined as a single ASCII character with the value 27 
(39 decimal). 

Where <non~single quote char > is defined as a single ASCII character of 
any value except 27 (39 decimal). 

Where < inserted ” > is defined as a single ASCII character with the value 22 
(34 decimal). 

Where < non-double quote char> is defined as a single ASCII character of 
any value except 22 (34 decimal) 

Figure A-14. < string program data > 
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Where < non-zero digit > is defined as a single ASCII encoded byte in the 
range 31-39 (49 - 57 decimal). 

Where < 8-bit byte > is defined as an 8-bit byte in the range 00 - FF (0- 255 
decimal). 

Figure A-15. < arbitrary block program data> 

< program data separator >. A comma separates multiple data 
parameters of a command from one another. 



Figure A-16. < program data separator> 
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< program header separator > • A space separates the header from the 
first or only parameter of the command. 


<white space> 


S4120/BL56 


Figure A-17. < program header separator > 

< program message terminator >. The < program message terminator > 
or < PMT > serves as the terminator to a complete < program 
message >. When the parser sees a complete < program message > it 
will begin execution of the commands within that message. The < PMT > 
also resets the parser to the root of the command tree. 



Figure A-18. < program message terminator > 
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: SYSTEM:ARMBNC 1TWAVEFORM:DELAY 3.8E-9 <NL> 




<response header> 
:TWAVEFORM:DELAY 



<r esponse 


header 

SP 




\ 


separator> 


<response mnemonic> 
TWAVEFORM 


<response mnemonic> <white space> <NR3 
DELAY 


<response data> 
3.8E-9 


numeric response 
3.8E-9 


da ta> 


16500/BL30 


Figure A-19. < response message > Tree 
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Device Talking Syntax 
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The talking syntax of IEEE 488.2 is designed to be more precise than the 
Hstening syntax. This allows the programmer to write routines which can 
easily interpret and use the data the instrument is sending. One of the 
implications of this is the absence of < white space > in the talking 
formats. The instrument will not pad messages which are being sent to the 
controller with spaces. 

< response message > • This element serves as a complete response from 
the instrument. It is the result of the instrument executing and buffering 
the results from a complete < program message >. The complete 

< response message > should be read before sending another < program 
message > to the instrument. 



Figure A-20. < response message > 

< response message unit >. This element serves as the container of 
individual pieces of a response. Typically a < query message unit > will 
generate one < response message unit >, although a < query message 
unit > may generate multiple < response message unit > s. 

< response header >. The < response header >, when returned, 
indicates what the response data represents. 
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Where < simple response mnemonic > is defined as 
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Where < compound response header > is defined as 



Where < common response header >' is defined as 
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Figure A-21. < response message unit> 
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Where < response mnemonio is defined as 
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Where < uppercase alpha > is defined as a single ASCII encoded byte in the 
range 41-5A (65- 90 decimal). 

Where ( _) represents an ''underscored a single ASCII-encoded byte with the 
value 5F (95 decimal). 

Figure A-21. < response message unit > (Continued) 

< response data >. The < response data > element represents the 
various types of data which the instrument may return. These types 
include: < character response data >, < nrl numeric response data >, 

< nr3 numeric response data >, < string response data >, < definite 
length arbitrary block response data >, and < arbitrary ASCII response 
data >. 


<response 
mnemonic> 
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Figure A-22. < character response data > 
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Figure A-26. < definite length arbitrary block response data > 



Where < ASCII data byte > represents any ASCII-encoded data byte except 
< NL > (OAy 10 decimal). 

Notes 

1. The END message provides an unambiguous termination to an 
element that contains arbitrary ASCII characters. 

2. The IEEE 488.1 END message serves the dual function of 
terminating this element as well as terminating the < RESPONSE 
MESSAGE >. It is only sent once with the last byte of the indefinite 
block data. The NL is present for consistency with the 

< RESPONSE MESSAGE TERMINATOR >. Indefinite block 
data format is not supported in the HP 1652B/1653B. 

Figure A-27. < arbitrary ASCII response data > 
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< response data separator > • A comma separates multiple pieces of 
response data within a single < response message unit >. 
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Figure A-28. < response data separator > 

< response header separator > • A space (ASCII decimal 32) delimits the 
response header, if returned, from the first or only piece of data. 

-►(sp)—► 
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Figure A-29. < response header separator > 

< response message unit separator >. A semicolon delimits the 

< response message unit > s if multiple responses are returned. 



54120/BL71 


Figure A-30. < response message unit separator > 

< response message terminator >. A < response message terminator > 
(ML) terminates a complete < response message >. It should be read 
from the instrument along with the response itself. 
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IEEE 488.2 defines a set of common commands. These commands 
perform functions which are common to any type of instrument. They can 
therefore be implemented in a standard way across a wide variety of 
instrumentation. All the common commands of IEEE 488.2 begin with an 
asterisk. There is one key difference between the IEEE 488.2 common 
commands and the rest of the commands found in this instrument. The 
IEEE 488.2 common commands do not affect the parser’s position within 
the command tree. More information about the command tree and tree 
traversal can be found in the Programming and Documentation 
Conventions chapter. 


Table A-3. HP 1652B/53B’s Common Commands 


Command 

Command Name 

*CLS 

Clear Status Command 

*ESE 

Event Status Enable Command 

*ESE? 

Event Status Enable Query 

*ESR? 

Event Status Register Query 

*IDN? 

Identification Query 

*OPC 

Operation Complete Command 

*OPC? 

Operation Complete Query 

*RST 

Reset (not implemented on HP 1652B/1653B) 

*SRE 

Service Request Enable Command 

*SRE? 

Service Request Enable Query 

♦STB? 

Read Status Byte Query 

♦WAI 

Wait-to-Continue Command 
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Status Reporting 


Introduction 



The status reporting feature available over the bus is the serial poll. IEEE 
488.2 defines data structures, commands, and common bit definitions. 
There are also instrument defined structures and bits. 

The bits in the status byte act as summary bits for the data structures 
residing behind them. In the case of queues, the summary bit is set if the 
queue is not empty. For registers, the summary bit is set if any enabled bit 
in the event register is set. The events are enabled via the corresponding 
event enable register. Events captured by an event register remain set 
until the register is read or cleared. Registers are read with their 
associated commands. The ”*CLS" command clears all event registers 
and all queues except the output queue. If ’’*CLS" is sent immediately 
following a < program message terminator > , the output queue will also 
be cleared. 
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Figure B-1. Status Byte Structures and Concepts 
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Event Status Register 


Service Request 
Enabie Register 


Bit Definitions 


Note 
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The Event Status Register is a 488.2 defined register. The bits in this 
register are ’’latched." That is, once an event happens which sets a bit, that 
bit will only be cleared if the register is read. 

The Service Request Enable Register is an 8-bit register. Each bit enables 
the corresponding bit in the status byte to cause a service request. The 
sixth bit does not logically exist and is always returned as a zero. To read 
and write to this register use the *SRE? and *SRE commands. 

The following mnemonics are used in figure B-1 and in the ’’Common 
Commands" chapter: 

MAV - message available. Indicates whether there is a response in the 
output queue. 

ESB - event status bit. Indicates if any of the conditions in the Standard 
Event Status Register are set and enabled. 

MSS - master summary status. Indicates whether the device has a reason 
for requesting service. This bit is returned for the *STB? query. 

RQS - request service. Indicates if the device is requesting service. This 
bit is returned during a serial poll. RQS will be set to 0 after being read 
via a serial poll (MSS is not reset by *STB?). 

MSG - message. Indicates whether there is a message in the message 
queue (Not implemented in the HP 1652B/1653B). 

PON - power on. Indicates power has been turned on. 

URQ - user request. Always 0 on the HP 1652B/1653B. 

CME - command error. Indicates whether the parser detected an error. 


The error numbers and/or strings for CME, EXE, DDE, and QYE can be 
read from a device defined queue (which is not part of 488.2) with the 
query :SYSTEM:ERROR?. 
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EXE - execution error. Indicates whether a parameter was out of range, 
or inconsistent with current settings. 

DDE - device speciflc error. Indicates whether the device was unable to 
complete an operation for device dependent reasons. 

QYE - query error. Indicates whether the protocol for queries has been 
violated. 

RQC - request control. Always 0 on the HP 1652B/1653B. 

OPC - operation complete. Indicates whether the device has completed 
all pending operations. OPC is controlled by the *OPC common 
command. Because this command can appear after any other command, 
it serves as a general purpose operation complete message generator. 

LCL - remote to local. Indicates whether a remote to local transition has 
occurred. 

MSB - module summary bit. Indicates that an enable event in one of the 
modules Status registers has occurred. 

Key Features A few of the most important features of Status Reporting are listed in the 
following paragraphs. 

Operation Complete. The IEEE 488.2 structure provides one technique 
which can be used to find out if any operation is finished. The *OPC 
command, when sent to the instrument after the operation of interest, will 
set the OPC bit in the Standard Event Status Register. If the OPC bit and 
the RQS bit have been enabled a service request will be generated. The 
commands which affect the OPC bit are the overlapped commands. 

OUTPUT XXX;''*SRE 32 ; ’^ESE 1" !enables an OPC service request 
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Status Byte. The Status Byte contains the basic status information which 
is sent over the bus in a serial poll. If the device is requesting service 
(RQS set), ^nd the controller serial polls the device, the RQS bit is 
cleared. The MSS (Master Siunmary Status) bit (read with *STB?) and 
other bits of the Status Byte are not be cleared by reading them. Only the 
RQS bit is cleared when read. 

The Status Byte is cleared with the *CLS common conunand. 


-STATUS SUMMARY MESSAGES- 



- READ BY SERIAL POLL 

- STATUS BYTE REGISTER 

- READ BY *STB? 

/ 


SERVICE REQUEST 
ENABLE REGISTER 
*SRE <NRf> ' 
♦ SRE? 


16&e«/BL24 


Figure B-2. Service Request Enabling 
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Serial Poll 

Using Serial Poll 
(HP-IB) 


The HP 1652B/1653B supports the IEEE 488.1 serial poll feature. When 
a serial poll of the instrument is requested, the RQS bit is returned on bit 
6 of the status byte. 

This example will show how to use the service request by conducting a 
serial poll of all instruments on the HP-IB bus. In this example, assume 
that there are two instruments on the bus; a Logic Analyzer at address 7 
and a printer at address 1. 

The program command for serial poll using HP BASIC 4.0 is Stat = 
SPOLL(707). The address 707 is the address of the oscilloscope in the 
this example. The command for checking the printer is Stat = 
SPOLL(701) because the address of that instrument is 01 on bus address 
7. This command reads the contents of the HP-IB Status Register into the 
variable called Stat. At that time bit 6 of the variable Stat can be tested to 
see if it is set (bit 6 = 1). 

The serial poll operation can be conducted in the following manner: 

1. Enable interrupts on the bus. This allows the controller to "see" the 
SRQ line. 

2. Disable interrupts on the bus. 

3. If the SRQ line is high (some instrument is requesting service) then 
check the instrument at address 1 to see if bit 6 of its status register 
is high. 
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4. To check whether bit 6 of an instruments status register is high, use 
the following Basic statement: 

IF BIT (Stat, 6) THEN 

5. If bit 6 of the instrument at address 1 is not high, then check the 
instriunent at address 7 to see if bit 6 of its status register is high. 


6. As soon as the instrument with status bit 6 high is found check the 
rest of the status bits to determine what is required. 

The SPOLL(707) command causes much more to happen on the bus than 
simply reading the register. This command clears the bus automatically, 
addresses the talker and listener, sends SPE (serial poll enable) and SPD 
(serial poll disable) bus commands, and reads the data. For more 
information about serial poll, refer to your controller manual, and 
programming language reference manuals. 

After the serial poll is completed, the RQS bit in the HP 1652B/1653B 
Status Byte Register will be reset if it was set. Once a bit in the Status 
Byte Register is set, it will remain set imtil the status is cleared with a 
*CLS command, or the instrument is reset. 
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Error Messages 


c 


Device 

Dependent 

Errors 


This section covers the error messages that relate to the HP 1652B/53B 
Logic Analyzers. 

200 Label not found 

201 Pattern string invalid 

202 Qualifier invalid 

203 Data not available 
300 RS-232C error 
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Command 

Errors 


-100 Command error (imknown command) (generic error) 

-101 Invalid character received 

-110 Command header error 

-111 Header delimiter error 

-120 Numeric argument error 

-121 Wrong data type (numeric expected) 

-123 Numeric overflow 
-129 Missing numeric argument 

-130 Non numeric argument error (character,string, or block) 
-131 Wrong data type (character expected) 

-132 Wrong data type (string expected) 

-133 Wrong data type (block type #D required) 

-134 Data overflow (string or block too long) 

-139 Missing non numeric argument 
-142 Too many arguments 
-143 Argument delimiter error 
-144 Invalid message unit delimiter 
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Execution 

Errors 


-200 No Can Do (generic execution error) 

-201 Not executable in Local Mode 

-202 Settings lost due to return-to-local or power on 

-203 Trigger ignored 

-211 Legal command, but settings conflict 

-212 Argument out of range 

-221 Busy doing something else 

-222 Insufficient capability or configuration 

-232 Output buffer full or overflow 

-240 Mass Memory error (generic) 

-241 Mass storage device not present 

-242 No media 

-243 Bad media 

-244 Media full 

-245 Directory full 

-246 File name not found 

-247 Duplicate file name 

-248 Media protected 
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Internal Errors -300 Device Failure (generic hardware error) 
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-301 Interrupt fault 
-302 System Error 
-303 Timeout 
-310 RAM error 

-311 RAM failure (hardware error) 

-312 RAM data loss (software error) 

-313 Calibration data loss 
-320 ROM error 
-321 ROM checksum 

-322 Hardware and Firmware incompatible 
-330 Power on test failed 
-340 Self Test failed 

-350 Too Many Errors (Error queue overflow) 
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Query Errors 


-400 Query Error (generic) 

-410 Query INTERRUPTED 
-420 Query UNTERMINATED 

-421 Query received. Indefmite block response in progress 
-422 Addressed to Talk, Nothing to Say 
-430 Query DEADLQCKED 
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Index 


*CLS command 

5-3 

*ESE command 

5-4 

*ESR command 

5-6 

*IDN command 

00 

1 

*OPC command 

5-9 

*RST command 

5-10 

*SRE command 

5-11 

*STB command 

5-13 

*WAI command 

5-15 

... 4-3 


32767 4-2 


9.9E + 37 4-2 



::= 4-3 
4-3 

[] 4-3 
{} 4-3 
I 4-3 


A 


Assign command/query 10-5 
AUToload command/query 7-4 
AUToscale 21-5 
AUToscale command 10-6 
Average Mode 24-2,26-3 

B 


BASE command 20-4 
Bases 1-8 
BASIC 1-2 
Baud rate 3-5 
Bit definitions B-3 
Block data 1-3,1-16,6-6 
Block length specifier 6-6 
Block length specifier 6-7,6-37 
Braces 4-3 

BRANch command/query 12-5 -12-7 
BYTE Format 26-4 


Accumulate command/query 14-4,15-4,19-6 
Acquisition data 6-11 
Addressed talk/listen mode 2-1 
ALL 27-5 

AMODe command/query 18-4 
Analyzer 1 Data Information 6-9 
Analyzer 2 Data Information 6-11 
Angular brackets 4-3 
Arguments 1-4 

ARM command/query 10-4,21-4 
ARMBnc command 6-4 
ASCII Format 26-5 


c 


Cable 

RS-232C 3-2 
CATalog query 7-5 
chart display 15-1 
Clear To Send (CTS) 3-4 
CLOCk command/query 11-4 
CMASk command/query 16-4 
CME B-3 

COLumn command/query 8-3,13-6 -13-7 
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Combining commands 1-5 
Comma 1-7 
Command 1-3,1-13 
*CLS 5-3 
*ESE 5-4 
*OPC 5-9 
*RST 5-10 
*SRE 5-11 
*WAI 5-15 

Accumulate 14-4,15-4,19-6 

AMODe 18-4 

ARM 10-4,21-4 

ARMBnc 6-4 

Assign 10-5 

AUToload 7-4 

AUToscale 10-6,21-5 

BASE 20-4 

BRANch 12-5 

CLOCk 11-4 

CMASk 16-4 

COLumn 8-3,13-6 

COMPare 16-3 

CONFig 7-9,7-14 

COPY 7-6,16-5 

COUNt 24-4 

coupling 22-4 

CPERiod 11-5 

DATA 6-5,16-6 

DELay 14-5,19-7,25-3 

DOWNload 7-7 

DSP 6-20 

DURation 18-5 

EDGE 18-6 

HND 12-8 

FORMat 26-10 

GLITch 18-8 

HAXis 15-5 

HEADer 1-12,6-22 

lASSembler 7-10 

INITialize 7-8 

INSert 14-6,19-8 


Command (continued) 

KEY 6-23 
LABel 11-6,17-3 
LEVel 23-4 
LINE 8-5,13-9 
LOAD:CONFig 7-9 
LOAD:IASSembler 7-10 
LOCKout 3-7,6-26 
LONGform 1-12,6-27 
MACHine 10-3 
MASTer 11-8 
MENU 6-28 
MESE 6-29 
MMODe 13-10,19-9 
MODE 23-5,25-4 
NAME 10-7 
OCONdition 19-10 
OFFSet 22-5 
OPATtern 13-11,19-11 
OSEarch 13-13,19-13 
OTAG 13-15 
OTIMe 9-5,19-14 
PACK 7-11 
PATTern 18-9,20-5 
PREstore 12-10 
PRINt 6-34 
PROBe 22-7 
PURGe 7-12 

RANGe 12-12,14-7,16-9,19-15,20-6,22-8,25-6 
RECord 26-13 

REMove 11-9,14-8,17-5,19-16,20-7 

REName 7-13 

RESTart 12-14 

RMODe 6-35 

Run Control 6-1 

RUNTil 13-16,16-10,19-17 

SCHart 15-3 

SEOuence 12-16 

SETup 6-36 

SFORmat 11-3 

SLAVe 11-10 
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Command (continued) 

SLISt 13-5 
SLOPe 23-6 
SMODe 21-6 
SOURce 23-7,26-14,27-14 
STARt 6-38 
STOP 6-39 
STORe 12-17 
STORe:CONFig 7-14 
STRace 12-4 
SWAVeform 14-3 
SYMBol 20-3 
SYStem;DATA 6-5 
SYStem:SETup 6-36 
TAG 12-19 
TERM 12-21 
TFORmat 17-2 
THReshold 11-11,17-6 
TTRace 18-3 
TWAVeform 19-5 
TYPE 10-8,24-5 
VAXis 15-7 
WIDTh 20-8 
WLISt 9-2 
XCONdition 19-24 
XPATtern 13-23,19-26 
XSEarch' 13-25,19-28 
XTAG 13-27 
XTIMe 9-6,19-29 
Command errors C-2 
Command mode 2-1 
Command set organization 4-10 
Command structure 1-11 
Command tree 4-4 
Command types 4-4 
Common commands 1-5,4-4,5-1, A-27 
Communication 1-2 
COMPare selector 16-3 
COMPare Subsystem 16-1 
Complex qualifier 12-7 
Compound commands 1-4 


CONFig command 7-9,7-14 
Configuration file 1-10 -1-11 
Controller mode 2-1 
Controllers 1-2 
Conventions 4-3 
COPY command 7-6,16-5 
COUNt 24-4 
COUNt query 26-8 
coupling 22-4 
CPERiod command/query 11-5 

D 


DATA 6-5,26-9 
command 6-5 
State (no tags) 6-12 

State (with either time or state tags) 6-12 
Timing Glitch 6-14 
Transitional Timing 6-15 
Data bits 3-5 - 3-6 
8-Bit mode 3-6 
Data block 

Acquisition data 6-11 
Analyzer 1 data 6-9 
Analyzer 2 data 6-11 
Data preamble 6-8 
Section data 6-8 
Section header 6-8 
Data Carrier Detect (DCD) 3-4 
DATA command/query 6-5 - 6-19,16-6 -16-7 
Data Communications Equipment 3-1 
Data mode 2-1 
Data preamble 6-8 
DATA query 13-8 
Data Set Ready (DSR) 3-4 
Data Terminal Equipment 3-1 
Data Terminal Ready (DTR) 3-3 
DCE 3-1 
DCL 2-3 
DDE B-4 
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Definite-length block response data 1-16 
Definitions 4-3 
DELay 25-3 

DELay command/query 14-5,19-7 
Device address 1-3 
HP-IB 2-2 
RS-232C 3-6 
Device clear 2-3 
Device dependent errors C-1 
DLISt 

Command 8-2 
DLISt selector 8-2 
DLISt Subsystem 8-1 
Documentation conventions 4-3 
DOWNload command 7-7 
DSP command 6-20 
DTE 3-1 

Duplicate keywords 1-5 
DURation command/query 18-5 

E 


EDGE command/query 18-6 -18-7 
EDGE Trigger Mode 23-1 
Ellipsis 4-3 

Embedded strings 1-2 -1-3 
Enter statement 1-2 
Error messages C-1 
ERRor query 6-21 
ESB B-3 

Event Status Register B-3 
EXE B-4 

Execution errors C-3 
Exponents 1-8 
Extended interface 3-3 


F 


FALLtime 27-6 

FIND command/query 12-8 -12-9 
FIND query 16-8 
FORMat 26-10 
Fractional values 1-8 
FREQuency 27-7 

G 


GET 2-3 

GLITch command/query 18-8 
Glitch Timing Data 6-14 
Group execute trigger 2-3 

H 


HAXis command/query 15-5 -15-6 
HEADer command 1-12 
HEADer command/query 6-22 
Headers 1-3 -1-4,1-7 
Host language 1-3 
HP-IB 2-1, B-6 
HP-IB address 2-1 
HP-IB device address 2-2 
HP-IB interface 2-1 
HP-IB interface code 2-2 
HP-IB interface functions 2-1 

I 


lASSembler command 7-10 
IEEE 488.1 2-1, A-1 


Index-4 


HP 1652B/1652B 
Programming Reference 



IEEE 488.1 bus commands 2-3 
IEEE 488.2 A-1 
IEEE 488.2 Standard 1-1 
IFC 2-3 
Infinity 4-2 
Initialization 1-10 
INITialize command 7-8 
Input buffer A-2 
INSert command 14-6,19-8 
Instruction headers 1-3 
Instruction parameters 1-4 
Instruction syntax 1-2 
Instruction terminator 1-9 
Instructions 1-3 
Instrument address 2-2 
Interface capabilities 2-1 
RS-232C 3-5 
Interface clear 2-3 
Interface code 
HP-IB 2-2 
Interface select code 
RS-232C 3-6 
Internal errors C-4 

K 


KEY command/query 6-23 
Keyword data 1-8 
Keywords 4-1 

L 


Listening syntax A-8 
LOADrCONFig command 7-9 
LOADrIASSembler command 7-10 
Local 2-2 
Local lockout 2-2 
LOCKout command 3-7 
LOCKout command/query 6-26 
Longform 1-7 
LONGform command 1-12 
LONGform command/query 6-27 
Lowercase 1-7 

M 


Machine selector 10-3 
MACHine Subsystem 10-1 
MASTer command/query 11-8 
MAY B-3 

MENU command/query 6-28 
MESE command/query 6-29 
MESR query 6-31-6-32 
MMEMory subsystem 7-1 
MMODe command/query 13-10,19-9 
Mnemonics 1-8,4-1 
MODE 23-5,25-4 - 25-5 
Module Level Commands 21-1 
MSB B-4 
MSG B-3 
MSS B-3 

Multiple numeric variables 1-17 
Multiple program commands 1-9 
Multiple queries 1-17 
Multiple subsystems 1-9 


LABel command/query 11-6 -11-7,17-3 -17-4 

LCL B-4 N 

LER query 6-25 

LEVel 23-4 

LINE command/query 8-5,13-9 NAME command/query 10-7 

Linefeed 1-9,4-3 New Line character 1-9 
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NL 1-9,4-3 

Normal Mode 24-2,26-3 
Notation conventions 4-3 
Numeric base 1-15 
Numeric bases 1-8 
Numeric data 1-8 
Numeric variables 1-15 
NWIDth 27-8 

o 


OCONdition command/query 19-10 
OFFSet 22-5-22-6 

OPATtern command/query 13-11 -13-12,19-11 - 

19-12 

OPC B-4 

Operation Complete B-4 
OR notation 4-3 
oscilloscope 21-1 

Oscilloscope Subsystem commands 21-1 

OSEarch command/query 13-13,19-13 

OSTate 13-14 

OSTate query 9-3 

OTAG command/query 13-15 

OTIMe command/query 9-5,19-14 

Output buffer 1-6 

Output command 1-3 

Output queue A-2 

OUTPUT statement 1-2 

Overlapped command 5-9,5-15,6-38 - 6-39 

Overlapped commands 4-2 

OVERshoot 27-9 

p 

PACK command 7-11 
Parameter syntax rules 1-7 
Parameters 1-4 
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Parity 3-5 
Parse tree A-7 
Parser A-2 

PATTern command 20-5 

PATTern command/query 18-9 -18-10 

PATTern Trigger Mode 23-1 

PERiod 27-10 

POINts query 26-11 

PON B-3 

PPOWer query 6-33 
PREamble 26-12 
Preamble description 6-8 
PREShoot 27-11 

PREstore command/query 12-10 -12-11 
PRINt command 6-34 
Printer mode 2-1 
PROBe 22-7 
Program data A-14 
Program examples 4-11 
Program message A-9 
Program message syntax 1-2 
Program message terminator 1-9 
Program syntax 1-2 
Programming conventions 4-3 
Protocol 3-5, A-3 
None 3-5 
XON/XOFF 3-5 
Protocol exceptions A-4 
Protocols A-2 
PURGe command 7-12 
PWIDth 27-12 

Q 


Query 1-3,1-6,1-13 
*ESE 5-4 
*ESR 5-6 
*IDN 5-8 
*OPC 5-9 
*SRE 5-11 
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Query (continued) 

*STB 5-13 

Accumulate 14-4,15-4,19-6 

ALL 27-5 

AMODe 18-4 

ARM 10-4,21-4 

ARMBnc 6-4 

Assign 10-5 

AUToload 7-4 

BRANch 12-5 

CATalog 7-5 

CLOCk 11-4 

CMASk 16-4 

COLumn 8-3,13-6 

COUNt 24-4,26-8 

COUPUng 22-4 

CPERiod 11-5 

DATA 6-5,13-8,16-6,26-9 

DELay 14-5,19-7,25-3 

DURation 18-5 

EDGE 18-6 

ERRor 6-21 

FALLtime 27-6 

HND 12-8,16-8 

FORMat 26-10 

FREQuency 27-7 

GLITch 18-8 

HAXis 15-5 

HEADer 6-22 

KEY 6-23 

LABel 11-6,17-3 

LER 6-25 

LEVel 23-4 

LINE 8-5,13-9 

LOCKout 6-26 

LONGform 6-27 

MASTer 11-8 

MENU 6-28 

MESE 6-29 

MESR 6-31 

MMODe 13-10,19-9 


Query (continued) 

MODE 23-5,25-4 
NAME 10-7 
NWIDth 27-8 
OCONdition 19-10 
OFFSet 22-5 
OPATtern 13-11,19-11 
OSEarch 13-13,19-13 
OSTate 9-3,13-14 
OTAG 13-15 
OTIMe 9-5,19-14 
OVERshoot 27-9 
PATTem 18-9 
PERiod 27-10 
POINts 26-11 
PPOWer 6-33 
PREamble 26-12 
PREShoot 27-11 
PROBe 22-7 
PWIDth 27-12 

RANGe 12-12,14-7,16-9,19-15,22-8,25-6 

RECord 26-13 

RESTart 12-14 

RISetime 27-13 

RMODe 6-35 

RUNTil 13-16,16-10,19-17 

SEQuence 12-16 

SETUP 6-36 

SLAVe 11-10 

SLOPe 23-6 

SMODe 21-6 

SOURce 23-7,26-14,27-14 

SPERiod 19-19 

STORe 12-17 

SYSTem:DATA 6-5 

SYStem:SETup 6-36 

TAG 12-19 

TAVerage 13-18,19-20 

TERM 12-21 

THReshold 11-11,17-6 

TMAXimum 13-19,19-21 
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Query (continued) 

TMINimum 13-20,19-22 
TYPE 10-8,24-5,26-15 
UPLoad 7-15 
VALid 26-16 
VAMPlitude 27-15 
VAXis 15-7 
VBASe 27-16 
VMAX 27-17 
VMIN 27-18 
VPP 27-19 
VRUNs 13-21,19-23 
VTOP 27-20 
XCONdition 19-24 
XINCrement 26-17 
XORigin 26-18 
XOTag 13-22 
XOTime 19-25 
XPATtern 13-23,19-26 
XREFerence 26-19 
XSEarch 13-25,19-28 
XSTate 9-4,13-26 
XTAG 13-27 
XTIMe 9-6,19-29 
YINCrement 26-20 
YORigin 26-21 
YREFerence 26-22 
Query errors C-5 
Query responses 1-11,4-2 
Question mark 1-6 
QYE B-4 

R 


RANGe 22-8,25-6 
RANGe command 20-6 
RANGe command/query 12-12 
19-15 

Receive Data (RD) 3-2 - 3-3 


record 26-13 
waveform 26-3 
Remote 2-2 
Remote enable 2-3 

REMove command 11-9,14-8,17-5,19-16,20-7 
REN 2-3 

REName command 7-13 
Request To Send (RTS) 3-4 
Response data 1-16 
Response message A-21 
Responses 1-12 

RESTart command/query 12-14 -12-15 

RISetime 27-13 

RMODe command/query 6-35 

Root 4-4 

RQC B-4 

RQS B-3 

RS-232C 3-l,3-6,A-l 
Run Control Commands 6-1 
RUNTil command/query 13-16 -13-17,16-10 - 
16-11,19-17 -19-18 

s 


SCHart selector 15-3 
SCHart Subsystem 15-1 
SCOPe Subsystem 21-1 
SDC 2-3 
Section data 6-8 
Section data format 6-6 
Section header 6-8 
Selected device clear 2-3 
Separator A-18 

SEQuence command/query 12-16 
Sequential commands 4-2 
Serial poll B-6 

12-13,14-7,16-9, Service Request Enable Register B-3 
SETup 6-36 

SETup command/query 6-36 - 6-37 
SFORmat selector 11-3 
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SFORmat Subsystem 11-1 
Shortform 1-7 
Simple commands 1-4 
SLAVe command/query 11-10 
SLISt selector 13-5 
SLISt Subsystem 13-1 
SLOPe 23-6 
SMODe command 21-6 
SMODe query 21-6 
SOURce 23-7,26-14,27-14 
Spaces 1-4 
SPERiod query 19-19 
Square brackets 4-3 
STARt command 6-38 
State data 

with either time or state tags 6-12 
without tags 6-12 
Status 1-17,5-2, B-1 
Status byte B-5 
Status registers 1-17 
Status reporting B-1 
Stop bits 3-5 
STOP command 6-39 
STORe command/query 12-17 -12-18 
STORerCONFig command 7-14 
STRace selector 12-4 
STRace Subsystem 12-1 
String data 1-8 
String variables 1-14 
Subsystem 

ACQuire 24-1 
CHANnel 22-1 
COMPare 16-1 
DUST 8-1 
MACHine 10-1 
MEASure 27-1 
MMEMory 7-1 
SCHart 15-1 
SCOPe 21-1 
SFORmat 11-1 
SLISt 13-1 


Subsystem (continued) 

STRace 12-1 
SWAVeform 14-1 
SYMBol 20-1 
TFORmat 17-1 
TIMebase 25-1 
TRIGger 23-1 
TTRace 18-1 
TWAVeform 19-1 
WAVeform 26-1 
WLISt 9-1 

Subsystem commands 4-4 
Suffix multiplier A-16 
Suffix units A-16 
SWAVeform selector 14-3 
SWAVeform Subsystem 14-1 
SYMBol selector 20-3 
SYMBol Subsystem 20-1 
Syntax A-8 
Syntax diagram 

ACQuire Subsystem 24-1 
CHANnel Subsystem 22-2 
Common commands 5-2 
COMPare Subsystem 16-2 
DLISt Subsystem 8-1 
MACHine Subsystem 10-2 
MEASure Subsystem 27-3 
MMEMory subsystem 7-2 - 7-3 
SCHart Subsystem 15-2 
SCOPe Subsystem 21-1 
SFORmat Subsystem 11-1 
SLISt Subsystem 13-2 
STRace Subsystem 12-1 
SWAVeform Subsystem 14-2 
SYMBol Subsystem 20-2 
System commands 6-3 
TFORmat Subsystem 17-1 
TIMebase Subsystem 25-1 
TRIGger Subsystem 23-2 
TTRace Subsystem 18-2 
TWAVeform Subsystem 19-2 
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Syntax diagram (continued) Uppercase 1-7 

WAVeform Subsystem 26-2 URQ B-3 

WLISt Subsystem 9-1 
Syntax diagrams 4-2 
IEEE 488.2 A-5 
System commands 4-4,6-1 


T 


TAG command/query 12-19 -12-20 
Talk only mode 2-1 
Talking syntax A-21 
TAVerage query 13-18,19-20 
TERM command/query 12-21 -12-22 
Terminator 1-9, A-26 
TFORmat selector 17-2 
TFORmat Subsystem 17-1 
Three-wire Interface 3-2 
Threshold command/query 11-11,17-6 
Timing Glitch Data 6-14 
TMAXimum query 13-19,19-21 
TMINimum query 13-20,19-22 
Trailing dots 4-3 
Transitional Timing Data 6-15 
Transmit Data (TD) 3-2 - 3-3 
Truncation rule 4-1 
TTRace selector 18-3 
TTRace Subsystem 18-1 
TWAVeform selector 19-5 
TWAVeform Subsystem 19-1 
TYPE 24-5 

TYPE command/query 10-8 
TYPE query 26-15 

u 


Units 1-8 

UPLoad query 7-15 
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VALid 26-16 

VAMPlitude 27-15 

VAXis command/query 15-7 

VBASe 27-16 

VMAX 27-17 

VMIN 27-18 

VPP 27-19 

VRUNs query 13-21,19-23 
VTOP 27-20 


w 


waveform 
record 26-3 
White space 1-4 
WIDTh command 20-8 
WLISt selector 9-2 
WLISt Subsystem 9-1 
WORD Format 26-5 

x 


XCONdition command/query 19-24 
XINCrement query 26-17 
XORigin query 26-18 
XOTag query 13-22 
XOTime query 19-25 

XPATtern command/query 13-23 -13-24,19-26 - 
19-27 

XREFerence query 26-19 
XSEarch command/query 13-25,19-28 
XSTate query 9-4,13-26 
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XTAG command/query 13-27 
XTIMe command/query 9-6,19-29 
XXX 4-3, 4-5 
XXX (meaning of) 1-3 

Y 


YINCrement query 26-20 
YORigin query 26-21 
YREFerence query 26-22 
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Your Comments Please 


HP 1650B/1651B Programming 

Your comments assist us in meeting your needs better. Please complete this questionnaire and return it to us. Feel free to add 
any additional comments that you might have. All comments and suggestions become the property of Hewlett-Packard. Omit 
any questions that you feel would be proprietary. 

Yes No 

1. Were you satisfied with the operation of the instrument over the bus? [ ] [ ] 

2. What measurements will this instrument be used to make over the bus? 


3. What type of controller are you using?_ 

4. What programming language are you using?_ 

5. What do you like most about programming the instrument? 


6. What would you like to see changed or improved? 


7. Which sections of the manual have you used? 

[ ] Introductory chapters 1 through 4 
[ ] Command List chapters 5 through 27 
[ ] Appendix A 
[ ] Programming Examples 
[ ]Index 

8. Please rate the manual on the following: 

4 = Excellent 3=Good 2 = Adequate l = Poor 

[ ] Breadth and depth of information 
[ ] Ability to easily find information 

[ ] Ability to understand and apply the information provided in the manual 


Please explain: 


9. What is your experience with programming instruments over the bus? 

[ ] No previous experience 
[ ] Less than 1 year experience 
[ ] More than 1 year’s experience on one model 
[ ] More than 1 year’s experience on several models 

Company _ 

ZLipCode _ 

Instrument Serial # 


Name_ 

Address 
Phone _ 


THANK YOU FOR YOUR HELP 


NO POSTAGE NECESSARY IF MAILED IN U.S.A. 





Your cooperation In completing and returning this form 
will be greatly appreciated. Thank you. 
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